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Abstract
This cumulative thesis assesses several ways of improving greenhouse gas flux esti-
mates and consists of four main parts. Firstly, within the framework of a measurement
campaign, CO2, CH4 and N2O measurements of different instruments and between
different measurement networks were compared and differences of 0.14 ppm (CO2),
0.04 ppb (CH4) and 0.37 ppb (N2O) were found, respectively. The main result is that
N2O differences could partly be explained by a difference between the WMO N2O
X2006a reference scale and the SIO-1998 scale. Secondly, 18O(CO2) retrievals were
implemented in a Fourier Transform Infrared spectrometer, allowing for continuous
CO2 gross fluxes estimates. The measurements are compatible to mass spectrometer
measurements and have a precision of about 0.3h, which suffices to detect δ18O(CO2)
variations in Heidelberg. Thirdly, in a model study, possible tracers for estimating con-
tinuous anthropogenic CO2 were assessed. δ
13C(CO2) and CO are well suited for this,
but only in urban areas and if the isotopic signature and the emission ratio CO/CO2
of the mean anthropogenic CO2 source are known. Finally, a method to estimate the
hourly δ13C(CO2) source signature accurately (median: 0.2h) and precisely (interquar-
tile range: 1.2h) is proposed. Applying the method to Heidelberg data, a seasonal cycle
is observed. It allows estimation of the isotopic signature of one source, but only if the
contributions from other sources are small.
Zusammenfassung
Diese kumulative Dissertation untersucht verschiedene Ansa¨tze zur verbesserten Ab-
scha¨tzung von kontinentalen Treibhausgasflu¨ssen. Zuerst wurden im Rahmen einer
Messkampagne CO2-, CH4- und N2O- Messungen verschiedener Instrumente und Mess-
netzwerke verglichen und Unterschiede von 0.14 ppm (CO2), 0.04 ppb (CH4) und
0.37 ppb (N2O) gefunden. Das zentrale Ergebnis ist, dass sich die N2O-Unterschiede
teilweise durch eine Differenz der WMO N2O X2006a Referenzskala und der SIO-
1998 Referenzskala erkla¨ren lassen. Zweitens wurde eine 18O(CO2) Analyse in die
Auswertung des Fourier Transform Infrarot Spektrometers implementiert. Diese Mes-
sungen ebnen den Weg fu¨r eine kontinuierlichen Abscha¨tzung von CO2 Bruttoflu¨ssen.
Sie sind kompatibel zu massenspektrometerischen Messungen und haben eine Pra¨zi-
sion von ca. 0.3h, was ausreicht um δ18O(CO2) Variationen in Heidelberg zu detek-
tieren. Drittens wurden in einer Modellstudie mo¨gliche Hilfstracer fu¨r die kontinuier-
liche Bestimmung des anthropogenen CO2-Anteils untersucht. Dabei zeigt sich, dass
δ13C(CO2) und CO geeignet sind, allerdings nur in sta¨dtischen Gebieten und sofern
die isotopische Signatur und das CO/CO2 Emissionsverha¨ltnis der mittleren anthro-
pogenen CO2 Quelle bekannt ist. Schließlich wird eine Methode zur genauen (Median:
0.2h) und pra¨zisen (Interquartilbereich: 1.2h) Bestimmung der stu¨ndlichen mittleren
δ13C(CO2) Quellsignatur vorgestellt. Bei Anwendung der Methode auf Heidelberger
Daten zeigt sich ein saisonaler Verlauf. Dieser ermo¨glicht eine Abscha¨tzung der iso-
topischen Signatur einer Quelle, aber nur wenn andere Quellbeitra¨ge gering sind.
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1.1 Changes in the climate system and their causes
1.1.1 Increase of greenhouse gas concentration
In December 2015, 195 nations met in Paris, France, to negotiate a global agreement on
the limitation of climate change. They agreed to the goal to hold the global temperature
increase below 2 °C above pre-industrial times and therefore to restrict the emissions
of man-made greenhouse gases significantly from 2020 to 2100 (United Framework
Convention on Climate Change UNFCCC, 2015).
The scientific basis for the decisions reached in the “Paris agreement”, is a strong
consensus among climate scientists that the main reason for recent climate change
is an increase of greenhouse gas concentration in the atmosphere due to man’s act
(Intergovernmental Panel of Climate Change IPCC, 2014a). Since the start of the In-
dustrial Revolution, the atmospheric concentration of carbon dioxide (CO2) increased
by about 40%, of methane (CH4) by about 150% and of nitrous oxide (N2O) by about
20% relative to 1750 (IPCC, 2014a, see Fig. 1.1). The associated additional greenhouse
effect contributed for the most part to global surface warming between 1880 and 2012
(IPCC, 2014a). In turn, warming has led to changes of the climate system (e.g. global
mean sea level rise, reduction of the Arctic Sea Ice extent, see Sect. 1.1.2) and will
continue to pose a great challenge for future generations (IPCC, 2014a).
1.1.2 Changes in the climate system
Many of the changes of the climate system since the mid-20th century are unprece-
dented over decades to millenia. From 1880 to 2012 the atmosphere warmed by about
0.85 [90% uncertainty intervals: 0.65 to 1.06] °C (entire paragraph based on IPCC,
2014a). The heat content of the upper ocean (0-700m) increased from 1971 to 2010
by about 137 [120-154] · 1012W. Glaciers as well as Greenland and Antarctic snow and
sea ice sheets have decreased. The rate of decrease of Arctic sea-ice extend was about
3.5 to 4.1% per decade (since 1979). The mean global sea level rose by 0.19 [0.17 to
0.21] cm within the last century. Further, global precipitation patterns as well as the
distribution of ocean surface salinity have changed. Additional oceanic uptake of CO2
has shifted the chemical balance of dissolved CO2, bicarbonate and carbonate in the
ocean towards a lower pH value, leading to ocean acidification.
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Fig. 1.1: Observed changes in atmospheric greenhouse gas concentrations. Atmospheric
concentrations of carbon dioxide (CO2, green), methane (CH4, orange), and nitrous
oxide (N2O, red). Data from ice cores (symbols) and direct atmospheric measurements
(lines) are overlaid. WGI 2.2, 6.2, 6.3, Figure 6.11, IPCC (2014a).
The pursued emission of anthropogenic greenhouse gases will lead to further warming
of the climate system associated with further changes in the climate system (IPCC,
2014a). In order to limit the impact of climate change a limitation of greenhouse gas
emissions is required. Within the framework of the IPCC (2014a), a range of realis-
tic emission mitigation scenarios are assessed. In all emission mitigation scenarios the
global surface temperature is expected to further rise at least until the mid of the 21st
century, but the rate of increase depends strongly on the emission mitigation scenario.
Associated changes of the climate system also depend on the underlying emission mit-
igation scenario and are often associated with large uncertainties. Especially feedback
processes contribute to the uncertainty as they may amplify or diminish the effect of
enhanced greenhouse gas emissions on climate change, but are subject of uncertainty
themselves (IPCC, 2014a). One example for a negative feedback process is the so-called
“CO2 fertilization”, which describes the increased CO2 sequestration of the biosphere
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as response to higher atmospheric CO2 concentrations, thus counteracting rising atmo-
spheric CO2 levels. A variety of studies could, on average, confirm the CO2 fertilization
effect, but the study results are variable and also depend on other factors such as the
availability of nutrients or organic substrate and on the time scale investigated (e.g.
Cramer et al., 2001; Oren et al., 2001; Norby and Iversen, 2006; Ko¨rner et al., 2005).
This highlights the complexity of the climate system.
Despite large uncertainties, the IPCC (2014a) states that is likely that observed changes
of the climate system will intensify within the 21st century under all assessed emission
mitigation scenarios, leading to e.g. more frequent extreme weather events, global ocean
warming, ocean acidification, increased rate of sea level rise, decrease of the Arctic sea
ice extend and of the permafrost extent at high northern latitudes (IPCC, 2014a).
The risks due to a changing climate are various and include threat of food security,
biodiversity reduction, local scarcity of water and may lead to displacement of people.
Emission mitigation strategies and adaptation plans are already being developed in
many regions, but are highly sensitive to the quantification and uncertainty assessment
of climate change as response to greenhouse gas emissions (IPCC, 2014b).
Improving estimates of the impact of greenhouse gas emissions on climate change and
assessing their uncertainties requires a fundamental understanding of the greenhouse
gas cycles and their response to changes in enhanced greenhouse gas concentration,
temperature, moisture, precipitation, salinity etc., which can then be fed to global
carbon models.
1.2 Global greenhouse gas cycles
The atmosphere serves as integrating volume of all positive and negative greenhouse
gas fluxes from different greenhouse gas reservoirs. In equilibrium, when the atmo-
spheric concentration and the planetary boundary layer height are constant, positive
and negative gross fluxes into and out of the atmosphere balance each other. Any in-
crease of atmospheric greenhouse gas concentration must be due to an enhanced flux
into the atmosphere or a reduced flux out of the atmosphere (assuming a constant
planetary boundary layer height).
The focus of this thesis lies on assessing possible improvement of CO2 flux estimates.
Therefore, CO2 is especially considered in this introduction. Nevertheless, as CH4 and
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N2O concentrations are considered in this thesis as well, they are also introduced in
the following.
CO2
The ocean is the largest carbon reservoir with an inventory of mobile carbon of about
38000 petagram of Carbon (PgC=1015 gC) followed by the biosphere with a size of
about 2500PgC (see Fig. 1.2). The carbon cycle of the atmosphere nowadays holds
about 800PgC. In equilibrium, the net global biospheric uptake of CO2 via photosyn-
thesis of about 120 PgC per year is about balanced by the biogenic (autotrophic and
heterotrophic) respiration of CO2 while the ocean takes up and releases about 80 PgC
CO2 per year. However, emission of fossil fuel CO2 as well as land use change disturb
this equilibrium. In the last decade, about 9PgC were emitted into the atmosphere per
year from fossil fuel burning and additional ca. 0.9 PgC by land use change (Le Que´re´
et al., 2015). About half of it (4.4 PgC) remained in the atmosphere and the other part
was taken up to about equal parts by the biosphere (3.0PgC) and the ocean (2.6PgC),
corresponding to a net flux into the biosphere and the ocean. Note that CO2 is the
most important anthropogenic greenhouse gas as it is responsible for the largest change
in radiative forcing (ca. 1.68Wm−2 on an emission basis since 1750, IPCC, 2013).
CH4
Methane (CH4) is the second most important anthropogenic greenhouse gas with addi-
tional radiative forcing of about 0.97 W m−2 (IPCC, 2013). Major natural CH4 sources
are wetlands, freshwater, terrestrial and marine seepage, mud volcanoes, wild animals,
termites, ocean methane hydrates and geothermal and volcanic areas. Anthropogenic
sources account for about 50-65% of the total emissions and include oil and gas sys-
tems, ruminant livestock, rice cultivation, landfills, waste treatment as well as fossil
fuel and biomass burning. OH radicals in the troposphere are the main sink of CH4,
followed by stratospheric OH and chlorine as well as oxidation in soils (IPCC, 2013).
N2O
Nitrous oxide (N2O) is the third most important anthropogenic greenhouse gas (ad-
ditional radiative forcing ca. 0.17 W m−2) after CO2 and CH4. Naturally, N2O is
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Fig. 1.2: The global carbon cycle from 2002 to 2012. Flux and inventory numbers are
taken from the Le Que´re´ et al. (2015). The uncertainties of these fluxes are in the
order of 5-30 %.
mainly emitted from soils and from the oceans during microbial nitrification and den-
itrification. The main sink of N2O is dissociation and photo-oxidation of N2O in the
stratosphere. The balance of the natural nitrogen cycle is disturbed, mainly by inten-
sification of the application of fertilizers used in agriculture, but also because of fossil
fuel combustion, industrial processes and waste water management. Anthropogenic
N2O production is spatially and temporally highly variable. The concentration of N2O
in the atmosphere is about a factor 1000 smaller than that of CO2, but due to the
long atmospheric life-time of N2O of about 114 years (IPCC, 2013), it is an impor-
tant greenhouse gas. As stratospheric N2O destruction can form NO radicals (during
photo-oxidation), N2O also plays an important role in destructing the ozone layer
(IPCC, 2013).
1.3 Why study the greenhouse gas cycles in-depth?
In order to improve projections on the consequences of enhanced greenhouse gas emis-
sions (Sect. 1.1.2), it is necessary to quantify the various fluxes of the greenhouse
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gas cycles individually as the consequences differ depending on where the gases are
currently stored and on carbon cycle feedbacks of the individual fluxes.
For example, CO2 remaining in the atmosphere contributes to the additional green-
house effect, but additional CO2 in the ocean leads to ocean acidification and conse-
quently threatens marine ecosystems (Roedel and Wagner, 2000; IPCC, 2014a). Also,
depending on the mean residence time of carbon in the different reservoirs, the CO2,
which was taken up by a reservoir, will be released back into the atmosphere earlier or
later. For carbon stored in biogenic ecosystems the mean turnover time is about 1-100
years, whereas for the deep sea it may be as large as a few thousand years (IPCC,
2013). Therefore, CO2 stored in the biosphere will in average be released to the atmo-
sphere much earlier than CO2 stored in the ocean and therefore will contribute to a
change in radiative forcing earlier.
Next, the gross fluxes of the ocean and biosphere respond differently to changes in
the climate system. For example, in 2003, an extreme heat wave over Europe led to a
net increase of biospheric CO2 emissions over the continent due to a decrease of gross
primary production as response to heat and drought (Ciais et al., 2005). Therefore, in
order to predict the consequences of enhanced greenhouse gas emissions and of climate
change, it is vital to quantify the different gross fluxes independently.
Further, to study the response of the biosphere to climatic variations, the change of
greenhouse gas sources and sinks need to be attributed to specific changes in plant
species, regional temperatures, regional droughts, regional changes in ocean stratifica-
tion etc.. Therefore, climate scientist are not only interested in the global budget of
greenhouse gas fluxes, but the spatial distribution of greenhouse gas fluxes is of inter-
est as well. Also, monitoring of emissions of anthropogenic CO2 and other long-lived
greenhouse gases over specified regions is politically relevant (see Sect. 1.1.1) and it is
therefore desirable to attribute fuel CO2 emissions to specific regions and nations.
In summary, it is not sufficient to quantify total greenhouse gas fluxes to and from the
atmosphere, but additionally a separation of greenhouse gas net fluxes to and from
different reservoirs and between gross fluxes (e.g. photosynthesis and respiration) is
desirable on high spatial resolution.
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1.4 How to estimate greenhouse gas fluxes
Different approaches to estimate greenhouse gas fluxes over a specified region exist.
Here, the “bottom-up” approach and the “top-down” approach are briefly introduced.
1.4.1 Bottom-up approach
In bottom-up approaches, greenhouse gas fluxes of ecosystems are measured in the field
at one point e.g. via eddy-covariance measurements (Running et al., 1999; Canadell
et al., 2000) and/or flux chamber measurements (e.g. Norman et al., 1997). The uncer-
tainties of these point measurements are rather small and typically less than 20%, but
the spatial representativeness of these measurements is typically less than 1 km2 as the
biosphere is spatially heterogeneous (Schulze et al., 2009; illustrated as black square in
Fig. 1.3). Further, the biospheric fluxes vary with changing climatic parameters calling
for repeated measurements under different climatic conditions. Typically one is inter-
ested in estimating the biopsheric fluxes on a regional to continental scale. In this case,
the point measurements of biospheric fluxes need to be scaled up to the larger region
of interest using economic data, e.g. on agricultural and forest fields, ecosystem models
and airborne observations of carbon stocks, which all exhibit large uncertainties.
Information on anthropogenic greenhouse gas fluxes and biomass burning usually stem
from national energy data, data on agricultural activities, fossil fuel suppliers, emission
data from individual facilities etc.. They are summarized in emission inventories. When
distributing the total national emissions correctly in space and time, infrastructure
data such as the distribution of population, which is correlated to the emissions of
domestic heating or the distribution of streets, which is correlated to traffic emissions,
are utilized. However, the correlation is not perfect, varies in time and is associated
with uncertainties. Further, self-reported emissions (e.g. by individual facilities) are
not independent from the emitters’ interests and may therefore be biased (Ciais et al.,
2015). Altogether, an immense effort is necessary to correctly distribute and extrapolate
the anthropogenic emissions correctly. Therefore, biases of up to 70-100% for highly
resolved bottom-up emission inventories (0.1° x 0.1°) have been detected (Wang et al.,
2013).
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Fig. 1.3: Sketch of top-down and bottom-up approach using CO2 as an example.
Bottom-up approach: A single point measurement of e.g. a biospheric flux (black square)
can be performed accurately at one location, but may not be representative of the entire
biosphere in the region of interest. Top-down approach: Atmospheric CO2 is influenced
by all sources and sinks in the catchment area and is thus, more representative of a
large region, but requires accurate meteorological trajectories in order to correctly trace
the path of the air parcel.
1.4.2 Top-down approach
In top-down approaches greenhouse gas measurements in the “integrator” atmosphere
are used to constrain greenhouse gas fluxes using an atmospheric inversion framework
over a specified region. Emission estimates are optimized by relating the measured
concentration to emissions in the catchment area of the measurement site using time-
inverted meteorological fields (wind speed, wind direction, height of the planetary
boundary layer etc., see Fig. 1.3). The measurements are typically performed at high
towers, so that the measurements are representative of large spatial areas.
If the individual measurement stations are part of a regional network, the greenhouse
gas measurements can be jointly inverted and fluxes can be estimated over larger areas
such as Europe as a whole (Lauvaux et al., 2008; Broquet et al., 2013). For example, the
ICOS (Integrated Carbon Observation System) network was launched in September
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2015 and, in its final configuration, should provide greenhouse gas measurements from
about 80 European measurement stations, distributed over the continent.
However, the derived inversion fluxes for e.g. the European carbon balance typically
have uncertainties of currently about 50% (Schulze et al., 2009). The top-down flux
accuracy is limited by the uncertainty in the atmospheric transport and in particular
by the planetary boundary layer height, in which the greenhouse gases accumulate
(Bastos et al., 2016), but also by measurement accuracy and precision of the green-
house gas measurements. Finally, the greenhouse gas measurements are sometimes
influenced by local sinks and sources and are thus not representative of a larger area
(Gerbig et al., 2009). An additional difficulty of the top-down approach is that often
only total net fluxes are derived, which are the sum of biogenic, oceanic and anthro-
pogenic sources and sinks, which accumulate in the atmosphere. They are difficult to
disentangle correctly especially as biogenic and anthropogenic emissions are often co-
located (e.g. for CO2). This means that an increase of CO2 in the atmosphere can be
attributed to emissions in a spatial region via inverse models, but it cannot be uniquely
attributed to anthropogenic emissions, enhanced ecosystem respiration or reduced pho-
tosynthesis. In order to separate between anthropogenic and biogenic sources, usually
the anthropogenic emissions are taken as given from emission inventories (bottom-up)
and are then subtracted from total top-down fluxes to obtain land ecosystem fluxes.
This approach of using bottom-up information is then still called top-down approach,
but actually contains a mixed information from emission inventories (bottom-up) and
from the atmospheric inversion (top-down). In these cases, estimates of land ecosys-
tem fluxes incorporate the additional uncertainty of the anthropogenic emissions. An
improvement of anthropogenic emission inventories will therefore also lead to an im-
provement of the top-down ecosystem fluxes. If it were possible to separate biogenic
and anthropogenic contributions correctly without using bottom-up emission invento-
ries (see Sect. 1.5.5 for separation of CO2 contributions), their fluxes could be derived
and studied independently from bottom-up information.
1.4.3 Comparing top-down and bottom-up approaches
Fig. 1.4 gives an example from Schulze et al. (2009), which nicely illustrates the top-
down approach. By time-inverting meteorological fields, the origin of the enhanced
atmospheric concentration measured at different stations can be traced back to a spe-
cific region. These total inversion fluxes are plotted in Fig. 1.4a for CO2 with their
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Fig. 1.4: Example of the principle scheme of top-down approach. The figure is adapted
and modified from Schulze et al. (2009)
respective uncertainty (Fig. 1.4b). By subtracting the bottom-up emission inventory
of anthropogenic fluxes (Fig. 1.4c) the ecosystem net flux can be obtained (Fig. 1.4d).
Using this top-down approach, Schulze et al. (2009) found that, in total, the European
ecosystem acts as carbon sink (ca. -0.31 ± 0.3 PgC yr−1). However, the uncertainties
(Fig. 1.4e) of the net land ecosystem fluxes (standard deviation of several model runs
within a Monte-Carlo simulation) are of the same magnitude as the signal itself.
For comparison, Schulze et al. (2009) additionally followed the bottom-up approach
for the estimation of biospheric fluxes in Europe and found a net carbon sink of -
0.24 ± 0.5PgCyr−1, which is in good agreement to the top-down approach, but has
an uncertainty of about 200%. The uncertainty is mainly due to the uncertainty in
up-scaling point flux measurements. Schulze et al. (2009) found similar results for
N2O and CH4, where top-down and bottom-up approaches agreed only because of
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large uncertainties of both approaches of more than 50%. The large uncertainty of
these approaches are unsatisfying, as they prevent a clear process understanding of the
ecosystems. For a quantitative understanding of greenhouse gas cycles and prediction
of future ecosystem responses, it is necessary to reduce the uncertainties of bottom-up,
as well as of top-down approaches and reconcile these two approaches.
1.5 How to improve greenhouse gas flux estimates
Large uncertainties of flux estimates prevent a precise quantification of greenhouse gas
cycles. The reason for the large uncertainties are manifold. Limiting factors of the top-
down approach in estimating the ecosystem net fluxes are quality of the greenhouse
gas measurements, difficulties in modeling the transport correctly and inaccuracies of
anthropogenic emission inventories. Furthermore, the approach is limited by the sparse
density of the measurement network and the low temporal resolution of measurements.
These points are elaborated in more detail in the following.
1.5.1 Best practice for high-quality greenhouse gas measurements
In the past, model studies using in-situ data sets have provided estimates of regional,
continental or global sinks and sources of greenhouse gases. Some studies have been sup-
ported by remote-sensing estimates of greenhouse gases (e.g. satellite measurements),
which offer a dense global measurement of greenhouse gases. But, these remote-sensing
techniques need still to be validated and corrected using accurate and precise in-situ
measurements on e.g. air crafts (GGMT, 2013). Therefore precise in-situ measurements
form the basis of top-down flux estimates. A high precision is vital since it maximizes
the signal to noise ratio of an atmospheric measurement and thus supports unam-
biguous interpretation of greenhouse gas variations. Accuracy of the measurements is
essential for bias-free flux estimates. Finally, different data records need to be compat-
ible to each other. Various greenhouse gas measurements are performed using different
instruments, measurement techniques and sometimes different calibration scales. Later,
these measurements are used together in a top-down inversion to obtain a map of rel-
evant net fluxes (see Fig. 1.4). However, biases between different instruments, stations
and scales are directly propagated into derived surface fluxes (Masarie et al., 2011). In
order to prevent large biases in surface fluxes from top-down approaches, the World Me-
teorological Organization (WMO) discussed and specified uniquely for all greenhouse
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gases so-called “Inter-Laboratory Compatibility” (ILC) goals (GGMT, 2013). ILC goals
state the degree of compatibility of concentration measurements, which needs to be
met for instructive derivation of greenhouse gas fluxes from top-down approaches. For
example, the European N2O gradient caused by continental N2O emissions is smaller
than 0.5 ppb. Therefore, for N2O measurements, the WMO has suggested that the lab-
oratories and networks should agree within 0.1 ppb, so that quantitative information
of N2O fluxes can at all be achieved from joint N2O measurements.
To optimize the quality of the top-down approaches, the quality of the data needs
to be carefully and routinely monitored in terms of precision, accuracy and compat-
ibility. The intermediate measurement precision is often monitored by replicate daily
measurements of a constant cylinder gas under the same measurement conditions over
time periods of years (see appendix A for intermediate measurement precision of the
Fourier Transform Infrared (FTIR) analyzer). The accuracy of a measurement can
only be assessed by comparing the measurement result to a known reference value (see
appendix B for a list of vocabulary of metrology). For this purpose, cylinder gases
are calibrated by the WMO Central Calibration Laboratory in Boulder, USA. The
cylinder gas measurement results from a specific instrument can then be compared to
the calibration reference value to obtain a measure for the accuracy of the instrument.
Finally, comparisons between greenhouse gas measurements of different instruments
are necessary to check and quantify the compatibility between instruments in different
laboratories. This is important as biases between different laboratories and the uncer-
tainty of the biases should be taken into account in top-down approaches (Thompson
et al., 2014).
A rather straight-forward way of comparing different instruments is taking co-located
flask (glass container) samples, analyzing these flasks in different laboratories and com-
paring their results. However, the intake line of an instrument including drying unit
and pumps for a flask measurement is different from that of ambient air measurements.
Therefore, problems during ambient air measurements due to the intake line will not be
observed during flask measurements. Furthermore, the reasons of discrepancies cannot
be followed up by a single flask measurement. This is however necessary to eliminate
the biases. Finally, only one concentration can be compared with one flask. The flask
comparison therefore does not span the entire range of ambient air concentrations.
Another more comprehensive way of comparing instruments is to transport one instru-
ment, which is well characterized with respect to accuracy and precision, to a station,
install an independent ambient air intake line and perform co-located continuous mea-
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surements of ambient air over a time period of weeks to months. The main advantage
of this “travelling instrument approach” is that ambient air greenhouse gas measure-
ments are compared under regular sampling conditions over a long period (Hammer
et al., 2013a). Combined with tests of the sample intake line and with cylinder cross
comparison, it is usually possible to attribute a reason to any discrepancy between
measurements. It is therefore the most comprehensive way of comparing greenhouse
gas measurements to each other, but it is the most labor-intensive approach as well.
The WMO has recognized that for a comprehensive comparison of atmospheric mea-
surements, a “travelling instrument approach” is the most appropriate approach and
encourages its conduction (GGMT, 2013).
1.5.2 Model transport
When calculating surface fluxes from greenhouse gas measurements using the top-down
approach, model advection and vertical mixing significantly influence the estimated
inversion fluxes. Only if changes in model transport (such as mixing layer height,
vertical winds etc.) can be determined accurately, the variability in concentration ratios
can correctly be translated into a change in surface fluxes (Gerbig et al., 2009). At
present, errors in model transport are often still the largest source of error in top-
down approaches (Lin and Gerbig, 2005). Lin and Gerbig (2005) pointed out that
horizontal transport accounts for up to 5 ppm error of the modelled CO2 in summer,
which largely exceeds measurement uncertainties. Gerbig et al. (2008) showed that also
vertical transport uncertainties introduce large errors into the CO2 fluxes, which may
be on the order of 40-100%, suggesting that the model transport is not accurate enough
for reliable inversions of concentration. Improving model transport is thus necessary
for the scientific community to advance with flux estimates based on the top-down
approach. For example, Gerbig et al. (2009) suggested using Lidar (Light detection and
ranging) instruments to routinely measure the atmospheric mixing height at a station,
but they speculate that these measurements will not be routinely implemented within
the next decade.
However, one should keep in mind that the atmospheric measurements of greenhouse
gases can only be captured and measured now, whereas the model transport can be
improved retrospectively. Therefore, a high accuracy, precision and compatibility of
greenhouse gas measurements is vital, even though model transport errors often dom-
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inate the flux uncertainties. Future improvement of model transport can lead to im-
proved results of contemporary flux estimates.
1.5.3 “Smart” network design
In regions with a poor coverage of measurement sites large biases can be introduced into
the inversion fluxes (Feng et al., 2016). A “smart” allocation of measurement stations
within a measurement network is vital to determine the greenhouse gas budget over
a specified region (Gerbig et al., 2009). The stations should be distributed such that
they represent the entire region of interest. Therefore, the stations should be distributed
over the entire specified region and each individual station should be representative of a
large spatial region. In the ICOS network, it is recommended that stations are apart by
about 300 km (ICOS, 2015). Also, as the atmospheric advection needs to be captured
correctly in the model, the terrain of the measurement site should be homogenous and
non-complex. Finally, the signal at the station must be large enough that the signal to
noise ratio of the instruments is sufficient to detect fluxes.
1.5.4 Continuous measurements
In order to improve the understanding of greenhouse gas fluxes, a high temporal res-
olution of measurements is advantageous. The additional benefit of continuous mea-
surements (in contrary to sporadic measurements) is two-fold. Firstly, the observation
is always required at the same temporal resolution as the variation of the emission pat-
terns, which is to be monitored and studied. Therefore, if one is e.g. interested in the
diurnal pattern of greenhouse gas emissions in the catchment area of a measurement
station, one also needs to measure the concentration on a sub-diurnal (e.g. hourly)
basis. Another example is the observation of ecosystem responses. The ecosystem re-
sponds to changes in e.g. temperature, precipitation, solar irradiation etc., which vary
on typical time scales of minutes to hours. To study the response of ecosystems to
changes in these parameters, a high temporal resolution of greenhouse gas measure-
ments is vital. Secondly, a continuous measurement of greenhouse gases, allows mon-
itoring emissions coming from different wind directions if the wind direction changes
quickly. This allows capturing the emissions from different catchment areas and there-
fore provides additional information on the spatial distribution of fluxes when used
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in top-down approaches. So far, the temporal resolution of the greenhouse gas mea-
surements was typically higher than that of inventories and meteorology and with
that sufficient for top-down approaches, but in the future the temporal resolution of
top-down approaches may further increase.
Gas chromatographs (GCs) have been used since the mid of the last century to mea-
sure gases such as CO2, CO, CH4, N2O, SF6 and H2 and have provided unique data
sets of atmospheric concentrations. GCs are able to measure the (dried) ambient air
directly as well as flask samples of captured air. However, in the past, isotope mea-
surements have not been measured routinely on high temporal resolution, but could
provide additional information on the composition of the e.g. CO2 signal (as will be
discussed in Sect. 1.7.5). Isotope measurements on flasks or cylinders have been per-
formed using isotope ratio mass spectrometry (IRMS), but only a limited number of
flasks can be measured per day. The maintenance of GC and IRMS systems is very
labor-intensive. Within the last decade, new optical instruments have been developed,
which measure the same trace gases (and often also the trace gases’ isotopes) as GCs
or IRMSs with similar precision, but higher temporal resolution (Esler et al., 2000;
Tuzson et al., 2011; Hammer et al., 2013a; Vogel et al., 2013). Maintaining these opti-
cal instruments is generally less labor-intensive, but nevertheless requires diligent and
careful assessment and quality control. The emerge of many new instruments will con-
tribute also to a denser network of continuous measurements, which will facilitate the
study of ecosystem processes and improve top-down model approaches, if the quality
of data is sufficient (Lauvaux et al., 2008; Broquet et al., 2013).
1.5.5 Separation between different CO2 contributions
As explained in Sect. 1.3, it is not sufficient to estimate net fluxes of CO2, but it is
further necessary to separate individual CO2 flux components to understand ecosys-
tems behavior in response to climatic conditions (Ciais et al., 2005; Bastos et al.,
2016). Within the top-down approach, this is a complicated task as natural and an-
thropogenic CO2 fluxes are often heterogeneous, co-located and vary on time scales of
hours. For Central Europe, oceanic fluxes are negligible, but a separation of ecosystem
respiration, photosynthesis and anthropogenic emissions is desirable. Emission inven-
tories summarize anthropogenic fluxes, but the fluxes often exhibit large uncertainties
and biases (e.g. Wang et al., 2013). An independent measurement-based separation
between anthropogenic and biogenic CO2 contributions is therefore desirable. Differ-
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ent tracers can be used to separate between contributions from different CO2 sources
and are introduced here briefly. The tracers are explained in more detail in the third
publication (Sect. 2.3).
14C(CO2)
At present, measurements of 14C(CO2) are often used to distinguish between (fossil)
anthropogenic and biogenic CO2.
14C is produced mainly in the upper troposphere and
lower stratosphere via interaction of cosmic rays with nitrogen. It is then oxidized to
14C(CO2) and enters the living biosphere via photosynthesis. As
14C(CO2) is radioac-
tive, it decays with a life time of about 5700 years (Roberts and Southon, 2007). In
old materials, such as fossil fuels, all 14C(CO2) has decayed as the life-time of
14C is
much smaller than the age of the materials. Fossil fuel emissions therefore deplete the
atmosphere in its 14C/12C ratio. By measuring the degree of depletion, the fossil fuel
CO2 contribution in the atmosphere can be estimated (Levin et al., 2003; Miller et al.,
2012; Turnbull et al., 2015).
Besides its radioactive isotopologue 14C(CO2), CO2 has various stable isotopologues,
e.g. 12C(CO2) (=
12C16O16O) , 13C(CO2) (=
13C16O16O) and 18O(CO2) (=
12C18O16O).
Isotopologues are molecules that differ only in their isotopic composition. In the clean
atmosphere, about 98.4% of all CO2 isotopolgues are
12C(CO2), ca. 1.1% are
13C(CO2),
ca. 0.4% are 18O(CO2) and only about 10
−10% are 14C(CO2) (Daansgard, 1953; Keel-
ing, 1960). Due to similar chemical structures, but different masses, fractionation pro-
cesses occur and shift the ratio of the isotopologues dependent on the chemical and
physical processes, which the molecules underwent. The relative proportion of the iso-
topes in a sample (e.g. 13RS =
13C/12C in the sample) is normally given relative to
the proportion of isotopes in a standard material (13RStd =
13C/12C of the standard),
following the δ-notation:
δ13C = (13RS/
13RStd − 1) · 1000 (1.1)
The values are then given in permil. It can be written analogously for e.g. δ18O. For
14C(CO2), fractionation as well as the radioactive decay influence the isotopologue
ratio. This needs to be taken into account and therefore the depletion in 14C is normally
reported in the ∆-notation. The ∆-notation is a fractionation corrected measure for
the activity of a sample relative to a standard activity, which is 95% of the reference
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oxalic acid. It is assumed that the fractionation of 14C is approximately twice as large





· (1− 2 · (25+ δ13C))− 1
)
· 1000 (1.2)
Again, the values are then given in permil. Nowadays, the radiocarbon content can
be measured by measuring its radioactivity (conventional counting) or by directly
counting the radiocarbon atoms in the sample (accelerator mass spectrometry). Both
measurements are labor-intensive and presently still prohibit a high temporal resolution
due to the duration of sample preparation and/or sample measurement.
The stable isotopologues of CO2
Also the stable isotopic composition of CO2 could potentially be used to disentangle
biospheric and anthropogenic CO2 contributions continuously at continental stations,
as different CO2 reservoirs exhibit different isotopic compositions. Many optical instru-
ments are able to measure δ13C(CO2) (and sometimes even δ
18O(CO2)) continuously
(Esler et al., 2000; Tuzson et al., 2011; Hammer et al., 2013a; Vogel et al., 2013, Vardag
et al., 2015a).
δ13C(CO2)
During photosynthesis, plants take up CO2, but strongly discriminate against
13C.
This leads to a strong depletion of the 13C/12C ratio in plant tissue relative to the
atmospheric 13C/12C ratio. Only weak discrimination is observed during respiration
and therefore the respiratory fluxes carry a depleted 13C/12C signal similar to that
of the plants (Ghashghaie and Badeck, 2014). The degree of depletion relative to
atmospheric CO2 (δ
13CO2 ≈ -8 h at about 400 ppm) varies from plant to plant and
from physiological parameters, but is typically about -18h for C4 plants and about
-6 h for C3 plants (Mook, 2000). C3 and C4 denote two different photosynthetic
pathways of plants associated with different isotopic fractionation. The ocean shows
typical δ13C values of about 1 h (Mook, 2000). Isotopic values of fossil fuel CO2
depend on the fuel type and on the origin, formation and deposition conditions of the
fuel. However, values for coal are typically about -25h (Mook, 2000), oil has a typical
signature of about -29h (Mook, 2000) and natural gas of about -45h (Andres et al.,
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1994). CO2 sources increase and CO2 sinks decrease the atmospheric concentrations.
But, depending on what CO2 source or sink has been emitting into the atmosphere,
the δ13C(CO2) value will be altered more or less. Therefore, the relative proportion
of the isotopes in an air mass carries information, from which sources or sinks the air
mass originated. For example, the fact that CO2 from the terrestrial biosphere and
the ocean exhibit different δ13C values has been used to distinguish between global
carbon fluxes from these two reservoirs (Mook et al., 1983; Ciais et al., 1995 ; Miller
and Tans, 2003; Alden et al., 2010). Fossil fuel emissions and their signatures were
assumed to be known in these cases. In other case studies, the different 13C signatures
of fuel types have been used to determine the fraction of different fuel types and/or
biospheric respiration to total CO2 offset (Pataki, 2003; Newman et al., 2015).
In these studies, usually “Keeling plots” (Keeling, 1958; Keeling, 1961) were used to
determine the mean isotopic source signature δS. The mean source signature is the
contribution-weighted mean of the isotopic source signatures of all sources and there-
fore can potentially provide information on the shares of different CO2 contributions.
The principle idea behind the “Keeling plot” is to solve the balance equations of CO2
and δ13C(CO2):
CO2,tot = CO2,bg + CO2,S (1.3)
CO2,tot · δ13C(CO2)tot = CO2,bg · δ13C(CO2)bg + CO2,S · δ13C(CO2)S (1.4)
The total measured signal (tot) is the sum of the background value (bg) and the source
mix (S).
δ13C(CO2)tot = 1/CO2,tot · (CO2,bg · (δ13C(CO2)bg − δ13C(CO2)S)) + δ13C(CO2)S
= 1/CO2,tot · const+ δ13C(CO2)S
(1.5)
Since this Eq. 1.5 describes a linear function in 1/CO2,tot and a y-intercept at the mean
source signature δS, δS can be computed using CO2 and δ
13C(CO2) observations (see
Fig. 1.5). Such an analysis is only valid if the mean source mix and the background
concentration are constant and if no sources and sinks occur simultaneously (Miller and
Tans, 2003). This “Keeling” analysis is principally also possible with continuous data
to obtain the source signature on higher temporal resolution. However, this requires
a careful routine check that all requirements are met. During the day, photosynthetic
fluxes occur simultaneously to respiration fluxes and therefore hamper the Keeling
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Fig. 1.5: Illustrative sketch of a “Keeling plot ”. The intercept (mean source signature)
depends on the source signature of the reservoirs (blue= ocean, green= biosphere, red=
fossil fuels), which is responsible for the increase of CO2.
analysis (Miller and Tans, 2003). This will be elaborated in the fourth manuscript
(Sect. 2.4) in more detail.
In principle, one could use continuous δ13C(CO2) measurements to disentangle biogenic
and anthropogenic CO2 on a continuous and routine basis, without using a Keeling
analysis, but also based on Eqs. 1.3 and 1.4. This will be discussed in more detail in
the third publication where different tracers for anthropogenic fuel CO2 are compared.
δ18O(CO2)
Up to now, tracers, which distinguish between anthropogenic and biogenic net CO2
fluxes have been presented. As described in Sect. 1.3, it is further desirable to separate
between biospheric gross fluxes (respiration and photosynthesis) as both gross fluxes
may respond differently to changes in climatic parameters such as heat or drought
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(Ciais et al., 2005). δ18O(CO2) measurements can provide information on the gross
carbon fluxes as 18O in CO2 depends not only on the fractionation of CO2 (as does
δ13C(CO2)), but also on the isotopic signature of the water with which it is in contact.
The exchange of 18O between CO2 and H2O is responsible for this dependency (Francey
and Tans, 1997; Farquhar et al., 1993). It is facilitated by carbonic anhydrase, which
prominently occurs in plant tissue (Hesterberg and Siegenthaler, 1991). The isotopic
signature of precipitation determines the isotopic signature of soil water, which nour-
ishes plant tissue and leaf water. Leaf water, however, is consecutively enriched by
evapotranspiration. During photosynthesis, atmospheric δ18O(CO2) is tagged by the
isotopic signature of leaf water, whereas during respiration it is influenced by leaf and
soil water with different isotopic signatures (Cuntz et al., 2003a; Cuntz et al., 2003b).
The photosynthetic flux is therefore more enriched than the respiration flux, which
could, in principle, be used to estimate gross carbon fluxes of the terrestrial biosphere.
δ18O(CO2) therefore opens the door to a comprehensive process understanding of the




CO can be measured continuously as well. Since CO is usually co-emitted during
incomplete combustion, CO measurements are often used as a continuous proxy for
anthropogenic CO2 contributions (Gamnitzer et al., 2006; Levin and Karstens, 2007;
Lopez et al., 2013; Vogel et al., 2010; Turnbull et al., 2011). In this case, the mean ratio
of CO to CO2 during combustion processes is required together with the continuous CO
measurement to obtain the continuous CO2 concentration from incomplete combustion.
However, non-fossil CO emissions as well as heterogeneity and changes of the CO/CO2
ratio of various CO2 emitters hamper the establishment of this tracer (Vogel, 2010).
1.6 Methodical and technical approach to study the
greenhouse gas cycles
So far, the scientific problem was introduced and the principle requirements to study
the greenhouse gas cycles and improve flux estimates have been motivated. Now, the
methodical and technical approaches to address these problems will be explained.
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1.6.1 Pseudo-data experiment
Measured data sets of CO2, δ
13C(CO2),
14C(CO2) or CO can be used to estimate fuel
CO2, all of which bear their own advantages and disadvantages (see Sect. 1.5.5). It is
not clear, which of these fuel CO2 tracers actually performs best and is closest to the
real fuel CO2 content. However, this needs to be evaluated for different measurement
stations and under different circumstances (e.g. emission scenarios). To evaluate the
different tracer approaches, it is helpful to use a model. In a model, in which the fuel
contribution as well as the model tracer concentrations (CO2, δ
13C(CO2),
14C(CO2),
CO) are known, the model tracers can be used as “pseudo data” to estimate fuel CO2,
which can then be compared with the actual model fuel CO2. It is therefore possible
to evaluate the performance of different tracers for a given measurement station and
emission scenario using the model.
Another application where it is beneficial to use a model for evaluation of an approach,
is the determination of the source signature. In a model, the source signature can be
calculated from simulated “pseudo data” of δ13C and CO2 (via a Keeling plot) and
can then compared to the known modeled source signature. In general, every approach,
which needs to be checked before applied to real data, can be validated using modeled
“pseudo data”.
An additional advantage of the “pseudo data” approach is that the underlying emission
fluxes, isotopic signatures of different sources and other parameters can be varied in
the model, such that different situations and emission scenarios can be simulated and
that a sensitivity analysis of all parameters is possible (Sect. 2.3). This analysis can
then also provide an uncertainty estimate of the respective approaches when using real
data. As the optimization of a measurement network requires thorough evaluation of
all tracers and approaches under different circumstances and at different locations, the
“pseudo data” approach is appropriate.
In the third and fourth publication (Sect. 2.3 and 2.4), the Stochastic Time Inverted
Lagrangian Transport (STILT) model (Lin et al., 2003) is used to make a “pseudo
data” experiment. The concentration at a measurement site is calculated with the
STILT model by releasing particles at the measurement station, following them back in
time using time-inverted meteorological fields and retracing them to the spatial region
where they “hit” the surface. By multiplying this spatial region with the biogenic and
fuel CO2 emissions (fuel emissions from emission inventories and biogenic emissions
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from biospheric models) at this region, the biogenic and fuel CO2 concentration at the
measurement location can be derived. More details on the STILT model are given in
the third publication (Sect. 2.3).
1.6.2 The Fourier Transform Infrared (FTIR) instrument
It is challenging to find an instrument, which is able to measure all species required to
study the greenhouse gas cycles and at the same time meets all requirements of accu-
racy, precision and time resolution for these species. In this work, a Fourier Transform
Infrared (FTIR) spectrometer is used as this instrument is able to measure CO2, CH4,
CO, N2O and
13C(CO2) continuously with high precision and compatibly to other in-
struments. Here, the underlying measurement principle of the FTIR is explained only
briefly. More details on the instrument can be found in Griffith et al. (2012) and Ham-
mer et al. (2013a). In the appendix A, the general set-up and performance of the FTIR
is discussed and summarized.
The FTIR spectrometer measures the broadband infrared spectrum in an optical cell
with and without air sample and from that, calculates a transmittance spectrum of
the air sample. To obtain the concentration, a theoretical spectrum is then fitted to
this transmittance spectrum by a non-linear least square fitting algorithm. Since the
different molecules (and isotopologues) absorb at different wavelengths (see Fig. 1.6), a
simultaneous analysis of the different greenhouse gas concentrations of CO2, CH4, CO,
N2O and
13C(CO2) is possible. Since optical approaches do not have any memory effects
(as do chemical measurement approaches) the temporal resolution of the measurements
is only limited by the residence time of the gaseous sample in the cell. For the FTIR,
the final resolution is three minutely. Moreover, the FTIR instrument is robust and
compact (dimension: 1.5m x 0.8m x 0.8m) and can be carried by two people. It is
therefore also suitable as “travelling campaign instrument” (TCI) (see Sect. 2.1) and
enables its use in comparison campaigns where the TCI can detect instrumental or
calibration biases independent of the station instrumentation. Its compactness also
permits operation in field campaigns. Finally, the precision of the instrument is very
good compared to other state of the art instruments and allows it to meet the WMO
recommendations for all gases (Hammer et al., 2013a; see appendix A).
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Fig. 1.6: Transmittance spectrum of an air sample. Red: undried air, blue: dried air.
Figure adapted from Griffith et al. (2012). The dried spectrum was shifted up by 0.1
so that both spectra are distinguishable.
1.7 Overview over the individual publications
The aim of the present thesis is to assess possible approaches for improving estimates
of natural greenhouse gas fluxes as well as of anthropogenic emissions in order to con-
tribute to a profound understanding of biogenic processes, to support the development
of emission mitigation policies and to improve projections of future changes of the
climate system. Specific questions are addressed to achieve this aim.
 What is the current accuracy, precision and compatibility of greenhouse gas mea-
surements?
 What are limiting factors of studying the greenhouse gas balance in more detail?
 Are δ18O(CO2) measurements feasible with the FTIR? If yes, what is the accuracy
and precision?
 What benefits can continuous greenhouse gas and isotopologue measurements pro-
vide for understanding the greenhouse gas cycles?
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 Which greenhouse gases should be measured at which measurement station to best
separate between anthropogenic and biogenic CO2?
 What are limiting factors of separating anthropogenic and biogenic CO2?
 How can the mean source signature be determined correctly using continuous CO2
and δ13C(CO2) data and what can be learned from the source signature?
Next, an overview over which questions will be addressed in which publication is given.
Publication 1 - Comparisons of continuous atmospheric CH4, CO2 and
N2O measurements - results from a travelling instrument campaign at
Mace Head.
In the first publication, the quality of the FTIR data is assessed. A travelling instru-
ment campaign is performed at the Advances Global Atmospheric Gases Experiment
(AGAGE) and WMO station at Mace Head, Ireland to assess the compatibility be-
tween different instruments and different monitoring networks. Differences between
the travelling campaign instrument (TCI) and the station instrumentation are inves-
tigated, discussed and interpreted. This provides the basis for assigning uncertainties
to the data and eventually to the inverse model results when utilizing the data from
these stations. Within the first publication, it is also assessed if, at present, temporal
(diurnal and synoptic) patterns of greenhouse gas fluxes (CH4 and CO2) can be de-
tected by the new optical instrumentation due to their high temporal resolution and
which factors limit the study of greenhouse gas fluxes in more detail.
Publication 2 - First continuous measurements of δ18C(CO2) in air with a
Fourier transform infrared spectrometer.
The FTIR instrument measures CO2, CH4, CO, N2O and
13C(CO2) by measuring the
molecular absorption at different wavelengths. As the spectral bands of CO2,
13C(CO2)
and 18O(CO2) overlap strongly and because the
18O(CO2) absorption band is rather
weak (Esler et al., 2000), the detection and spectral separation of 18O(CO2) is very chal-
lenging. Therefore, in 2011, it was assumed, that the FTIR cannot resolve 18O(CO2).
These measurements, however, could potentially provide a better process understand-
ing of the biospheric processes in the carbon cycle (see Sect. 1.5.5). Given the fact
1.7 Overview over the individual publications 35
that the databases of spectral absorption bands and fitting algorithms have improved
within the last years, the analysis of 18O(CO2) with the FTIR was revisited in this
work and for the first time, the 18O(CO2) signal was extracted from the spectra. In
the second publication, precision, accuracy and compatibility of the δ18O(CO2) mea-
surements are assessed and the present and future benefit of these measurements is
critically discussed.
Publication 3 - Estimation of continuous anthropogenic CO2: model-based
evaluation of CO2, CO, δ
13C(CO2) and ∆
14C(CO2) tracer methods.
In the third publication, a new tracer method to determine fuel CO2 continuously us-
ing δ13C(CO2) is formulated. In a model simulation study, different continuous tracers
for anthropogenic CO2 determination are compared, an uncertainty analysis of the
different tracer methods is performed and a suited calibration strategy of fuel CO2
is designed. Simulated “pseudo” data is used instead of real measured data, so that
the results of the tracer-based estimates of fuel CO2 can be compared to the simulated
fuel CO2 record. The simulation study is performed at three hypothetical very different
European measurement stations, in order to declare station-type dependent recommen-
dations on the use of anthropogenic CO2 tracers. This publication seeks to evaluate
the present and future potential of different tracers at different measurement locations
for the estimation of continuous anthropogenic and biogenic CO2. The outcome may
function as a scientific guideline for the design of future measurement networks as well
as the improvement of existing measurement networks.
Publication 4 - Evaluation of four years continuous δ13C(CO2) data using
a running Keeling approach.
13C(CO2) and CO2 measurements can be processed into a mean isotopic source sig-
nature record by performing Keeling plots (see Sect. 1.5.5). The mean isotopic source
signature can be used to separate between different CO2 contributions, if the isotopic
signatures from all sources are known. However, Miller and Tans (2003) pointed out
that the determination of source signature only gives reasonable results if the mean
source mix and the background concentration are constant and if sources and sinks
do not occur simultaneously. Regardless of their findings, in many recent publications
(e.g. Krevor et al., 2010; Guha and Ghosh, 2010; Gavrichkova et al., 2011; Kodama
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et al., 2011; Rizzo et al., 2015) mean source signatures are frequently computed with-
out checking the underlying assumptions and thus, introducing biases in the resulting
mean source signature. This is especially tempting for continuous data as checking
the prerequisites at high temporal resolution is tedious. Therefore, a routine way of
determining the mean isotopic source signature from δ13C(CO2) and CO2 is proposed
in the fourth manuscript. It is based on the graphical method from Keeling (1961) (see
Fig. 1.5). The results of the Keeling-based mean isotopic source signature are checked
by comparing them with the “real” model isotopic source signature before applying
this method to real data. This pseudo data experiment allows a validation of the new
approach. Next, the approach is applied to measured data and its course is interpreted.
Finally, it is critically discussed and elaborated what can be learned from Keeling plots,




General information on publications
This thesis is written in cumulative form. Following the requirements of the Faculty for
Physics and Astronomy of the Heidelberg University, I have written four manuscripts,
of which three have been published in internationally recognized, peer-reviewed jour-
nals during the course of my PhD. The fourth manuscript has been published in Biogeo-
sciences Discussions and is under review for the journal Biogeosciences. In all four publi-
cations, I am first and main author. The publications have not been used in other disser-
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Author contributions to the respective publications
Publication 1
The original idea behind performing a comprehensive quality control measurement
campaign at Mace Head originated in discussions with Ingeborg Levin, Samuel Hammer
and myself. I was responsible for maintaining the FTIR, improving its performance,
as well as correcting and calibrating the FTIR data. I also calibrated the Heidelberg
GC data based on scripts written by Samuel Hammer. I planned the measurement
campaign and carried it out. Gerry Spain maintained the GC system at Mace Head.
Simon O'Doherty analyzed the GC data at Mace Head. Benoit Wastine provided the
calibrated cavity ring-down spectroscopy (CRDS) data. The analysis of the comparison
campaign was led and initiated by myself and profited from discussion with Samuel
Hammer and Ingeborg Levin. Armin Jordan provided us with our calibration cylinders
and information on the calibration scales. Finally I wrote the paper with support from
Ingeborg Levin and replied to referees’ comments.
Publication 2
The initial assumption that the FTIR could be used to measure δ18O(CO2) was ac-
tually brought-up by David Griffith, who implemented the spectral window into the
optical analysis routine. However, he withdrew the idea when he found that 12C(CO2),
13C(CO2) and
18O(CO2) strongly overlap. Nonetheless, I was hopeful to extract the
18O(CO2) signal from the spectra and therefore performed some additional tests. These
tests were planned and discussed together with Samuel Hammer and Ingeborg Levin.
Michael Sabasch provided the independent mass-spectrometric measurements of the
stable carbon isotopologues. I, with support from Ingeborg Levin, wrote the paper and
replied to the referees’ comments in close communication with David Griffith.
Publication 3
My intention to write the third paper was to optimize the present ICOS measurement
network, in particular with respect to which tracers should be measured at which sta-
tion to gain most information on CO2 fluxes. Therefore, I formulated a novel δ
13C(CO2)
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tracer method, which can be used, alternatively to e.g. the CO-method, to continu-
ously determine the anthropogenic CO2 offset. I established this method in continuous
exchange with Ingeborg Levin. To test which method is best to estimate anthropogenic
CO2 and to give explicit advices for different stations, I decided to launch a transport
model. Christoph Gerbig helped me set-up the transport model and repeatedly helped
me adjust the model code for my purposes. Greet Jaenssens-Maenhout provided the
anthropogenic emission inventory data. Again, I wrote the paper with help of Ingeborg
Levin and replied to all referees’ comments.
Publication 4
The original idea to write a paper about how to determine the source signature correctly
from Keeling plots came to me after reading various papers, which used a Keeling plot
without checking the necessary assumptions. The idea was reinforced by the emerge of
new optical instruments, which are able to measure CO2 and δ
13C(CO2) continuously.
I developed the routine approach in exchange with Ingeborg Levin. I verified this
approach using pseudo data (as in Publication 3) from the STILT model. In the last
part, I applied the approach to real data. The real data was partly taken by Samuel
Hammer (until Sept. 2011) and partly by myself. The discussion on the benefit of
continuous δ13C(CO2) measurements profited from discussions with Samuel Hammer
and Ingeborg Levin. I finally wrote the paper with support from Ingeborg Levin.
Publication 1
2.1 Comparisons of continuous atmospheric CH4, CO2 and
N2O measurements − results from a travelling instrument
campaign at Mace Head
Vardag, S. N., Hammer, S., O’Doherty, S., Spain,
T. G., Wastine, B., Jordan, A., and Levin, I.

Atmos. Chem. Phys., 14, 8403–8418, 2014
www.atmos-chem-phys.net/14/8403/2014/
doi:10.5194/acp-14-8403-2014
© Author(s) 2014. CC Attribution 3.0 License.
Comparisons of continuous atmospheric CH4, CO2 and N2O
measurements – results from a travelling instrument campaign at
Mace Head
S. N. Vardag1, S. Hammer1, S. O’Doherty2, T. G. Spain3, B. Wastine4, A. Jordan5, and I. Levin1
1Institut für Umweltphysik, Heidelberg University, Germany
2School of Chemistry, University of Bristol, Bristol, UK
3National University of Ireland, Galway, Ireland
4Laboratoire des Sciences du Climat et de l’Environnement (LSCE), CEA/CNRS/UVSQ, Gif sur Yvette, France
5Max Planck Institute for Biogeochemistry, Jena, Germany
Correspondence to: S. N. Vardag (svardag@iup.uni-heidelberg.de)
Received: 18 February 2014 – Published in Atmos. Chem. Phys. Discuss.: 25 April 2014
Revised: 8 July 2014 – Accepted: 12 July 2014 – Published: 21 August 2014
Abstract. A 2-month measurement campaign with a Fourier
transform infrared analyser as a travelling comparison instru-
ment (TCI) was performed at the Advanced Global Atmo-
spheric Gases Experiment (AGAGE) and World Meteorolog-
ical Organization (WMO) Global Atmosphere Watch (GAW)
station at Mace Head, Ireland. The aim was to evaluate the
compatibility of atmospheric methane (CH4), carbon dioxide
(CO2) and nitrous oxide (N2O) measurements of the routine
station instrumentation, consisting of a gas chromatograph
(GC) for CH4 and N2O as well as a cavity ring-down spec-
troscopy (CRDS) system for CH4 and CO2. The advantage
of a TCI approach for quality control is that the comparison
covers the entire ambient air measurement system, includ-
ing the sample intake system and the data evaluation pro-
cess. For initial quality and performance control, the TCI was
run in parallel with the Heidelberg GC before and after the
measurement campaign at Mace Head. Median differences
between the Heidelberg GC and the TCI were well within
the WMO inter-laboratory compatibility target for all three
greenhouse gases. At Mace Head, the median difference be-
tween the station GC and the TCI were −0.04 nmol mol−1
for CH4 and −0.37 nmol mol−1 for N2O (GC-TCI). For
N2O, a similar difference (−0.40 nmol mol−1) was found
when measuring surveillance or working gas cylinders with
both instruments. This suggests that the difference observed
in ambient air originates from a calibration offset that could
partly be due to a difference between the WMO N2O X2006a
reference scale used for the TCI and the Scripps Institu-
tion of Oceanography (SIO-1998) scale used at Mace Head
and in the whole AGAGE network. Median differences be-
tween the CRDS G1301 and the TCI at Mace Head were
0.12 nmol mol−1 for CH4 and 0.14 µmol mol−1 for CO2
(CRDS G1301 – TCI). The difference between both instru-
ments for CO2 could not be explained, as direct measure-
ments of calibration gases show no such difference. The CH4
differences between the TCI, the GC and the CRDS G1301 at
Mace Head are much smaller than the WMO inter-laboratory
compatibility target, while this is not the case for CO2 and
N2O.
1 Introduction
Since the industrial revolution, the global abundances of the
long-lived greenhouse gases carbon dioxide (CO2), methane
(CH4) and nitrous oxide (N2O) have been rising in the atmo-
sphere, causing an anthropogenic greenhouse effect. How-
ever, estimates of their global and regional sources and sinks
are still associated with large uncertainties (Schulze et al.,
2009). In order to monitor the temporal and spatial changes
of the greenhouse gases and gain from this quantitative in-
formation about the fluxes and their variability using in-
verse modelling approaches, precise and compatible mea-
surements in the atmosphere are required. Based on the
size of atmospheric gradients and variability of the different
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greenhouse gases, the World Meteorological Organization
(WMO) experts have set inter-laboratory compatibility (ILC)
targets for each individual greenhouse gas species (WMO,
2009), which need to be reached in order to allow merging
data from different stations and networks for global and re-
gional budget estimates.
In order to assure the quality and consistency of previous
and future measurements, it is therefore important to com-
pare different measurement techniques and their results and
check whether the ILC targets have indeed been reached.
This has been done through a number of different inter-
national comparison exercises, such as analysis of round-
robin cylinders (Zhou et al., 2011), co-located flask sampling
(Masarie et al., 2001) and recently also via in situ compari-
son of co-located instruments (Zellweger et al., 2012; Ham-
mer et al., 2013a; Rella et al., 2013). For a fully compre-
hensive quality control of continuous atmospheric measure-
ments, a travelling comparison instrument (TCI) approach
has proven to be most appropriate (Hammer et al., 2013a);
this was also recognized at the 16th WMO/IAEA Meeting
on Carbon Dioxide, Other Greenhouse Gases, and Related
Measurement Techniques (GGMT-2011).
Here we present the results of a measurement campaign
at the World Meteorological Organization – Global Atmo-
sphere Watch (GAW) and Advanced Global Atmospheric
Gases Experiment (AGAGE) station Mace Head in the Re-
public of Ireland. A Fourier transform infrared spectrome-
ter (FTIR) was used as the travelling instrument, which was
manufactured by the University of Wollongong, Australia,
(Griffith et al., 2012) and is normally run at the Institut für
Umweltphysik at Heidelberg University for routine ambient
air measurements (Hammer et al., 2013b). At Mace Head,
it performed independent continuous ambient air measure-
ments from March to May 2013 in parallel with the station
gas chromatograph (GC-MD). N2O and CH4 mole fractions
measured with the locally installed GC-MD system as well
as CH4 and CO2 measurements performed by a cavity ring-
down spectroscopy (CRDS) were compared with those made
with the travelling FTIR instrument. Before and after the
campaign the TCI was run in parallel with the Heidelberg
GC (GC-HEI) (Hammer, 2008) in order to check its perfor-
mance and stability.
As most of the time the TCI was sampling air from the
10 m level to obtain sufficient data for the GC-MD compar-
ison, while the CRDS systems have their air intake at the
25 m level, we used the opportunity of this comparison cam-
paign to investigate the corresponding vertical gradients of
CO2 and CH4 at Mace Head from March to April 2013. Co-
located measurements of the TCI and the CRDS at the same
height performed in May 2013 allowed us to correct the ear-
lier data for any systematic offsets between both instruments.
Very small but still significant vertical gradients could indeed
be resolved; these data these data are presented here as an
Appendix. These results nicely illustrate how capable current
optical instrumentation is in terms of precision. As our com-
parison study shows, the biggest challenge in fully exploiting
this precision capability is now making sure that these instru-
ments also measure highly accurate and compatible.
2 Methods, site descriptions and instrumentation
2.1 The TCI and its calibration
For the comparison campaign at Mace Head, we used the
same in situ multi-species FTIR analyser as Hammer et
al. (2013a), however we extended it beyond CO2 and CH4 to
include N2O. We used the FTIR since it turned out to be ro-
bust and compact and since it measures CO2, CH4 and N2O
continuously and simultaneously with a precision that allows
it to meet all ILC targets for these species (Hammer et al.,
2013b). The reproducibility of the 3-minute data recorded
by the FTIR is generally better than ±0.05 µmol mol−1 for
CO2, ±0.25 nmol mol−1 for CH4 and ±0.05 nmol mol−1 for
N2O. Within the Integrated non-CO2 Greenhouse gas Obser-
vation System (InGOS) project, the three working standards
of the FTIR system were calibrated relative to WMO Central
Calibration Laboratory (CCL) tertiary standards by the Max-
Planck-Institute for Biogeochemistry (MPI-BGC GasLab) in
Jena, Germany, using CRDS for CH4 and CO2 and gas chro-
matography with electron-capture detection (GC-ECD) for
N2O. The scales in use were the WMO CO2 X2007 scale
(Tans et al., 2011), the WMO CH4 X2004 scale (Dlugo-
kencky et al., 2005) and the WMO N2O X2006a scale (Hall
et al., 2007).
2.2 Site description and routine instrumentation in
Heidelberg
Heidelberg is a medium-sized city (ca. 150 000 inhabi-
tants) located in the densely populated Rhine-Neckar region
(49◦25′ N, 8◦43′ E) in Germany. Routine ambient air mea-
surements are made on the university campus at the Institut
für Umweltphysik, located to the north-west of the Heidel-
berg city centre. On the roof of the institute’s building (at
ca. 30 m a.g.l.), air is drawn through a permanently flushed
intake line (1 / 2′′ stainless steel) with a bypass to the GC-HEI
system, which measures CO2, CH4, N2O, SF6, CO and H2
simultaneously at a maximum temporal resolution of 5 min.
The GC-HEI and the TCI have independent drying systems
(GC-HEI: cryogenic cooler at −45 ◦C, TCI: Nafion dryer
in counterflow mode followed by Mg(ClO4)2) and sample
pumps. The working gases for the GC-HEI system are cali-
brated on the WMO X2007 scale for CO2, the WMO X2004
scale for CH4 and the WMO X2006a scale for N2O, based on
Heidelberg tertiary standards calibrated at the WMO GAW
CCL at National Oceanic and Atmospheric Administration
(NOAA) in Boulder, USA. These standards, with a N2O
range of 306 to 343 nmol mol−1, are also used to check the
non-linearity of the electron-capture detector (ECD) regu-
larly. The reproducibility of the GC-HEI measurements is
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±0.05 µmol mol−1 for CO2, ±2.4 nmol mol−1 for CH4 and
±0.1 nmol mol−1 for N2O. A detailed description of the en-
tire GC-HEI system can be found in Hammer (2008). To
allow for better comparability between the continuous TCI
measurements and the discrete GC-HEI measurements, a
buffer volume was installed in the GC-HEI sample intake
line. The buffer volume allows capturing and integrating
the short-term mole fraction variations between the discon-
tinuous GC-HEI measurements. Details of the integration
scheme of the buffer can be found in Hammer et al. (2013a)
while the standard operating conditions of the TCI are de-
scribed in Hammer et al. (2013b).
Normally the FTIR uses the same main air intake line as
the GC-HEI (with a separate bypass, pump and drying sys-
tem, Hammer et al., 2013b), but for the performance test be-
fore the intercomparison campaign at Mace Head, a separate
intake line was installed in Heidelberg for the TCI.
2.3 Site description and routine instrumentation at
Mace Head
The Mace Head station is located on the west coast of Ireland
(53◦20′ N, 9◦45′ W) about 100 m from the Atlantic shore.
The station is operated by the National University of Ire-
land, Galway, and is classed as a global background sta-
tion within the WMO-GAW network. At the station, trace
gas measurements are carried out by the University of Bris-
tol (UK) and by the Laboratoire des Sciences du Climat et
de l’Environnement (LSCE) Gif sur Yvette (France) as part
of the AGAGE (CH4 and N2O) (Prinn et al., 2000) and
Integrated Carbon Observation System (ICOS) demonstra-
tion (CO2 and CH4) (http://www.icos-infrastructure.eu/) net-
works. A description of the station can be found in Jennings
et al. (2003). A gas chromatography system with multiple de-
tectors (GC-MD), including an ECD and a flame-ionization
detector (FID) is used to measure N2O and CH4, while a
reduction gas analyser (RGA) measures CO and H2 within
the AGAGE network. One working standard, which is mea-
sured alternately with ambient air or other samples, is used
for on-site calibration. These whole air standards last for ap-
proximately 8 months and are analysed at Scripps Institute
of Oceanography (SIO) before and after use at Mace Head,
for details see Prinn et al. (2000). New working standards
are always compared on-site with the old working standards
and agree well with the values assigned at the SIO on a dif-
ferent instrument but applying the same non-linearity correc-
tion. For more than 15 years, weekly pressure-programmed
injections of the standard were used to determine the non-
linearity of the ECD response. It was also compared to non-
linearities measured using primary gases spanning a range of
concentrations. From May 2009 onwards, the non-linearity
tests were discontinued, as it was found that the non-linearity
between AGAGE instruments was remarkably consistent and
stable, and because the pressure-programmed non-linearity
tests also introduced occasional artifacts due to the vari-
able amount of air being injected. The precision of the mea-
surements is approximately 0.1 nmol mol−1 for N2O and
1.5 nmol mol−1 for CH4. The working gases for the GC-MD
system are calibrated on the Tohoku University scale for CH4
(Cunnold et al., 2002) and the SIO-1998 scale for N2O (Prinn
et al., 2000). The GC-MD intake line allows sampling of am-
bient air from a height of 10 m a.g.l. The ambient air is dried
using a Nafion drier. A separate intake line (1 / 2′′ O.D. Syn-
flex) was installed at the same height for ambient air intake
of the TCI. This 10 m intake line of the TCI was used from
March until the end of April 2013.
Further, two CRDS instruments are running at the Mace
Head station which draw air from a height of 25 m a.g.l. One
instrument is a Picarro G1301, which belongs to the Irish
Environmental Protection Agency (EPA) and measures CO2
and CH4 in un-dried ambient air since May 2009. The sec-
ond instrument, a Picarro G2301, belongs to the LSCE and
dries the ambient air with a cryogenic water trap to a dew
point of about−45 ◦C before measuring CO2 and CH4. Each
of the two instruments is equipped with a designated am-
bient air intake line (1 / 2′′ O.D. Synflex). Both instruments
share the same calibration and target cylinders, connected via
a multi-position valve, as well as the same measurement se-
quence (i.e. ambient measurements and calibration are per-
formed at the same time interval). A water vapour correction
according to Chen et al. (2010) is applied to both instruments.
Even though the water vapour correction of the (wet) G1301
instrument was tested at LSCE before installation at Mace
Head, we found a weak correlation of the difference of both
CRDS instruments (G1301–G2301) and the absolute humid-
ity, of 0.13 µmol mol−1 CO2 %−1 H2O for the period from
March 2013 until July 2013. The H2O-dependency is most
likely due to an incomplete water vapour correction of the
G1301 instrument. During the comparison period, the abso-
lute humidity varied between 0.55 and 0.8 %, which could re-
sult in slightly increased CO2 values of the G1301 instrument
of 0.01–0.04 µmol mol−1 compared to the dry G2301 instru-
ment. The calibration suite of the CRDS systems consists of
four cylinders filled with synthetic gas mixture by Deuste
Steininger (Mühlhausen, Germany). They were calibrated by
the MPI-BGC GasLab in Jena using CRDS. The two CRDS
instruments are routinely calibrated once per month, accord-
ing to a calibration sequence where each standard is mea-
sured four times for 20 min (the first 10 minutes are not used
to calculate the response function since they still incorpo-
rate a settling-in effect). The measurement interval is 5 s. The
sample flow rate is about 0.3 slpm at about 1 bar absolute
pressure. In this study we will use hourly aggregates for the
intercomparison, since the data is computed and stored like
this in the common database.
The CRDS analysers measure CO2 and CH4 with a preci-
sion of about 0.02 µmol mol−1 for CO2 and 0.1 nmol mol−1
for CH4 (Crosson, 2008). A common target cylinder is used
for quality control purposes and is measured on both in-
struments every 11 h. The (1σ) reproducibility of the target
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cylinder measurement is about 0.02 µmol mol−1 for CO2 and
0.21 nmol mol−1 for CH4 for the G1301 from March to June
2013 and 0.03 µmol mol−1 for CO2 and 0.33 nmol mol−1 for
CH4 for the G2301. For the last week of the measurement
campaign, the TCI intake was moved to a height of 25 m a.g.l.
in order to compare TCI measurements directly with the
measurements performed with the CRDS instruments. Due
to a malfunctioning pump, the G2301 was not measuring
during this period. Therefore, we present here only ambi-
ent air comparisons between the non-dried CRDS G1301
and the TCI. The ambient air measurements of both CRDS
instruments agreed within 0.02± 0.10 µmol mol−1 for CO2
and −0.20± 0.70 nmol mol−1 for CH4 during the compari-
son campaign (from 1 March 2013 to 31 May 2013 with two
interruptions).
3 Experimental results
3.1 Quality check of the travelling instrument in
Heidelberg
To assure that the TCI meets the WMO compatibility require-
ments, we studied precision, accuracy and compatibility (as
defined in http://gaw.empa.ch/glossary/glossary.html) rela-
tive to the GC-HEI in Heidelberg before and after the mea-
surement campaign. The reproducibility can be estimated by
measuring a so-called target or surveillance gas every day
under reproducible conditions, and the standard deviations
of the target gas measurements are a good measure of the
precision. It was 0.03 µmol mol−1 for CO2, 0.16 nmol mol−1
for CH4 and 0.05 nmol mol−1 for N2O (see also Sects. 3.4.1
and 3.4.2) before as well as after the Mace Head campaign
for the TCI. The accuracy of the measurements is deter-
mined by the closeness of agreement between the measured
value and the accepted reference value (WMO, 2009). In or-
der to determine the accuracy of the TCI, we measured the
Heidelberg WMO CCL tertiary standards, which were cali-
brated by the WMO CCL at NOAA, Boulder (http://www.
esrl.noaa.gov/gmd/ccl/). The differences between the TCI-
measured value (working standards calibrated in the frame-
work of InGOS project by the MPI-BGC GasLab Jena) and
the nominal WMO CCL values of these cylinders are smaller
than the WMO ILC targets for all CH4, CO2 and N2O mea-
surements (see Fig. 1). For CH4, the mean difference (mea-
sured TCI value – WMO CCL value and standard error) of
0.04± 0.01 nmol mol−1 is negligible. For CO2 in the ambi-
ent mole fraction range (380–480 µmol mol−1), a difference
of −0.03± 0.04 µmol mol−1 was observed, while the N2O
difference in the ambient range (325–338 nmol mol−1) was
−0.00± 0.03 nmol mol−1. It can thus be confirmed that the
accuracy of the TCI measurements meets the WMO ILC tar-
gets.
Figure 1. Difference between TCI-measured Heidelberg WMO
CCL tertiary standards and their respective nominal value given
by WMO CCL (TCI-measured – WMO CCL nominal value). The
measurements were performed on 30 May 2013, 24 June 2013, 3
July 2013, 2 September 2013 and 3 September 2013. The standard
deviation plotted combines the standard error of the repeated cylin-
der measurements and the error of the nominal WMO CCL tertiary
cylinder value. Shaded areas indicate the calibrated TCI mole frac-
tion ranges.
3.2 Comparison of direct target/standard gas
measurements on different instruments
In order to check the calibration compatibility between dif-
ferent instruments in Heidelberg and at Mace Head, target
and working standards were measured on all instruments di-
rectly. In Fig. 2, the differences between the cylinder mea-
surements with the local instrumentation and with the TCI
are plotted. For the TCI working standards, we plot the
difference between the cylinder measurements with the lo-
cal instrumentation and the assigned value (open symbols).
For CH4 and CO2, all instruments compare well within the
WMO ILC target. The GC-HEI and the TCI instruments
agree very well with each other (−0.02± 0.04 µmol mol−1,
mean ± standard error) for CO2. The G1301 CRDS instru-
ment shows very good agreement with the TCI in CO2 re-
sults (−0.01± 0.02 µmol mol−1), while the G2301 results
are consistently higher (0.05± 0.03 µmol mol−1) than the
CO2 mole fraction determined using the TCI. Since both
CRDS instruments are calibrated with the same cylinders,
the difference between the CRDS instruments is remarkable.
It is questionable if both CRDS instruments were functioning
correctly during the direct measurements since the difference
between the CRDS instruments was 0.06 µmol mol−1, while
it is was 0.02 µmol mol−1 during target and ambient air mea-
surements (from 1 March 2013 until 31 May 2013). Never-
theless, all differences of direct analyses lie within the WMO
ILC target for the Northern Hemisphere.
For N2O, the values obtained with the GC-
HEI were higher than those obtained with the TCI
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Figure 2. Differences (local instrument – TCI or assigned value in
the case of the TCI standards shown as open symbols) of the mea-
sured mole fractions of (a) CH4, (b) CO2 and (c) N2O of different
cylinders: Mace Head AGAGE target cylinders (squares), Heidel-
berg target cylinders (circles), TCI working standards calibrated by
MPI-BGC GasLab (upward open triangles) and Mace Head CRDS
target cylinders (downward triangles). The grey shaded area shows
the ambient mole fraction range during the measurement campaign
at Mace Head. The direct cylinder measurements at Mace Head
were performed partly at the beginning of the campaign (24–26
February 2013) and partly at the end of the campaign (21 May
2013).
(0.11± 0.05 nmol mol−1). The reason for the difference
between the GC-HEI and the TCI is not clear. The N2O
cylinder measurements with the GC-MD show significantly
lower values than the TCI, by −0.40± 0.06 nmol mol−1.
This is a rather large and unexpected offset between the
two instruments, since current known scale differences
between SIO-1998 and WMO X2006a are of the order
of 0.03 to 0.05 nmol mol−1 (Hall et al., 2007; B. Hall,
personal communication, 2013) and thus cannot explain the
difference in the cylinder measurements found here. We will
discuss this point in Sect. 4 after having presented ambient
air measurements of both instruments.
3.3 Sample intake system (SIS) tests
Since the ambient air sample intake systems of the different
instruments can possibly introduce a bias into ambient air
mole fraction measurements (Hammer et al., 2013a), a sam-
ple intake system (SIS) test was performed in Heidelberg as
well as at Mace Head. For this purpose, a gas cylinder was
connected via the respective intake line to the individual in-
struments. The pressure on the low pressure side of the regu-
lator was chosen such that the pressure in the intake line was
always very close to (but slightly higher than) ambient air
pressure. Then the cylinder gas was flushed through the en-
tire intake system and the measured results were compared to
the direct measurements of the same cylinder. Figure 3 shows
all results of these tests in Heidelberg and at Mace Head.
Figure 3. Direct cylinder gas measurement (direct) and SIS test on
the 12 January 2013 for (a) CH4, (c) CO2 and (e) N2O in Heidel-
berg (HEI) and on the 26/27 February 2013 for (b) CH4, (d) CO2
and (f) N2O at Mace Head (MHD). Different cylinders were used
for the SIS test in Heidelberg and Mace Head. Grey shaded areas
show results when the cylinder was measured via the SIS. The SIS
measurement of the GC-MD did not reach a stable value. The error
bars given here are the reproducibility of direct measurements or
the standard deviation during the SIS test, respectively.
3.3.1 Sample intake system test in Heidelberg
A SIS test was performed in Heidelberg (Fig. 3a, c, e) on the
independent intake lines of the GC-HEI (green symbols) and
the TCI (black symbols). The measurements of the SIS cylin-
der on the TCI and the GC-HEI show similar differences as
the direct cylinder measurements (see Fig. 2). For both in-
struments the measurements via the SIS agree with the di-
rect cylinder measurements within their measurement uncer-
tainties. The differences between the direct measurement and
the measurement via the SIS of the TCI in Heidelberg (±
combined errors of their reproducibility and their standard
deviations during the SIS tests) was SIS – direct = 0.1 ±
0.35 nmol mol−1 for CH4, 0.03 ± 0.07 µmol mol−1 for CO2
and 0.02 ± 0.07 nmol mol−1 for N2O; for the GC-HEI it was
SIS – direct = −0.65 ± 3.5 nmol mol−1 for CH4, 0.03 ±
0.11 µmol mol−1 for CO2 and 0.04 ± 0.11 nmol mol−1 for
N2O. These differences are not significant.
3.3.2 Sample intake system test at Mace Head
For Mace Head, one dedicated cylinder for the different SIS
tests was available. This cylinder was different than the one
used for the Heidelberg SIS test, but was first measured
directly on the GC-HEI and the TCI in Heidelberg. At Mace
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Head, a SIS test via the GC-MD 10 m sample intake line was
performed first. Next, the cylinder was measured in parallel
by the CRDS G1301, the CRDS G2301 and the TCI via their
25 m height intake lines followed by a TCI measurement
through the 10 m height intake system. Prior to the SIS tests
at 25 m and prior to the SIS test of the TCI at 10 m, the intake
line was evacuated to a pressure of about 80 mbar. The cylin-
der was also measured directly on the TCI, the GC-MD, the
CRDS G1301 and the CRDS G2301 at Mace Head and after
return to Heidelberg (in March 2013) it was measured again
on the GC-HEI system. All results are displayed in Fig. 3b, d,
f. The comparison between the direct measurements before
and after the campaign indicate a mole fraction change in the
cylinder for CO2 in the order of 0.1 µmol mol−1. This change
is observed by all instruments which measured the gas before
and after the test. A significant mole fraction jump is seen be-
tween the SIS tests at 25 and 10 m. Significant increases of
CO2 mole fraction in cylinders have often been observed in
the laboratory, in particular when cylinders are emptied at
high flow rates and below a pressure of 35 bar (Chen et al.,
2013). Since the SIS cylinder was emptied to a pressure of
20 bar, a mole fraction change in the SIS cylinder was not
unexpected.
No significant mole fraction change was observed for
CH4, but for N2O also a slight but not significant change of
0.1 nmol mol−1 was indicated by the GC-HEI (see Fig. 3f).
For CH4, we found that the TCI and the CRDS systems
showed no significant difference between direct measure-
ments and measurements via the SIS. The GC-MD showed
a large difference of the order of 3.7± 1.7 nmol mol−1 (dif-
ference ± combined error of the standard deviation dur-
ing the SIS test and the reproducibility during the direct
measurement), but no stable value could be reached dur-
ing the SIS test for the GC-MD and the data points for
the GC-MD SIS test for CH4 and N2O must be discarded
(bracketed symbols in Fig. 3). This is surprising since the
residence time of the sample air in the intake line is less
than a minute and an equilibrium should have been reached
within the SIS test (duration of the 10 m SIS test was 2 h).
Therefore, no SIS effect could be verified nor proven false
for the GC-MD intake system during the SIS test. The
TCI SIS test at 10 m showed a small, yet insignificant,
SIS effect for N2O (0.07± 0.10 nmol mol−1), which could,
however, be also due to a small N2O drift in the cylin-
der mole fraction. For CO2, the TCI and CRDS measure-
ments show only small SIS influence within their measure-
ment uncertainties: TCI at 25 m: −0.01± 0.08 µmol mol−1,
TCI at 10 m: 0.03± 0.08 µmol mol−1, CRDS G1301:
−0.07± 0.12 µmol mol−1 (SIS effect was determined rela-
tive to the TCI measurements at 25 m and after the SIS test),
CRDS G2301: −0.02± 0.03 µmol mol−1 when taking into
account the mole fraction jump after the SIS test at the 25 m
intake of about 0.1 µmol mol−1.
3.4 Comparison of ambient air measurements
3.4.1 Comparison of ambient air measurements in
Heidelberg
Ambient air comparisons were performed in Heidelberg be-
fore and after the measurement campaign. For this purpose,
the TCI data was smoothed exponentially (τ = 20 min) to
make them comparable to the GC-HEI measurements where
an integration volume is installed. Details of this so-called
buffer system can be found in Hammer et al. (2013a).
The CH4 measurements of the TCI and the GC-HEI
(Fig. 4a, b) show a difference of −0.25±3.61 nmol mol−1
(median and interquartile range, see Fig. 5) before the cam-
paign and a difference of −0.24± 2.43 nmol mol−1 after the
campaign. In each intercomparison period this difference
was constant over time (see Fig. 4b). The TCI target mea-
surements were stable during both comparison periods and
showed a reproducibility of 0.16 nmol mol−1 (see Fig. 4c).
All CO2 measurements of the TCI in Heidelberg and the
GC-HEI agree very well (see Fig. 4d, e). The difference (GC-
HEI – TCI) between the instruments was nearly the same
in both intercomparison phases (0.04± 0.22 µmol mol−1 be-
fore the camapign and 0.03± 0.31 µmol mol−1 after the cam-
paign).
The N2O measurements show a median difference of
0.03± 0.15 nmol mol−1 (GC-HEI – TCI) during the first
comparison period in February and a median difference of
−0.02± 0.14 nmol mol−1 in the second period in June 2013.
The particular structure of the difference in ambient air mea-
surements between the TCI and the GC-HEI (decrease after
15 June, see Fig. 4h) is partly due to a respective structure of
the TCI and GC-HEI measurements, which can be detected
in the N2O target gas measurement of both instruments (see
Fig. 4i). The reproducibility of the TCI in this last period was
not worse than usual, showing that unexplained drifts and
long term variability occur and can be detected by the target
cylinder measurement. In addition, this example highlights
that systematic variations, which are observed in the target
gas measurements, are present at the same time in the ambi-
ent air measurement. Thus regular target gas measurements
are essential as quality control measures and for a compre-
hensive uncertainty estimate of ambient air measurements.
Altogether, the measurement results of the FTIR in Hei-
delberg (TCI) and the GC-HEI have shown very good agree-
ment, meeting the WMO ILC targets. Due to its high preci-
sion, the FTIR instrument is able to detect even small drifts
in all components and is thus very well-suited as a travelling
comparison instrument. This has been shown earlier for CO2
and CH4 by Hammer et al. (2013a) and it is confirmed here.
Further we show this for the first time for N2O.
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Figure 4. Upper panels: mole fraction of ambient air (a) CH4, (d) CO2 and (g) N2O during the preparing and finalizing comparison periods
in Heidelberg. From 25 January 2013 until 13 February 2013, both instruments were run in parallel, but with independent intake lines. From
1 June 2013 until 1 July 2013, both instruments used the same intake line. Middle panels: differences between the GC-HEI and the TCI for
(b) CH4, (e) CO2 and (h) N2O. Lower panels: TCI and GC-HEI daily target deviation from mean for (c) CH4, (f) CO2 and (i) N2O. Notice
the interruption in the x axis from February to May 2013 where the Mace Head measurement campaign took place.
Figure 5. Distributions of the mole fraction differences measured with the GC-HEI and the TCI in Heidelberg (both with separate intake
lines) from 25 January 2013 until 13 February 2013 (left panels) and from the 1 June 2013 to the 1 July 2013 with the same intake line (right
panels). The red lines are Gauss fits to the distributions, IQR stands for interquartile range.
www.atmos-chem-phys.net/14/8403/2014/ Atmos. Chem. Phys., 14, 8403–8418, 2014
8410 S. N. Vardag et al.: Comparisons of continuous atmospheric CH4, CO2 and N2O measurements
Figure 6. Upper panels: mole fraction of (a) CH4, (e) CO2 and (i) N2O during the measurement campaign at Mace Head. All instruments
were running in parallel with the TCI with independent intake lines to the same height. The GC-MD measured at a height of 10 m and the
CRDS at a height of 25 m. On 1 May 2013, the TCI intake was switched on for 10 to 25 m (dashed vertical line). Here only comparisons of
measurements made at the same height are shown and will be evaluated. Second row panels: difference between the GC-MD and the TCI
for (b) CH4 and (j) N2O from 6 March 2013 until 1 May 2013. Third row panels: difference between the CRDS G1301 and the TCI for (c)
CH4 and (g) CO2 from 1 May 2013 until 7 May 2013. Lowest panels: TCI and CRDS daily target measurement deviation from mean for (d)
CH4, (h) CO2 and (i) N2O. No GC-MD target measurements are available.
3.4.2 Comparison of ambient air measurements at
Mace Head
At Mace Head, the TCI was connected to the intake line
mounted at 10 m height from 6 March 2013 until 1 May
2013. Differences between the TCI and the GC-MD are
shown in Fig. 6b and j and in Fig. 7 (left panels). From 1
May 2013 until 6 May 2013, the intake line of the TCI was
mounted at a height of 25 m. During the measurements in
May at 25 m height, the CRDS G2301 was not working and
therefore only CRDS G1301 data are shown and compared
here to the TCI (see Fig. 6c and g and Fig. 7 right panels).
The flushing flow of the TCI intake line was adjusted to the
flow of the GC-MD (ca. 5.5 slpm) so that the same ambi-
ent air was analysed simultaneously in both instruments. But
ambient air measurements of the GC-MD are always discrete
with a temporal resolution of about 20 min and without a
buffer volume, whereas the TCI measurements are contin-
uous and smoothed due to the TCI cell volume of 3 L flushed
at 1 slpm. This should not introduce a bias into the averaged
difference between both instruments, but the standard devia-
tion of the distribution will be augmented slightly. The flush-
ing flow of the TCI intake line was not adjusted to the flow
of the CRDS G1301 (3.3 slpm) during the comparison pe-
riod with the CRDS G1301. Further, the cavity volume of the
CRDS is much smaller than that of the TCI. Therefore, es-
sentially a slight temporal asynchrony can be introduced in-
fluencing the standard deviation of the differences. But com-
parison of the 1 min CRDS data with the 3 min TCI data (not
shown here) revealed that both instruments measured tempo-
rally synchronously throughout the comparison.
The CH4 measurements of the TCI, the GC-MD and the
CRDS G1301 compare very well with each other. All dif-
ferences lie within the WMO ILC targets. It is obvious that
the scattering of the GC-MD is much larger than that of
the CRDS (see Fig. 7) which is due to the higher repro-
ducibility uncertainty of the GC-MD. The TCI target mea-
surements were stable during the entire measurement period
and showed a reproducibility of ±0.12 nmol mol−1. No tar-
get gas was measured with the GC-MD.
The CO2 measurements of the CRDS G1301 and
the TCI show an offset (CRDS G1301 – TCI) of
0.14± 0.04 µmol mol−1 (median and interquartile range
(IQR), see Fig. 7 right panel). No CO2 mole fraction depen-
dence in the difference of both instruments was observed.
The results of the ambient air measurements and the direct
cylinder measurements do not agree with each other. This
finding will be further discussed in Sect. 4.
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Figure 7. Left panels: distribution of the differences in CH4 and N2O between the discrete GC-MD measurements and the corresponding
3-minute averaged values of the TCI at Mace Head from 6 March 2013 until 1 May 2013 (both instruments with separate intake lines at
a height of 10 m). Right panels: distribution of the differences between the hourly averaged CH4 and CO2 differences between the CRDS
G1301 and the TCI from 1 May 2013 until 6 May 2013 (both instruments with separate intake lines at a height of 25 m). The red curves are
Gauss fits to the distributions.
For N2O, the ambient air measurements of the GC-
MD and the TCI show a difference (GC-MD – TCI) of
−0.37± 0.22 nmol mol−1 (median and IQR). A difference
of −0.40± 0.06 nmol mol−1 (mean and standard error) was
found for the direct cylinder gas comparison which is in very
good agreement with the ambient air difference. The possible
origin of the difference will also be discussed in Sect. 4.
4 Discussion of differences in ambient air
measurements
The differences of the ambient air and calibration gas mea-
surements as well as the sample intake effects of all instru-
ments are summarized in Table 1.
4.1 Comparisons in Heidelberg
For CH4, CO2 and N2O, the TCI and the GC-HEI ambient
air measurements agreed within the WMO ILC targets be-
fore and after the measurement campaign. The compatibility
between the GC-HEI and the TCI before and after the cam-
paign at Mace Head, together with the stable TCI target gas
record of CH4, CO2 and N2O confirms the excellent perfor-
mance of the TCI during the entire measurement campaign.
Differences in CH4, CO2 and N2O in direct cylinder mea-
surements agreed within their uncertainties to differences in
ambient air measurements. For N2O, measurements with the
GC-HEI were higher than with the TCI for direct cylinder
analysis. This indicates that a TCI approach may potentially
give more insight into differences between laboratories than
direct cylinder measurement comparisons.
4.2 CH4 comparison at Mace Head
At Mace Head, we found that the CH4 measurements of the
three different instruments, the FTIR (TCI), CRDS and GC-
MD agree very well with each other better than the WMO
ILC target value of ±2 nmol mol−1 (WMO, 2009). The GC-
MD obtained nearly the same values in the ambient air com-
parisons as the TCI (Table 1). The CRDS showed slightly
higher CH4 mole fractions, whereas the GC-HEI showed
slightly lower CH4 mole fractions. The good agreement be-
tween the CH4 measurements of the two different networks
NOAA and AGAGE also confirms that the measurements on
the WMO CH4 X2004 scale and the Tohoku University scale
are very compatible (see also Dlugokencky et al., 2005).
4.3 CO2 comparison at Mace Head
For CO2, the difference in ambient air measurements at
Mace Head between the TCI and the CRDS G1301 was
0.14± 0.04 µmol mol−1. The working standards of the TCI
as well as those of the CRDS G1301 have both been cal-
ibrated at the MPI-BGC GasLab in Jena (on the WMO
X2007 scale). Therefore, possible scale propagation errors
from WMO CCL primary standards to tertiary standards
are not relevant for the ambient CO2 mole fraction differ-
ences. Only scale propagation errors from tertiary to work-
ing standards at the MPI-BGC GasLab may principally con-
tribute to this difference. However, large-scale transfer errors
in the calibration of the TCI working standards seem un-
likely since the difference between the assigned values of the
Heidelberg WMO CCL tertiary cylinder gases and the TCI-
measured values were only −0.03± 0.04 µmol mol−1 (see
Fig. 1). Reference scale transfer errors in the calibration of
the CRDS G1301 working standards have not been examined
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Table 1. Median differences and interquartile ranges between the ambient air measurements (local instrumentation – TCI), mean difference
and standard deviation of direct cylinder gas measurements and SIS effects (SIS – direct measurement) of the GC-HEI and the TCI in
Heidelberg (before and after the measurement campaign) and of the GC-MD, the CRDS systems and the TCI at Mace Head.
Component GC-HEI difference1 GC-MD difference1 CRDS G1301 1 CRDS G2301 GC-HEI difference2
before campaign difference difference after campaign
1CH4 Ambient air −0.25± 3.61 −0.04± 3.38 0.12± 0.25 – −0.24± 2.43
(nmol mol−1) Cylinder gases −0.76± 0.22 −0.01± 1.58 −0.92± 0.46 −0.05± 0.42 –
SIS effect of TCI 0.10± 0.35 −0.19± 0.15 −0.11± 0.13 −0.11± 0.13 –
SIS effect of local instrument −0.65± 3.50 – 0.13± 0.13 0.09± 0.10 –
1CO2 Ambient air 0.04± 0.22 – 0.14± 0.04 – 0.03± 0.31
(µmol mol−1) Cylinder gases −0.02± 0.04 – −0.00± 0.02 0.05± 0.03 –
SIS effect of TCI 0.03± 0.07 0.03± 0.08 0.01± 0.08 0.01± 0.08 –
SIS effect of local instrument 0.03± 0.11 – −0.07± 0.12 −0.02± 0.03 –
1N2O Ambient air 0.03± 0.15 −0.37± 0.22 – – −0.02± 0.15
(nmol mol−1) Cylinder gases 0.11± 0.05 −0.40± 0.06 – – –
SIS effect of TCI 0.02± 0.07 0.08± 0.10 – – –
SIS effect of local instrument −0.04± 0.11 – – – –
1 Same sampling height, independent intake lines. 2 Same sampling height, same intake line as TCI.
so far, but direct analysis of cylinder gases by the CRDS
G1301 yielded almost the same value as with the TCI (see
Table 1), indicating excellent agreement of calibration. The
discrepancy between the ambient air comparison and the di-
rect cylinder gas comparison could possibly be due to a SIS
effect of the CRDS G1301 or the TCI. However, the small
and insignificant biases found (−0.07± 0.12 µmol mol−1 for
the CRDS G1301 and 0.01± 0.08 µmol mol−1 for the TCI)
would only explain slightly smaller CRDS G1301 values.
The insignificant bias found during the SIS test can there-
fore not explain the CO2 differences in ambient air mea-
surements. Another reason for the difference between am-
bient air and cylinder measurements could be an incor-
rect water correction of the (not dried) G1301 instrument,
which influences the wet ambient air measurement differ-
ently than the measurement of dry cylinder gas. However,
it was found that an incomplete water correction could ex-
plain only 0.01–0.04 µmol mol−1 CO2 of the difference. On
the other hand, it seems worth noting that the difference be-
tween the two CRDS instruments was rather large during
the direct cylinder measurements (0.06± 0.13 µmol mol−1,
see Fig. 2 and Table 1). This is surprising, since the same
working standards were used for calibration of both in-
struments and since the CRDS instruments normally agree
very well (target and ambient air differences usually agree
within ca. 0.02 µmol mol−1). Still, the differences between
the CRDS G1301 and the TCI during ambient air measure-
ments remain unexplained. Note that principally the calibra-
tion of the CRDS systems using synthetic working standards
may introduce a bias into the CO2 measurements (Nara et
al., 2012), but should effect ambient air measurements to the
same degree as direct real air cylinder measurements.
4.4 N2O comparisons at Mace Head
For N2O, the difference of ambient air measurements at
Mace Head between the TCI and the GC-MD was found
to be −0.37± 0.22 nmol mol−1 (GC-MD – TCI). Since a
similar difference of −0.40± 0.06 nmol mol−1 was found
for the direct cylinder gas measurements between both in-
struments, it is unlikely that the difference originates from
the sample intake system. The difference in N2O is signif-
icantly larger than the WMO ILC targets. Note, however,
that the TCI is calibrated on the WMO N2O X2006a scale
whereas the GC-MD measured on the SIO-1998 scale. Hall
et al. (2007) found a difference between the SIO-1998 and
the WMO X2006 scale of 0.01 %, which corresponds to a
difference of only +0.03 nmol mol−1 (SIO-1998 – WMO
X2006). Scale update from WMO X2006 to WMO X2006a
shows a mean difference for all calibrations in the ambi-
ent range of zero. But calibrations performed between 2007
and 2010 were still affected with the mean difference in
the ambient range over this period being WMO2006A –
WMO2006=−0.05 nmol mol−1 (B. Hall, personal commu-
nication, 2013). Altogether, currently reported scale differ-
ences between WMO X2006a and SIO-1998 are all smaller
than 0.1 nmol mol−1 and thus would not explain the observed
differences in ambient air and direct cylinder gas measure-
ments found during the Mace Head campaign.
Possibly, scale transfer errors from primary standards to
working standards could partly explain this difference. For
the WMO CCL tertiary standards, the reproducibility of
N2O assignments is about 0.08 nmol mol−1 (for the ambient
range: 310–330 nmol mol−1) (Hall et al., 2007). The scale
transfer error of a set of tertiary cylinders will decrease
with the number of tertiary cylinders; however the calibra-
tion errors are not always independent from each other, es-
pecially when tertiary standards were calibrated shortly after
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each other. The calibration of working standards from WMO
CCL tertiary standards introduces a further uncertainty. In
our case, TCI working standards have been calibrated rel-
ative to a set of WMO CCL tertiary cylinder gases at the
MPI-BGC GasLab in Jena. When analysing the Heidelberg
WMO CCL tertiary cylinders by the TCI, no systematic dif-
ference in the ambient range was found (see Fig. 1). There-
fore, we estimate the total scale transfer uncertainty from
WMO CCL primary standards to working standards to be
less than 0.1 nmol mol−1.
Reference scale transfer uncertainties from SIO primary
standards to tertiary standards used in the AGAGE network
are generally small as well, as all working gases are cali-
brated at Scripps Institution of Oceanography (Prinn et al.,
2000). Differences between high pressure tertiary SIO stan-
dards going to the stations and standards at low pressure
when they are returned for recalibration at the Scripps lab-
oratory are usually of the order of ±0.03 % (1σ of the dif-
ference), which corresponds to about 0.1 nmol mol−1 in the
ambient mole fraction range (R. Weiss, personal communi-
cation, 2013). This difference is thus a good upper estimate
of scale transfer error in the AGAGE network. Merging the
different scale propagation uncertainties, the observed dif-
ference of N2O in ambient air between the GC-MD and the
TCI includes a total uncertainty due to scale transfer which is
of the order of 0.15 nmol mol−1. Since the scale transfer un-
certainty is smaller than the difference observed during the
TCI campaign, this may point towards instrumental errors
or to a potential difference between the two absolute scales.
The absolute accuracy of the N2O scales is due to uncertain-
ties in the preparation of N2O primary standards and is typ-
ically of the order of 0.3 nmol mol−1 (1σ standard deviation,
Prinn et al., 2000; Hall et al., 2007). A scale difference of
this order may therefore be possible, although it is not con-
sistent with previous comparisons of the WMO X2006a and
the SIO-1998 scales by Hall et al. (2007).
Intercomparison activities between the AGAGE network
(on the SIO-1998 scale) and the NOAA flask network (WMO
N2O X2006a scale) are performed regularly and should
capture a possible scale difference between both networks
as well. The comparisons between AGAGE GC-MD in
situ measurements and NOAA CCGG (carbon cycle green-
house gases) flasks at five globally distributed observato-
ries (Cape Grim, American Samoa, Trinidad Head, Mace
Head and Ragged Point (Barbados)) show a mean differ-
ence between the two networks from August 2011 to Au-
gust 2013 of −0.11± 0.14 nmol mol−1 (SIO-1998 – WMO
N2O X2006a). The comparison between AGAGE GC-MD
in situ measurements and NOAA HATS (Halocarbons and
other Atmospheric Trace Species) flasks at four common
sites (Cape Grim, American Samoa, Trinidad Head and Mace
Head) show a difference during the same time period of
−0.14± 0.23 nmol mol−1 (both from P. Krummel, personal
communication, 2013). Within their uncertainties, the dif-
ference between AGAGE and NOAA networks has been
steadily increasing since the beginning of the intercompar-
ison activity in 1994. The differences between the two net-
works found for the last two years during flask compar-
isons are within their uncertainties consistent with, how-
ever only about one third of, the differences found during
the TCI comparison campaign at Mace Head (March–May
2013). This may reinforce the possibility of a current small-
scale difference between the WMO X2006a scale and the
SIO-1998 scale, which could be of the order of −0.1 to
−0.4 nmol mol−1 (SIO-1998 – WMO X2006a). Note, how-
ever, that Thompson et al. (2014) estimated scale differences
between SIO-1998 and WMO X2006a as having the oppo-
site sign in the years from 1999 to 2009. This finding, along
with our results during the TCI campaign, is in accordance
with the intercomparison results at AGAGE sites showing a
long-term trend of the flask–in situ difference. For the NOAA
CCGG flasks the trend is about 0.04 nmol mol−1 per year and
for NOAA HATS flasks the trend is about 0.08 nmol mol−1
per year (P. Krummel, personal communication, 2013).
5 Conclusions
New optical instrumentation allows measuring CH4, CO2
and also N2O with very high precision, which essentially
opens the door for merging data from different observation
networks and estimating fluxes with great confidence. But
even though a high compatibility between different instru-
ments can be achieved (as shown for CH4 and for the com-
parison period in Heidelberg), the compatibility between dif-
ferent networks still suffers from insufficient comparability
of calibration scales, potential errors in scale transfer and
also potential instrumental problems. It is thus of utmost im-
portance to check, control and update the scale propagation
for these greenhouse gases and assess in situ instrumentation
and its calibration in order to be able to use the globally dis-
tributed data sets from different measurement programs for
source, sink and flux estimation.
The comparison between the GC-MD and the TCI at Mace
Head showed that the mole fraction measurements differ by
ca. 0.4 nmol mol−1 in N2O. This difference could partly be
due to a general small reference scale difference between the
WMO X2006a and the SIO-1998 scales and partly due to
reference scale transfer and instrumental errors, such as re-
maining non-linearity effects.
The TCI campaign also showed differences between CO2
measurements of the CRDS G1301 and the TCI as large as
0.14 µmol mol−1, which were not seen when comparing the
direct cylinder measurements. This difference between the
direct measurement of target/standard gases and the ambi-
ent air measurements emphasizes the importance of the trav-
elling instrument approach, which is a comprehensive com-
parison and quality control, and should include a sample in-
take system test and the entire evaluation process. But even
though the origin of the discrepancy we found at Mace Head
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could not be fully resolved so far, the TCI campaign revealed
that there are possible problems with the CO2 measurements
and the water correction of the CRDS G1301, which need
to be investigated in more detail. Earlier TCI campaigns
at Cabauw, Netherlands, and Houdelaincourt (Observatoire
Pérenne de l’Environnement, OPE), France, revealed differ-
ences in CO2 between the TCI and the local instrumenta-
tion of 0.21± 0.09 µmol mol−1 and 0.13± 0.10 µmol mol−1
(TCI larger than local instrumentation contrary to the re-
sults from the TCI campaign at Mace Head) (Hammer et al.,
2013a). Only between the GC-HEI and the TCI in Heidelberg
were differences between both systems within the WMO
ILC targets. This clearly shows the difficulty of performing
compatible CO2 measurements in the field and reaching the
WMO ILC targets. Although in all three experiments work-
ing standards for the instruments had been calibrated in the
same laboratory (MPI-BGC GasLab), CO2 differences larger
than 0.10 µmol mol−1 remained between ambient air mea-
surements that did not show up in direct calibration gas com-
parisons.
We can thus conclude that the TCI approach is well-suited
as a comprehensive comparison measure. Due to the high
precision of the TCI measurements in all three components,
it was possible to detect even small differences and offsets
between the greenhouse gas measurements of the local in-
struments and the TCI. Basically, the higher the precision
and stability of the local instrument, the shorter the time pe-
riod for parallel measurement of ambient air, but a compar-
ison period of about 1 week still seems necessary to obtain
satisfactory statistics and cover the typical range of ambient
mole fractions. The preparation and follow-up processing of
the campaign included a preparatory line test in Heidelberg
and a preparatory and subsequent parallel measurement with
the GC-HEI as well as direct measurements of working stan-
dards and/or target gases on every instrument.
As a proposal for improvement, calibrated data should be
available within 24 h. This had already been pointed out by
Hammer et al. (2013a), but has not yet transpired. Since the
data evaluation is often time consuming, it was not performed
in near-real-time, but only a month later for the CRDS and
the GC-MD. Therefore, some problems were encountered
only after the measurement campaign ended when additional
tests could no longer be performed.
Finally, we were also able to demonstrate during the cam-
paign at Mace Head that small gradients of CO2 and CH4
can be resolved. This starts a new era of highly precise at-
mospheric greenhouse gas observations and gradients, pro-
vided that calibration and systematic instrumental biases can
be overcome.
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Appendix A: Vertical mole fraction gradients of CH4
and CO2 at Mace Head
From 6 March 2013 to 1 May 2013 the TCI was measur-
ing at 10 m height and the CRDS G1301 at 25 m height.
Comparing the measurements at different heights along with
measurements at the same height principally allows us to
detect the vertical mole fraction gradients between 10 and
25 m. These may principally be used to estimate net green-
house gases fluxes in the catchment area of the site. Since
Mace Head station is located at the Atlantic coast, it sam-
ples two principally different regimes of air masses: a ma-
rine sector and a continental sector. As a criterion to distin-
guish between continental and marine air masses we use the
222Rn daughter activity concentrations measured with a Hei-
delberg Radon monitor (Levin et al., 2002) at Mace Head sta-
tion, that was installed there during the intercomparison cam-
paign at about 5 m height. When the prevailing wind direc-
tion is from the west, the air masses have a marine footprint
and the 214Po concentration is low (< 0.5 Bq m−3), whereas
wind from other directions brings air masses with higher
214Po concentrations (0.5–5 Bq m−3) (see Fig. 8d). During
the measurement campaign at Mace Head from the 6 March
2013 until 11 March 2013 and from the 18 March 2013 un-
til 13 April 2013 the prevailing wind direction was from the
east while from the 12 March 2013 until 18 March 2013 and
from the 14 April 2013 until 30 April 2013 the main wind
direction was from the west.
For the continental regime the median 214Po activity con-
centration was 0.8 Bq m−3 and showed a diurnal cycle (green
line in Fig. 8c). This variation is mainly caused by diur-
nal changes in the planetary boundary layer height because
the 222Rn flux from continental soils does not show a diur-
nal cycle. The data from the marine regime showed no sig-
nificant diurnal cycle and a mean activity concentration of
0.2 Bq m−3.
As a first step to determine vertical gradients, the differ-
ences between CRDS G1301 and TCI when measuring at
the same height (i.e. from 1 May 2013–7 May 2013) must
be compared. This comparison serves as a reference for de-
termining the instrumental mole fraction differences. As de-
scribed in Sect. 3, we found a difference between the CRDS
G1301 and TCI measurements of 0.12 nmol mol−1 for CH4
and 0.14 µmol mol−1 for CO2. The difference when measur-
ing at the same height (black curves in Fig. 8a, b) has no di-
urnal cycle, but shows this systematic offset. Other than the
unresolved discrepancy between both instruments we there-
fore see no diurnal variation of mole fraction difference.
In a next step we compare the difference between in-
struments when measuring at different heights (25–10 m).
For continental air masses we then see a weak diurnal
cycle in CH4. The mole fraction gradient decreases from
ca. −1 nmol mol−1 during night time to −0.5 nmol mol−1
during day time (the TCI measurement at 10 m height being
always higher than the CRDS measurement at 25 m height).
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Figure A1. (a) Median diurnal CH4 differences (CRDS G1301 –
TCI) and (b) median diurnal CO2 differences (CRDS G1301-TCI)
between the CRDS G1301 at 25 m and the TCI at 10 m during pe-
riods of high (green) and low (blue) 222Radon daughter (i.e. 214Po)
activity concentratio and (c) median diurn l 214Po activity concen-
trati at bout 5 m height a.g.l. during p riods of high (green) and
low (blue) 214Po activity oncentratio (se Fig. 8d). Black sym-
bols in (a) and (b) show t difference between instruments when
measuring at the same height (25 m). Phases of continental (green)
and marine (blue) air mass regimes during measurement at differ-
ent heights are shown in (d). The grey background at the end of the
period denotes the time period when both instruments measured at
the same height.
This finding suggests that there is a positive CH4 flux from
the ground throughout the whole day (24 h). For the marine
air masses (low 214Po activity concentration) there are only
marginal differences in measured CH4 compared to the mea-
surements at the same height, which suggests only a very
small or negligible CH4 flux from the ocean. Supersatura-
tion of CH4 in the ocean mixed layer potentially leading to
a CH4 flux from the ocean to the atmosphere, has often been
reported, but direct fluxes to the atmosphere due to this su-
persaturation are difficult to observe (Bakker et al., 2014).
For continental air masses we find a rather strong di-
urnal cycle in the CO2 gradient. The difference between
both levels (25–10 m) decreases during night from −0.16 to
0.06 µmol mol−1 relative to the offset between both instru-
ments when measuring at the same height. The CO2 level
at 10 m height is thus higher than at 25 m height during the
night time, but it is lower during the day time. This behavior
is expected since ecosystem respiration during the night time
leads to a positive CO2 flux and plant photosynthesis during
the day time leads to a CO2 uptake. During marine air mass
www.atmos-chem-phys.net/14/8403/2014/ Atmos. Chem. Phys., 14, 8403–8418, 2014
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regimes the diurnal cycle is decreased, but still a slight pos-
itive CO2 flux from below is found during night time and a
negative flux during the day time. This may either be due to
surface ocean CO2 respiration or uptake by phytoplankton or
it might be due to some continental air mass influence also in
the periods which we marked as marine situations. The latter
would also explain the small CH4 gradient. All in all, such
small gradients of CO2 (and CH4) have, to our knowledge,
not been resolved before. This shows that the modern instru-
mentation used here opens a new dimension in precision and
evaluation of greenhouse gas measurements.
Atmos. Chem. Phys., 14, 8403–8418, 2014 www.atmos-chem-phys.net/14/8403/2014/
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Abstract. The continuous in situ measurement of δ18O in
atmospheric CO2 opens a new door to differentiating be-
tween CO2 source and sink components with high tempo-
ral resolution. Continuous 13C–CO2 measurement systems
have already been commercially available for some time,
but until now, only few instruments have been able to pro-
vide a continuous measurement of the oxygen isotope ratio
in CO2. Besides precise 13C/12C observations, the Fourier
transform infrared (FTIR) spectrometer is also able to mea-
sure the 18O / 16O ratio in CO2, but the precision and ac-
curacy of the measurements have not yet been evaluated.
Here we present a first analysis of δ18O-CO2 (and δ13C-CO2)
measurements with the FTIR analyser in Heidelberg. We
used Allan deviation to determine the repeatability of δ18O-
CO2 measurements and found that it decreases from 0.25 ‰
for 10 min averages to about 0.1 ‰ after 2 h and remains at
that value up to 24 h. We evaluated the measurement preci-
sion over a 10-month period (intermediate measurement pre-
cision) using daily working gas measurements and found that
our spectrometer measured δ18O-CO2 to better than 0.3 ‰
at a temporal resolution of less than 10 min. The compati-
bility of our FTIR-spectrometric measurements to isotope-
ratio mass-spectrometric (IRMS) measurements was deter-
mined by comparing FTIR measurements of cylinder gases
and ambient air with IRMS measurements of flask samples,
filled with gases of the same cylinders or collected from the
same ambient air intake. Two-sample t tests revealed that,
at the 0.01 significance level, the FTIR and the IRMS mea-
surements do not differ significantly from each other and are
thus compatible. We describe two weekly episodes of ambi-
ent air measurements, one in winter and one in summer, and
discuss what potential insights and new challenges combined
highly resolved CO2, δ13C-CO2 and δ18O-CO2 records may
provide in terms of better understanding regional scale con-
tinental carbon exchange processes.
1 Introduction
Quantitative understanding of the processes governing the
carbon cycle is vital in order to assess the impact and fate of
increasing anthropogenic CO2 emissions to the atmosphere.
The stable isotopes in CO2 can provide information about
the fluxes between the different carbon reservoirs, such as
the atmosphere, the biosphere and the oceans. 13CO2 mea-
surements can be used to distinguish between terrestrial bio-
sphere and marine fluxes (Keeling et al., 1989; Ciais et al.,
1995), and are also used as a tracer for anthropogenic emis-
sions, as most fossil fuel CO2 emissions are depleted in 13C
relative to those of the biosphere (Tans, 1981). The interpre-
tation of atmospheric δ18O-CO2 is more complex, since 18O
in CO2 is strongly coupled to the water cycle (e.g. Francey
and Tans, 1987; Farquhar et al., 1993; Cuntz et al., 2003a;
2003b, Buenning et al., 2014). During CO2 exchange with
soil and leaves, the 18O isotopes of CO2 are exchanged with
those of H2O (Hesterberg and Siegenthaler, 1991). Carbonic
anhydrase facilitates the equilibration with leaf water (Gillon
and Yakir, 2001; Farquhar et al., 1993). The isotopic com-
position of soil water is determined by the isotopic compo-
sition of precipitation, which itself has strong spatial varia-
tions (IAEA/WMO GNIP database available at http://isohis.
iaea.org). Since precipitation at higher latitudes is depleted
in 18O (Dansgaard, 1964), the soil water and consequently
Published by Copernicus Publications on behalf of the European Geosciences Union.
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the CO2 from root respiration and heterotrophic respiration
is also depleted in 18O at higher latitudes (Farquhar et al.,
1993). The soil invasion flux will further influence the ap-
parent soil respiration signature as the CO2 diffuses into the
soil, partially equilibrates with soil water and retro-diffuses
out of the soil with a new isotopic composition (Tans, 1998;
Miller et al., 1999). Isotopic exchange during soil invasion
might even be enhanced due to carbonic anhydrase in soils
(Wingate et al., 2009). Miller et al. (1999) reported that in
most settings and especially in dry ground and for short res-
idence times of air close to the soil surface (corresponding
to high boundary layer mixing heights), the effect will be
smaller than 5 ‰. Due to 18O enrichment during evapotran-
spiration, the plant leaf water is enriched in 18O relative to
the soil water (Farquhar et al., 1993). During photosynthesis,
CO2 equilibrates with leaf water and about two-thirds of the
CO2 retro-diffuses into the atmosphere without being assimi-
lated (Tans, 1998). The retro-diffused CO2 changes the atmo-
spheric δ18O-CO2 value, depending on the isotopic signature
of the leaf water. In central Europe, we expect the discrimi-
nation against 18O during net CO2 assimilation to be positive
(Farquhar et al., 1993; Cuntz et al. 2003b; Wingate et al.,
2009). Still et al. (2009), Welp et al. (2011) and Buenning
et al. (2014) have studied the susceptibility of atmospheric
δ18O-CO2 to environmental parameters, such as precipita-
tion, relative humidity, temperature, solar radiation and cloud
cover, and estimated the influences of these parameters on the
atmospheric δ18O-CO2 using regional and global scale mod-
els. They also assessed the effect of the isotopic composi-
tion of precipitation and water vapour. They found that many
of these parameters should not be neglected when quantify-
ing biospheric gross 18O-CO2 fluxes. They also highlight the
complexity and the large uncertainties of the processes and
sensitivities influencing atmospheric δ18O-CO2. Thus, in or-
der to understand atmospheric δ18O-CO2 measurements in
all their complexity, information about the regional isotopic
composition of precipitation, environmental parameters such
as temperature and water vapour deficit and a comprehensive
land-surface model are necessary (Yakir and Wang, 1996;
Ciais et al., 1997; Langendörfer et al., 2002; Cuntz et al.,
2003a; Buenning et al., 2014).
The first step to understanding the 18O-CO2 fluxes to and
from the terrestrial biosphere is to make reliable and com-
parable measurements at high temporal resolution. However,
measurements via isotope-ratio mass-spectrometry (IRMS)
are elaborate and time-consuming, limiting the number of
continuous records of 18O in CO2 that exist to date (Flana-
gan et al., 1997; Langendörfer et al., 2002; Bowling et al.,
2003; Pataki et al., 2003). A quantum cascade laser-based
absorption spectrometer measuring 12C16O16O,13C16O16O
and 12C16O18O with a high temporal resolution provided
first continuous records (Tuzson et al., 2011; Sturm et al.,
2013). 12C16O16O and 13C16O16O have also been deter-
mined by Fourier transform infrared (FTIR) spectroscopy
in several previous studies (e.g. Esler et al., 2000; Mohn et
al., 2008; Cambaliza, 2010; Griffith et al., 2012). In prin-
ciple, FTIR spectroscopy can also provide continuous mea-
surements of 12C16O18O. However, in their original study,
Esler et al. (2000) remarked that the degree of precision is
too poor for a useful determination in natural abundances us-
ing a 1 cm−1 resolution spectrometer. Given improvements
in the instrumentation and spectral analysis methods since
that time, we have revisited the practicality of continuous
measurements of δ18O in CO2 using FTIR spectroscopy.
The scope of this manuscript is to answer two important
questions: first, is it possible to measure δ18O-CO2 using
FTIR spectroscopy, and if yes, how well can we measure
it in terms of precision, accuracy and compatibility to con-
ventional IRMS observations? Second, what insight into re-
gional scale carbon exchange processes can one gain from a
highly resolved δ18O-CO2 record (along with the continuous
CO2, CO and δ13C-CO2 records) in the catchment area of
our measurement site?
2 FTIR measurement principle and calibration
procedure
The in situ FTIR analyser used in Heidelberg was devel-
oped and built at the University in Wollongong, Australia
and is described in detail by Griffith et al. (2012) and Ham-
mer et al. (2013a). It was used during two travelling instru-
ment campaigns by Hammer et al. (2013b) and Vardag et
al. (2014) for CO2, CH4 and N2O measurements. Briefly, the
FTIR spectrometer obtains a broadband transmittance spec-
trum of the sample air as the ratio of the infrared spectra
measured with and without a sample in the optical cell. The
measured transmittance spectrum is fitted by non-linear least
squares using the program MALT (Multi-Layer Absorption
Transmittance) to model the spectrum (Griffith, 1996; Grif-
fith et al., 2012). The model adjusts sample composition and
instrument parameters to obtain the best fit to the measured
spectrum, and the best-fit sample concentrations are taken as
the retrieved values.
The analyser is a prototype of the now commercially avail-
able Spectronus FTIR trace gas analyser (Ecotech, Knox-
field, Australia). While functionally equivalent, there are
some component differences. The FTIR spectrometer is an
IRcube (Bruker Optics, Ettlingen, Germany) coupled to a
glass multipass White cell (model 24 PA, IRanalysis Inc.,
Anaheim, CA) with 3.5 L volume and 24 m optical path.
Spectra were recorded at 1 cm−1 resolution and typically co-
added to 3 min averages (approximately one cell exchange
time at the typical flow rate). The sample handling system
comprises four selectable inlets, an optional dryer (Nafion,
Permapure PD-100T-24SS), followed by a granulated mag-
nesium perchlorate trap), two mass flow controllers (model
D-5111, Bronkhorst, Germany) and a four-head diaphragm
vacuum pump (model MV2, Vacuubrand, Germany). One
mass flow controller upstream of the cell controls sample air-
Atmos. Meas. Tech., 8, 579–592, 2015 www.atmos-meas-tech.net/8/579/2015/
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Figure 1. (a) Spectra of CO2 isotopologues and N2O in the 2150–2320 cm−1 region. The coloured traces show the individual isotopologues,
the black spectra are a measured air spectrum (black line), calculated best-fit spectrum (+ symbols) and the fitting residual (black, upper
panel). (b) Spectrum including CO2 and H2O near 3600 cm−1. The individual trace gas and isotopologue spectra are shifted by 0.2 upwards
for clarity.
flow, while the other downstream of the cell actively controls
pressure via a proportional–integral software control loop to
better than±0.1 hPa. The FTIR housing and the cell are both
thermostated and stable within 0.01 ◦C (1σ). A Windows PC
controls sample flow, spectrum collection and online analy-
sis. Sample air is delivered to the analyser at 1500–1800 hPa
pressure through a clean diaphragm pump (model N86K.18,
KNF Neuberger, Freiburg, Germany). In this work all mea-
surements of both air samples and tank gases were dried
(< 10 µmol mol−1 water vapour) and made at 1100 hPa pres-
sure, 30 ◦C and a flow of 1 SLPM (standard litre per minute).
The measurements were performed in the laboratory under
stable temperature conditions (±1 ◦C).
Figure 1a shows the CO2 isotopologue components
(coloured traces) of the infrared absorption spectrum of air
in the 2150–2320 cm−1 spectral region routinely used for
CO2 FTIR analysis by the analyser (Griffith et al., 2012).
The black traces show a measured spectrum and typical fit
to the composite air spectrum including 12C16O2, 13C16O2
and 12C18O16O. Although the 12C18O16O isotopologue is
heavily overlapped by the parent and 13C16O2 isotopologues,
its contribution to the total absorption is significant and re-
peatable and provides the basis for quantification of this iso-
topologue. The upper panel of Fig. 1a shows a typical spec-
tral residual which is well above the detector noise level
above 2240 cm−1. This residual is systematic and constant
in shape from spectral fit to fit. The MALT spectrum calcula-
tion model is not able to improve this fit, which may be due
to either (or both) an imperfect instrument line shape (ILS)
or actual line shapes, which are not Voigt shaped as assumed
in the model. To investigate the ILS contribution further, we
have recorded spectra of air under the same conditions (tem-
perature, pressure, resolution, cell path length) in a Bruker
IFS 125/HR spectrometer at the University of Wollongong.
This high resolution spectrometer is maintained in a well-
aligned condition as part of the Total Carbon Column Ob-
serving Network (TCCON, Wunch et al., 2011) and its ILS
is well characterised through high resolution test cell mea-
surements (Hase et al., 2013) to be very close to the theoret-
ically ideal shape calculated in the MALT model (modula-
tion efficiency > 0.99, phase error < 0.5◦). Fitting these IFS
125/HR spectra resulted in residuals very similar in shape
and magnitude to that in Fig. 1a (upper panel), which indi-
cates that imperfect ILS is not the primary cause of the lack
of fit. To investigate the possible effects of non-Voigt molec-
ular line shapes, typical FTIR analyser spectra were fitted
with two independent spectrum fitting models, GFIT (Ge-
off Toon, Jet Propulsion Laboratory) and PROFITT (Frank
Hase, Karlsruhe Institute of Technology). These spectrum
models optionally extend to non-Voigt line shapes including
effects of speed dependent cross sections, line narrowing and
line mixing (e.g. Ngo et al., 2013). Using several different
line shape models did not remove the spectral residuals – in
some cases they were slightly reduced or of different shape,
but total residuals were reduced by at most 25 %.
Thus, from these two tests we conclude that the residuals
are not primarily due to an imperfect instrument line shape,
but rather due to the inadequacy of currently available line
shape models for the calculation. The imperfect fit is exacer-
bated by the fact that the residuals are dominated by absorp-
tion in the line wings of strongly absorbed lines, which are
the least accurately modelled. We must therefore accept the
imperfect fits as unavoidable until further advances in line
shape models become available. If 12C18O16O is removed
from the fit, the residuals are two to three times larger; in
this case, the least squares fit routine adjusts the amounts
of 12C16O2 and 13C16O2 in the fit by unrealistic amounts to
attempt to minimise the residual. The results in this paper
show that the 12C18O16O amount retrieved from fitting these
www.atmos-meas-tech.net/8/579/2015/ Atmos. Meas. Tech., 8, 579–592, 2015
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Figure 2. CO2 dependence of raw δ13C-CO2 and δ18O-CO2 (a and b) and their residuals from the cubic fit (b and d). The experimental
results shown here were obtained in August 2012; the same experiment was repeated in March 2014 and showed no significant difference to
the earlier measurements.
spectra, despite the residuals, provides a consistent basis for
quantification of this isotopologue.
Total CO2 can also be retrieved from the region around
3600 cm−1 without isotopic discrimination. The fit to this re-
gion is shown in Fig. 1b, from Griffith et al. (2012). Retrieval
of CO2 from this region is more precise (i.e. lower noise,
better repeatability) than that of 12C16O2 near 2300 cm−1,
firstly because the bands are not saturated and are of near op-
timum absorption (50 %), and secondly, because the whole
bands have lower temperature sensitivity due to the inclusion
of both high and low-J lines with both positive and negative
temperature sensitivity. As detailed below, the total CO2 re-
trieval, scaled if required, can be used as a proxy for 12C16O2
in isotopic calculations with acceptable accuracy.
2.1 Data evaluation and calibration
In the following, we describe the data evaluation and calibra-
tion procedure for the isotopologue ratio δ18O-CO2, but the
procedure is analogous for δ13C-CO2.
Step 1: Calculate the raw δ18O-CO2 value from FTIR
measurements
The FTIR computes the raw δ18O-CO2 value using the ratio
of the raw value of the rare isotopologue and the raw value









 · 1000 ‰ (1)
with RHITRAN = 0.0040104 (Rothman et al., 2005). For 13C,
the equivalent value of RHITRAN is 0.0112372.
Following Coplen (2011) and common usage, we use
the terminology δ18O-CO2, even though the δ-notation
is originally defined with the isotope ratio (in contrast
to isotopologue ratio). The FTIR analysis implicitly uses
the HITRAN scale (Rothman et al., 2005), which is re-
ferred to Vienna Pee Dee Belemnite (VPDB) for δ13C
and to Vienna Standard Mean Ocean Water (VSMOW) for
δ18O; during the calibration (step 3) the final reference
scale of the calibrated data can be changed to any other
scale. We chose the VPDB scale for δ13C-CO2 ((13C16O2
/12C16O2)VPDB = 0.0112372) and VPDB-CO2 scale for
δ18O-CO2 ((12C18O16O/12C16O2)VPDB−CO2 = 0.0041767)
following Allison et al. (1995). We abbreviate δ13C-CO2 and
δ18O-CO2 on the VPDB-CO2 scale with δ13C-CO2,VPDB and
δ18O-CO2,VPDB respectively.
Step 2: Cross-sensitivity and interspecies interference
corrections
To first order, the fitting software MALT takes into account
pressure, temperature and interspecies overlapping absorp-
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Table 1. Interspecies interference and cross-sensitivity correction factors for δ13C-CO2 and δ18O-CO2 used in Eqs. (2) and (3). Refer-
ence values were Tref= 31.8 ◦C, Fref= 1.0 SLPM, Pref = 1100 hPa and H2Oref= 0 µmole mole−1, for temperature, flow, pressure and water
vapour content, respectively.
δ13C-CO2 δ18O-CO2
dCraw/dT [‰ ◦C−1] 0.127 4.256
dCraw/dF [‰ SLPM−1] −0.91424 −2.92166
dCraw/dP [‰ hPa−1] 0.00249 −0.18694
dCraw/dH2O [‰ (µmole mole−1)−1]
0 0
a [‰] −10.344 −252.786
b [‰ (µmole mole−1)−1] 0.0461902 1.162269
c [‰ (µmole mole−1)−2] −0.0000658108 −0.00179787
d [‰ (µmole mole−1)−3] 0.000000034299 0.000001093919
tion bands in the fit. However, small second order effects re-
main due to real imperfections in temperature and pressure
measurements, spectrometer instrumental line shape and the
assumption of the MALT models (such as Voigt line shapes,
see above), necessitating small empirical corrections to the
raw measured mole fraction (Craw) (Griffith et al., 2012;
Hammer et al., 2013a). A cross-sensitivity correction for
sample temperature (T ) and pressure (P ), H2O amount and
flow rate (F ), as well as an interspecies-sensitivity correc-
tion for CO2 mole fraction (corr(CO2)) is applied for every
measurement following Eq. (2):






· (P −Pref)− dCrawdH2O · (H2O−H2Oref)
− corr(CO2) (2)
Where Pref, Tref, etc. are the reference values to which pres-
sure, temperature etc. are corrected, and the CO2 correction
follows:
corr(CO2)= a+ b ·Craw+ c ·Craw2+ d ·Craw3 (3)
Table 1 lists all cross-sensitivity parameters and CO2-
interspecies interference corrections.
Hammer et al. (2013a) describe in detail the set-up of the
experiment to determine the CO2 sensitivity. We use a cubic
fit to describe the CO2 interspecies correction (Fig. 2a and b;
coefficient of determination R2 = 0.99 for δ13C-CO2 and for
δ18O-CO2), with residuals showing no further concentration
dependence (Fig. 2b and d).
Step 3: Calibration
The cross-sensitivity corrected data are calibrated on the
VPDB gas scale using a linear instrument response function
(typically linear to the degree of R2 = 0.9998). We derive
the calibration response function weekly from three refer-
ence tanks with known values for CO2, δ13C-CO2 and δ18O-
CO2. Our reference standards span ranges from about 370
to 470 µmol mol−1 for CO2 mole fraction, a δ13C-CO2,VPDB
range from −8.7 to −12.8 ‰ and a δ18O-CO2,VPDB range
from−1.9 to−5.0 ‰ as determined by the Heidelberg IRMS
(Neubert, 1998).
Step 4: Smoothed working standard correction
We have found that regular measurements of different cylin-
der gases on the FTIR analyser show small but correlated
sub-weekly variations of δ18O-CO2. One can thus use a
smoothed working standard correction in order to account
for these small instrumental variations on a sub-weekly time
scale. For this purpose, we smooth daily working gas mea-
surements using a 10-point moving average and interpo-
late the residual variation to the date of sample measure-
ment using a cubic spline interpolation. We then subtract the
smoothed residual variations from the long-term mean value
of this gas vs. the reference standards from all sample mea-
surements. By performing this correction, typically less than
0.2 ‰, the standard deviation of a weekly measured target or
surveillance gas reaches about 0.2 ‰ for δ18O-CO2. Step 4 is
not obligatory, but further increases the precision of the mea-
surement. In the data presented in Sect. 4, we have applied
this smoothed working standard correction.
Figure 3 illustrates the application for the entire calibration
procedure. For δ 13C-CO2, Fig. 3 shows raw (a), corrected
(b) and calibrated (c) FTIR measurements against IRMS ref-
erence values of δ13C-CO2, and Fig. 3d shows the difference
between calibrated FTIR measurements and IRMS values
(FTIR-IRMS) against CO2 mole fractions. Figure 3e–h show
corresponding data for δ18O-CO2. The cross-sensitivity cor-
rection forces δ13C-CO2 and δ18O-CO2 onto a linear regres-
sion line (Fig. 3b and f), so that we can then apply a linear
calibration. The large correction for δ18O-CO2 is most likely
related to the systematic residual in the fitting of the spectra
(Fig. 1a).
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Figure 3. (a) Raw, (b) cross- and interspecies corrected (but still un-calibrated) and (c) calibrated δ13C-CO2 measurements and (e) raw,
(f) cross- and interspecies corrected (but still un-calibrated); (g) calibrated δ18O-CO2 measurements of different target cylinders against
the IRMS measurement of the same cylinders. Lowest panels: (d) calibrated FTIR δ13C-CO2 value minus reference value measured by the
Heidelberg IRMS, (h) same as (d) for δ18O-CO2, both plotted versus the CO2 mole fraction of the samples. The red lines in the lowest panels
give the mean difference between the FTIR and the IRMS measurements. Grey areas illustrate the standard deviation of the differences.
2.2 Remarks on the calibration procedure
2.2.1 Using total CO2 instead of 12C16O2 to calculate
δ13C-CO2 and δ18O-CO2
As pointed out above, the precision of total CO2 measure-
ment in the 3600 cm−1 range is significantly higher (∼ 50 %)
than that of 12C16O2 in the region of 2300 cm−1, due to an
optimum absorption strength and a lower temperature sen-
sitivity. 12C16O2, 13C16O2 as well as 12C16O18O absorb in
this region, but the minor isotopologue absorptions are weak
and are barely distinguishable. Thus, we calculate the raw
δ13C-CO2 and δ18O-CO2 values using total CO2 from the
3600 cm−1 region instead of 12C16O2. There is a small bias
between measurements of CO2 and12C16O2, but as long as
the isotopic composition of the sample is close to the isotopic
composition of the reference standards, the bias in δ13C-
CO2 and δ18O-CO2 is negligible (< 0.03 ‰ for δ13C-CO2
and< 0.05 ‰ for δ18O-CO2) after calibration (step 3). How-
ever, for strongly depleted cylinder gases, as may be the case
for synthetic gas mixtures, the biases may become as large
as 0.2 ‰. If necessary, the bias introduced by total CO2 can





where X is an isotopic partition sum with a value very close
to unity.
2.2.2 Direct isotopologue calibration
Griffith et al. (2012) described two methods for calibration
of isotopic fractionations, either
a. the isotopologue amounts are calibrated independently
and the isotopologue δ values calculated directly from
the calibrated isotopologue amounts, or
b. the isotopologue δ values are calculated from raw mea-
surements of the isotopologues and the calibration is
carried through on the δ-values.
These methods were referred to as “absolute” and “empiri-
cal” calibration respectively by Griffith et al. (2012), but to
avoid ambiguity we will refer to them here as (a) isotopo-
logue calibration and (b) ratio or δ-calibration. The correc-
tion and calibration method described above and used in this
work is the ratio calibration, (b). In principle, it is equally
valid to use (direct) isotopologue calibration. In this case, we
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correct the isotopologue amounts 16O12C16O, 16O13C16O
and 16O12C18O (step 2), calibrate them individually (step 3)
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(5)
with (12C18O16O/12C16O2)VPDB−CO2 = 0.0041767 (Allison
et al., 1995), which takes into account that CO2 contains two
oxygen atoms.
In principle, both methods should lead to the same re-
sults, but they are sensitive to errors in different ways (Grif-
fith et al., 2012). In practice, we find they differ by about
0.11± 0.03 ‰ for δ13C-CO2 and by 0.08± 0.15 ‰ for δ18O-
CO2 (mean ± standard deviation for a 2-month period in
2014). The discrepancy between both calibration methods is
most likely due to small inaccuracies in interspecies interfer-
ence corrections. The ratio calibration requires a large CO2-
interspecies interference correction over a large CO2 range
(see Fig. 2c). Only if the CO2 interspecies interference cor-
rection is well determined can we obtain a reliable δ18O-
CO2 value from the ratio method. For the independent iso-
topologue calibration, no explicit interspecies CO2 correc-
tion is required, but a very accurate determination of all CO2
isotopologue calibration equations is vital. The decision on
which method to use should thus be based on which correc-
tion can be performed with higher accuracy. In this work, we
have found for the Heidelberg spectrometer that the empirical
calibration method better fits the Heidelberg IRMS values.
2.3 Direct cylinder comparison to mass spectrometric
values
In order to check the FTIR calibration as well as the compat-
ibility of the FTIR and the Heidelberg IRMS Finnigan MAT
252, we analysed measurements of different test cylinders in
March and April 2014 on both instruments. The IRMS val-
ues are linked to the VPDB scale via three pure CO2 ref-
erence gases (RM8562, RM8563 and RM8564). The FTIR
reference cylinders were calibrated by the IRMS and thus
the FTIR and the IRMS are on the same scale. For all cylin-
der measurements with the IRMS, we filled cylinder air into
evacuated flasks from an intermediate transfer volume; we
then analysed these flasks by both techniques like regular
flask samples, since pressure regulator effects have often dis-
turbed the IRMS analyses. The precision of the IRMS is
about 0.02–0.03 ‰ for δ13C-CO2 and 0.05–0.1 ‰ for δ18O-
CO2 (standard deviation of repeated flask measurements).
Further, Wendeberg et al. (2013) have shown that the Hei-
delberg IRMS scale does not exhibit any significant scale
contraction errors or errors through cross contamination be-
tween sample and standard measurements in the IRMS. For
more details on the IRMS, see Neubert (1998). A two-sample
t test reveals that, at the 0.01 significance level, the means of
the FTIR and the IRMS measurements (Fig. 3d and h) for
δ13C-CO2 and for δ18O-CO2 do not differ significantly and
thus, are compatible.
3 Characterisation of δ18O-CO2 and δ13C-CO2
measurements with the Heidelberg FTIR
3.1 Allan deviation
We performed an Allan deviation repeatability test (Werle
et al., 1993; Werle et al., 2011) on the FTIR system over 6
days from 17 September 2011 to 23 September 2011, with
flowing sample supplied from a reference gas cylinder with a
δ13C-CO2 value of about −10.1 ‰ and a δ18O-CO2 value of
about −3.7 ‰. We used the Allan deviation as a measure for
the repeatability (following JCGM, 2008) as shown in Fig. 4.
Allan deviation is the standard deviation of the pairwise dif-
ferences between adjacent measurements averaged over dif-
ferent averaging periods. In the absence of drift and with only
white (random) noise, the Allan deviation will decrease with
the square root of the averaging time. We found that the Al-
lan deviations after 10 min were δ13C-CO2 =± 0.03 ‰ and
δ18O-CO2 =± 0.25 ‰ (Fig. 4a and b). After 30 min, the Al-
lan deviations decrease to δ13C-CO2 =± 0.02 ‰ and δ18O-
CO2 =± 0.15 ‰. From 2 hours to up to 1 day, the Allan
deviations stayed below about δ13C-CO2 =± 0.02 ‰ and
δ18O-CO2 =± 0.10 ‰. No significant increase in Allan de-
viation could be observed within 1 day, since drifts on this
time scale are small compared to the noise. Further, we can
confirm that the frequency of smoothed working standard
correction is adequate, since between daily working standard
gas measurements the system remains stable within 0.02 ‰
for δ13C-CO2 and 0.10 ‰ for δ18O-CO2. In Heidelberg, a
typical diurnal variation of δ18O-CO2 is of the order of 1 ‰
(see Sect. 4). Thus, the system is stable enough to resolve
diurnal ambient δ18O-CO2 variations (see Sect. 4).
3.2 Intermediate measurement precision
We monitored the intermediate measurement precision (fol-
lowing JCGM, 2008) by measuring standard gases every day
or week under reproducible conditions. The averaging time
for each cylinder measurement was 9 min. We used the stan-
dard deviation of the 9 min cylinder gas averages to estimate
the intermediate measurement precision of our instrumental
set-up. For δ13C-CO2 and δ18O-CO2, we found that the in-
termediate measurement precision was 0.04 ‰ and 0.27 ‰,
respectively for the period from December 2012 to Octo-
ber 2013 (see Fig. 5a and b). The Allan deviation at 9 min
is very close to the standard deviation of the daily working
cylinder measurements, which shows that for our system and
laboratory conditions the repeatability dominates the inter-
mediate measurement precision.
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Figure 4. Allan deviation of δ13C-CO2 (left) and δ18O-CO2 (right) measured over the course of 6 days in September 2011 with the FTIR.
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Figure 5. Repeated daily working gas measurements (9 min aver-
ages) depict an intermediate measurement precision of (a)±0.04 ‰
for δ13C-CO2 and of (b) ±0.27 ‰ for δ18O-CO2 (b) for the period
from December 2012 to October 2013. Red lines: mean values, grey
areas: standard deviation.
Note that in our calibration procedure we now use the daily
measured cylinder (working standard gas) in a final correc-
tion step (step 4) to account for sub-weekly variations of
the instrument response. Since we only recognised the need
to correct for this variability well after commencement of
the measurements, we do not yet have a long-term record
for a real surveillance cylinder. Therefore, Fig. 5 displays
the working standard measurements without any sub-weekly
smoothing applied, and thus gives an upper estimate of the
intermediate measurement precision of real measurements
where we apply step 4 of our calibration procedure in ad-
dition.
3.3 Compatibility of ambient air measurements
In the previous sections, we have evaluated the repeatabil-
ity, as well as the intermediate measurement precision of
the FTIR measurements. The results make us confident that
the FTIR spectrometer is of sufficient precision and stabil-
ity to resolve atmospheric signals, such as the diurnal varia-
tion of δ13C-CO2 and δ18O-CO2. Further, we have shown in
Sect. 2.3 that the FTIR cylinder gas measurements are com-
patible to those of the Heidelberg IRMS. In order to show that
not only the direct cylinder measurements, but also the am-
bient air measurements are compatible with the IRMS anal-
yses, we compared in situ ambient air samples, which we
measured with both instruments.
For this purpose, an automated flask sampler (Neubert et
al., 2004) collected dried (dew point −40 ◦C) ambient air
from the same intake line as the FTIR into 2.5 litre glass
flasks. Every flask was flushed with a flow rate of about 1.1
SLPM for 2 h and then pressurised to 2000 hPa absolute pres-
sure and closed. Then the automated flask sampler opened,
flushed and filled the next flask to 2000 hPa. Pressurising the
flasks took about 5 min. With this procedure, we were able to
capture a diurnal isotopic profile with a 2-hourly resolution
in the flasks, which could be analysed by mass spectrome-
try. We then compared these values to the continuous values
measured by the FTIR spectrometer; the results are shown in
Fig. 6. We used 9 min averaged values from the FTIR spec-
trometer to compare them to the flask results to account for
atmospheric variability and to minimise differences due to
lack of temporal synchronisation between the event sampler
and the FTIR, and to reduce the noise on the FTIR measure-
ment. We found that the mean residual and standard error
is 0.01± 0.02 ‰ for δ13C-CO2 and 0.08± 0.14 ‰ for δ18O-
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Figure 6. Diurnal cycle event sampled on the 3–4 March 2014 at the
Institut für Umweltphysik in Heidelberg. Red: GC concentration (in
case of CO2) or IRMS isotopologue value (in case of isotopologues)
of flasks samples; blue: 9 min averaged values from FTIR; black:
continuous 3 min values from the FTIR. (a) CO2 mole fraction;
(b) δ13C-CO2 value; (c) residual of 9 min average δ13C-CO2 FTIR
and IRMS measurement (FTIR - IRMS); (d) δ18O-CO2 value; (e)
residual of 9 min averaged δ18O-CO2 FTIR and IRMS measure-
ment (FTIR – IRMS). All error bars on the (blue) averaged FTIR
data are the standard deviation during the 9 min of averaging time.
The error bars on the (red) IRMS values show the typical inter-
mediate measurement precision of our IRMS measurements. The
residual (FTIR-IRMS) has an error bar, which combines the IRMS
uncertainty and the FTIR uncertainty and the variability of atmo-
spheric signal during the flask filling time.
CO2 (FTIR – IRMS). We tested the compatibility between
the FTIR and the IRMS ambient air measurements with a
two-sample t test and found that at the 0.01 significance
level, the means of the FTIR and the IRMS measurements
in ambient air do not differ from each other for δ13C-CO2
or for δ18O-CO2. Note, that the standard deviation of the
differences between the FTIR and the IRMS is 0.05 ‰ for
δ13C-CO2 and 0.42 ‰ for δ18O-CO2 and with that the stan-
dard deviation for δ18O-CO2 differences is higher than ex-
pected from the combined Allan deviation (0.25 ‰ for 9 min
averages) and the uncertainty of the IRMS measurement (ca.
0.05–0.1 ‰).
The slightly larger variability in δ18O-CO2 ambient air
comparison than in cylinder gas comparisons (Sect. 2.3) re-
flects the fact that there are more contributions to the differ-
ence between the FTIR and the IRMS flask measurement.
There are the storage effect of the flasks themselves, which
could be slightly wet and thus alter the δ18O value of the CO2
in the flask, or some other possible interference of the auto-
mated flask sampler (i.e. varying integration time due to flow
and pressure variations).
4 Example period of continuous trace gas and stable
isotopologue measurements in Heidelberg
In this section, we illustrate how we might potentially use a
highly resolved δ18O-CO2 record at a typical European mon-
itoring station, such as Heidelberg, in order to disentangle re-
gional scale carbon exchange processes. Note, however, that
for a quantitative evaluation, we would require explicit infor-
mation on local CO2 source signatures and on the exchang-
ing water reservoirs. We look here at two very different peri-
ods in which the FTIR measured δ18O-CO2 along with δ13C-
CO2, total CO2 and CO in Heidelberg (see Fig. 7).
In order to interpret the atmospheric δ18O-CO2 variation,
we must estimate the isotopic signature or discrimination
of the processes influencing the isotopic content. The Hei-
delberg catchment area is typical of many European urban
areas with the most important CO2 fluxes associated with
plant photosynthesis, leaf and soil respiration, as well as fos-
sil fuel burning. In the greater catchment area, discrimina-
tion during photosynthesis tends to enrich atmospheric CO2
with respect to 13C and 18O (Cuntz et al., 2003b). Typical
mean δ13C fractionation relative to the atmosphere during
photosynthesis is about – (2–8) ‰ for C4 plants and about
– (12–20) ‰ for C3 plants (Mook, 1994). As a first ap-
proximation, the 13CO2 / 12CO2 ratio captured during pho-
tosynthesis is released during respiration, which leads to an
overall depletion of the atmospheric 13CO2 / 12CO2 ratio. In
addition, 18O discrimination during respiration tends to de-
plete the atmosphere in its δ18O-CO2 value. Neubert (1998)
measured the isotopic composition of soil-respired CO2 in
the surroundings of Heidelberg and found values of δ18O-
CO2,VPDB ≈−10 ‰ with a tendency of slightly more de-
pleted values in winter (−15 ‰) than in summer (−5 ‰)
and δ13C-CO2,VPDB ≈−25 ‰. For the discrimination dur-
ing photosynthesis, typical mean values for the central Euro-
pean continent are between 0 and +20 ‰ for 18O (Farquhar
et al., 1993; Cuntz et al., 2003b). Further, the invasion flux
will influence the apparent soil respiration signature (Tans,
1998; Miller et al., 1999), but we cannot quantify the mag-
nitude of this effect for our catchment area without inten-
sive sampling and isotopic soil flux modelling. Therefore, we
only consider the invasion flux in a sense that a larger range
must be attributed to the signature of the apparent soil res-
piration flux when qualitatively discussing our atmospheric
δ18O-CO2 records here.
For the isotopic signature of fossil fuels, most stud-
ies assume a common δ18O fossil fuel signature of δ18O-
CO2,VPDB ≈−17 ‰, corresponding to the ambient oxy-
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Figure 7. Trace gas records in winter (left panel) and summer (right panel) in Heidelberg. (a) and (g) show the measured (dark blue)
and artificially constructed (light blue) δ13C-CO2 value, (b) and (h) the measured (red) and artificially constructed (burgundy) δ18O-CO2
value, (c) and (i) the measured CO value, (d) and (j) the measured CO2 value. Panels (e) and (k) give the difference between the mea-
sured and constructed δ13C-CO2 value with a mean isotopic source signature of δ13C-CO2,VPDB ≈−25 ‰ in the wintertime and δ13C-
CO2,VPDB ≈−27 ‰ in the summertime. Panels (f) and (l) give the difference between the measured and constructed δ18O-CO2 value with
a mean isotopic signature of δ18O-CO2,VPDB ≈−28 ‰ in the wintertime and δ18O-CO2,VPDB ≈−12 ‰ in the summertime. Grey vertical
bars indicate the “reference periods”, in which the isotopic source signature for artificially constructed δ13C-CO2 and δ18O-CO2 was deter-
mined from Keeling plots of about 20 individual atmospheric 3 min average measurements. The dashed vertical bar in the right panel shows
a period of high precipitation. Grey horizontal bars in (f) and (l) mark the 1σ -uncertainty of the isotope measurements.
gen isotopic signature, but incomplete combustion can lead
to a range of different isotopic signatures. The 18O sig-
nature of fossil fuel emissions varies from about δ18O-
CO2,VPDB ≈−11 to−40 ‰ (Schumacher et al., 2011). Traf-
fic exhausts tend to be less depleted in 18O relative to other
fossil fuel CO2 emissions (δ18O-CO2,VPDB ≈−15 ‰), fol-
lowed by natural gas burning (δ18O-CO2,VPDB ≈−28 ‰).
Combustion of coal, on the other hand, leads to a δ18O-
CO2 value of about −38 ‰ (Schumacher et al., 2011).
To our knowledge, the potential range of these values is
not well known. For δ13C, typical signatures are δ13C-
CO2,VPDB ≈−29 ‰ for traffic exhausts, −25 ‰ for coal
combustion and −39 ‰ for natural gas emissions (Widory
and Javoy, 2003; Kaul, 2007). With these examples of
isotopic signatures, we can now look at our atmospheric
CO2 records that show values of δ13C-CO2 between δ13C-
CO2,VPDB ≈−8 and −12 ‰, while δ18O-CO2 varies be-
tween δ18O-CO2,VPDB ≈−2 to −4 ‰ in winter and 0 to
−2 ‰ in summer (Fig. 7).
Since all CO2 sources with a negative isotopic signature
relative to atmospheric CO2 lead to δ13C-CO2 or δ18O-
CO2 depletion, a differentiation between different deplet-
ing sources is difficult. Therefore we used the following
approach: We first constructed an artificial δ13C-CO2 and
δ18O-CO2 record using the slope (aref) and offset (bref) of
so-called “Keeling plots” (Keeling, 1958), determined from
measured atmospheric δ- and CO2 concentration values in an
exemplary and short nighttime reference period (grey bars in
Fig. 7) according to:
δmeas = aref · 1CO2 + bref (6)
Note that in the nighttime reference periods, for which the
reference slope and offsets were calculated, we can neglect
photosynthetic sinks. Therefore, we can interpret the δ13C
source signature of the reference period as the flux-weighted
average of all sources (Miller and Tans, 2003). We then ap-
plied the parameters (aref and bref) from the reference period
to the entire CO2 record to calculate artificially constructed
δ13Cconstr and δ18Oconstr values:
δconstr(t) = aref · 1CO2(t) + bref, (7)
Fig. 7a, b, g and h show the constructed δ13C-CO2 and δ18O-
CO2 records in burgundy and light blue. During the ref-
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erence period in which the Keeling plot slopes and offsets
were derived, the Keeling plot had a high correlation coeffi-
cient (r2 > 0.85) and showed an isotopic 13C and 18O source
signature that was typical for the respective season (source
δ13C-CO2 ≈−25 ‰ in the winter and−27 ‰ in the summer
period, δ18O-CO2 ≈−28 ‰ in the winter and −12 ‰ in the
summer period). To identify influences from enriching or de-
pleting sources and sinks relative to those in the reference
period, we then calculated the difference between the mea-
sured and the artificially constructed (Eq. 6) δ13C-CO2 and
δ18O-CO2 record (Fig. 7e, k, f and l):
1δ(t) = δmeas(t)− δconstr(t). (8)
Negative 1δ values occur in periods when the apparent
sources are more depleted than in the reference period and
positive values occur when apparent sources are more en-
riched than in the reference period. During photosynthetic
CO2 uptake, the equilibration of back-diffusing CO2 with
enriched leaf water leads to an enrichment of atmospheric
δ18O-CO2 and thus to positive 1δ18O values. We now have
a tool that allows differentiation between more and less de-
pleted fluxes relative to the reference period.
In the wintertime, relative fossil fuel contributions in the
Heidelberg catchment area are higher than in the summer-
time (Levin et al., 2003). Fossil fuel CO2 emissions lead
to high concentration of CO2 (Fig. 7d) and deplete atmo-
spheric CO2 in its heavy isotopes 13C and 18O (original mea-
surements: dark blue and red in Fig. 7a, b). During incom-
plete combustion of fossil fuels, CO (Fig. 7c) is often emit-
ted as well. A typical example of a pollution event is shown
in Fig. 7 (left panel) on 21 December 2012. The difference
between the measured and artificially constructed δ13C-CO2
(Fig. 7e) decreases rapidly on 21 December. Environmen-
tal parameters such as relative humidity, global radiation and
temperature (not shown here) remain constant during the
event, but low wind speed leads to an atmospheric inversion
and, accompanied with a slight change of wind direction, to a
more local source (mix), which is more depleted in 13C than
during the reference period (δ13Cref =−25 ‰). The strong
influence of a more 13C depleted source mix points towards
a high contribution from fossil fuel sources, including do-
mestic heating (natural gas). At the same time, the isotopic
signature of δ18O-CO2 is very close to the isotopic signature
during the reference period (−28 ‰) and increases during the
pollution event. The different behaviour of δ13C and δ18O in
CO2 points towards a larger influence from traffic or natural
gas combustion, as both sources are slightly more enriched in
18O, but less enriched in 13C with respect to coal-fired com-
bustion (Schumacher et al., 2011). One can see that the fact
that different fossil fuel types influence both stable isotopes
13C and 18O in CO2 in a different way can potentially be used
to differentiate between different emission groups in situa-
tions when biogenic fluxes are low (i.e. in winter). However,
for a quantitative analysis we must know the exact isotopic
signatures of all fluxes in the area of influences.
In the summertime, we expect biosphere fluxes to be much
larger than during winter and at the same time fossil fuel (es-
pecially residential heating) emissions to be smaller than in
winter. In fact, we do not find large deviations in δ13CO2
from those determined in the reference period (−27 ‰),
pointing towards a relatively constant mixture of biogenic
and fossil fuel emissions. On the other hand, the measured
δ18O-CO2 decreased rapidly on 3 July, compared to the ref-
erence period with a source isotopic signature of ≈−12 ‰.
This decrease is not accompanied by changes of any other
tracer, such as CO, δ13CO2 or CO2, and also not by drastic
changes of environmental parameters such as relative humid-
ity, temperature or wind speed (not shown here). A possible
explanation for the decrease is a change in the hydrologi-
cal conditions. After 4 dry days, a sudden heavy rain oc-
curred in Heidelberg on 3 July (see dashed bar in Fig. 7, right
panel). The rainfall replenished the water reservoirs with an
18O-depleted signature (Daansgard et al., 1964) and equili-
bration between the soil and leaf water reservoirs and CO2
most probably caused the atmospheric δ18O-CO2 to become
depleted relative to the reference period. This example illus-
trates the close coupling between δ18O in the water and car-
bon cycle. It is thus crucial to study also the hydrological
conditions, such as precipitation and its isotopic signature, in




The main scope of this work was to ascertain whether the
FTIR analyser is capable of measuring δ18O-CO2 in the at-
mosphere and if so, to assess how well it performs. We have
seen that the FTIR succeeds in measuring atmospheric δ18O-
CO2 with a high repeatability (Allan deviation after 1 day:
0.1 ‰) and good intermediate measurement precision (δ18O-
CO2 = 0.27 ‰ for daily repeated working standard gas mea-
surements on 9 min averages over 10 months). We were also
able to confirm a good compatibility to the IRMS. Some opti-
misation, concerning the calibration, the fitted spectral win-
dows and the theoretical spectrum modelling could lead to
improved results. However, the current performance of the
spectrometer suffices to quantify typical diurnal and synoptic
variations at an urban site, which is an important step towards
quantification of gross biospheric fluxes using FTIR-based
δ18O-CO2 measurements.
5.2 Quantitative interpretation of continuous
δ13C-CO2 and δ18O-CO2 record
We further investigated which insight may be gained from
continuous isotopologue records at an urban site. For δ13C,
the different carbon sources and sinks are relatively well un-
derstood, but for δ18O, high temporal variability of the res-
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piratory and photosynthetic fluxes (due to a strong variation
of environmental parameters such as precipitation, tempera-
ture and humidity) makes it difficult to separate the different
CO2 fluxes. For our qualitative study, we could use observa-
tions from Neubert (1998) in the catchment area of Heidel-
berg, as well as globally resolved model data for assimilation
isofluxes from Cuntz et al. (2003b). However, for a quanti-
tative apportionment of the CO2 fluxes at a high temporal
resolution, sampling of the isotopic content of precipitation,
soil respiration and foliage gas exchange in the catchment
area will be necessary with similarly high temporal resolu-
tion (Stern et al., 1999; Langendörfer et al., 2002). Further,
isotope soil-atmosphere flux models are required to quantify
the effect of this process at the measurement site. All of these
unknowns largely limit current applicability of our new con-
tinuous isotope measurements. Future sophisticated regional
models of the water and the carbon cycle may, however, be
able to fully exploit the wealth of new information now avail-
able.
6 Summary and conclusion
The analysis of δ18O in CO2 using FTIR spectroscopy is
novel. We evaluated the measurements of 18O in CO2 us-
ing the FTIR with respect to repeatability, intermediate mea-
surement precision and compatibility. The Allan deviation
test showed that the instrument measures δ18O-CO2 with
good stability over the course of a day (the frequency of the
working standard measurement) to within 0.1 ‰. Averages
of 9 min show a standard deviation of about 0.25 ‰, which
is in agreement with the intermediate measurement precision
based on daily working standard gas measurements.
Evaluation of diurnal ambient air variations is therefore
possible using, for example, 30 min averages. The high tem-
poral resolution of the FTIR measurement is a major advan-
tage over the IRMS analyses. Even though the FTIR preci-
sion does not reach the WMO inter-laboratory compatibility
targets (WMO, 2012), a number of interesting scientific ap-
plications seem possible using FTIR spectroscopy. In partic-
ular, investigation of the processes that govern the δ18O-CO2
variability of atmospheric CO2 on the regional scale seem
very promising if comprehensive knowledge on the isotopic
signature of different CO2 sources and sinks, as well as of
the influencing water reservoirs, is available.
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Abstract. We investigate different methods for estimating
anthropogenic CO2 using modeled continuous atmospheric
concentrations of CO2 alone, as well as CO2 in combination
with the surrogate tracers CO, δ13C(CO2) and 114C(CO2).
These methods are applied at three hypothetical stations rep-
resenting rural, urban and polluted conditions. We find that,
independent of the tracer used, an observation-based estimate
of continuous anthropogenic CO2 is not yet feasible at ru-
ral measurement sites due to the low signal-to-noise ratio
of anthropogenic CO2 estimates at such settings. The trac-
ers δ13C(CO2) and CO provide an accurate possibility to
determine anthropogenic CO2 continuously, only if all CO2
sources in the catchment area are well characterized or cali-
brated with respect to their isotopic signature and CO to an-
thropogenic CO2 ratio. We test different calibration strategies
for the mean isotopic signature and CO to CO2 ratio using
precise 114C(CO2) measurements on monthly integrated as
well as on grab samples. For δ13C(CO2), a calibration with
annually averaged 14C(CO2) grab samples is most promis-
ing, since integrated sampling introduces large biases into an-
thropogenic CO2 estimates. For CO, these biases are smaller.
The precision of continuous anthropogenic CO2 determina-
tion using δ13C(CO2) depends on measurement precision of
δ13C(CO2) and CO2, while the CO method is mainly limited
by the variation in natural CO sources and sinks. At present,
continuous anthropogenic CO2 could be determined using
the tracers δ13C(CO2) and/or CO with a precision of about
30 %, a mean bias of about 10 % and without significant
diurnal discrepancies. Hypothetical future measurements of
continuous 114C(CO2) with a precision of 5 ‰ are promis-
ing for anthropogenic CO2 determination (precision ca. 10–
20 %) but are not yet available. The investigated tracer-based
approaches open the door to improving, validating and re-
ducing biases of highly resolved emission inventories using
atmospheric observation and regional modeling.
1 Introduction
Earth’s carbon budget is strongly influenced by anthro-
pogenic CO2 emissions into the atmosphere (Keeling et al.,
1996; Le Quéré et al., 2015). In order to support studies
of the carbon cycle and to determine net and gross carbon
fluxes quantitatively, various measurement sites monitor the
atmospheric CO2 mole fraction worldwide. In top-down ap-
proaches and in conjunction with atmospheric transport mod-
els, these CO2 measurements are used to infer total CO2
emissions (Bousquet et al., 2000; Gurney et al., 2002; Peylin
et al., 2013), but a differentiation into biogenic, oceanic and
anthropogenic CO2 sources and sinks is not feasible with
CO2 concentration measurements alone. Inverse model stud-
ies commonly utilize anthropogenic CO2 emission invento-
ries to estimate anthropogenic CO2 and are then able to sepa-
rate anthropogenic from biogenic or oceanic carbon sink and
source influences. However, currently available emission in-
ventories exhibit large discrepancies between each other of
about 10–40 % at the country level (Peylin et al., 2011), and
increase further with decreasing spatial scale (Gurney et al.,
2005). These discrepancies suggest that biases may be on the
order of about 70–100 % for highly resolved (0.1◦× 0.1◦)
data sets and uncertainties (1σ) of emission inventories may
be between 30 and 150 % (Wang et al., 2013). In order to
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better study and quantify the biospheric carbon fluxes, their
underlying processes and potential feedbacks, it is desirable
to reduce the current uncertainties as well as biases of emis-
sion inventories. Validation and improvement of emission in-
ventories requires accurate and precise anthropogenic CO2
estimates (as well as accurate and precise transport models)
on all relevant timescales ranging from hours to years. We
hereafter refer to anthropogenic CO2 as fuel CO2 and in-
clude non-combustion emissions such as emissions from ce-
ment industry or non-energy use of fuels as well as agricul-
tural waste burning. Fossil fuel CO2 excludes all contribu-
tions from biofuel emissions or from agricultural waste burn-
ing. We define biofuel CO2 as non-fossil fuel CO2 released
during combustion, including solid (e.g., wood, waste, char-
coal, municipal renewable waste, bagasse, vegetal waste and
dung), liquid (e.g., biodiesel, bio gasoline and black liquor)
and gaseous (from compost or cattle farm) biomaterial. It
does not include large-scale biomass burning. For some pur-
poses, e.g., when validating fossil fuel emission reductions,
it may actually be advantageous to estimate only the fossil
fuel CO2 contribution, which is the fuel CO2 contribution
without biofuel CO2. However, when solving for biospheric
fluxes, the biofuel CO2 is important as well, since it equally
contributes to the instantaneously measured CO2 concentra-
tion and needs to be separated from the biospheric flux. In
the following, we seek to constrain the fuel CO2 (fossil fuel
CO2 plus biofuel CO2).
14C measurements are commonly used as surrogate to dif-
ferentiate between biogenic and fossil fuel CO2 contribu-
tions in the atmosphere, since fossil fuels do not contain any
14C, in contrast to biogenic sources (Levin et al., 2003). The
14C /C isotope ratio in CO2 is expressed on the 114C(CO2)
scale, which denotes the deviation of the 14C /C ratio in
CO2 from a standard material in per mill (Stuiver and Po-
lach, 1977). We use the depletion of 114C(CO2) at a pol-
luted measurement site relative to114C(CO2) in clean back-
ground air to derive quantitative information on the contri-
bution of fossil fuel CO2 to total measured CO2 mole frac-
tion at the polluted site. Radiocarbon (14C) is thus used as
quantitative tracer for fossil fuel contributions (e.g., Levin et
al., 2003; Levin and Karstens, 2007; Turnbull et al., 2006,
2015; Newman et al., 2015). However, there are a num-
ber of problems when using 14C(CO2) as a tracer for an-
thropogenic emissions. First, precise 114C(CO2) measure-
ments from conventional counting or accelerator mass spec-
trometry (AMS; see list of all abbreviations in Appendix
D) (better than 2 ‰) are time and cost intensive, thus cur-
rently prohibiting the coverage of large periods and large area
of such measurements. Attempts have been made to sam-
ple 14C(CO2) with a higher measurement frequency using
gas chromatography (GC) coupled to continuous-flow AMS
(McIntyre et al., 2013), but the technique is not applica-
ble to atmospheric 14C samples so far and the precision in
114C(CO2) is lower than for AMS or conventional count-
ing. This results in less precise fossil fuel CO2 estimates.
These studies indicate, however, that the measurement pre-
cision using GC and continuous-flow AMS may reach 5 ‰
in future. The benefit of such hypothetical quasi-continuous
but reduced precision fossil fuel CO2 estimates is assessed
for the first time in this work in order to check whether these
measurements would provide beneficial constraints for deter-
mining CO2 continuously.
Second, a complication of applying 114C(CO2) mea-
surements for fossil fuel CO2 estimation is that nuclear
power plants as well as nuclear fuel reprocessing plants emit
14C(CO2) and can bias regional114C(CO2)-based estimates
of fossil fuel contributions if not taken into account (Levin
et al., 2003; Graven and Gruber, 2011; Vogel et al., 2013b).
Moreover, biofuel CO2 contributions cannot be monitored
with 114C(CO2) measurements, since they have a similar
114C(CO2) signature as the biosphere or may even be ele-
vated in 14C due to the bomb radiocarbon 14C(CO2) stored
in wood material. This could become especially problematic,
since the use of biofuels is expected to play an increasingly
important role for the energy supply in the near future (Coyle,
2007). With these shortcomings of114C(CO2) as a tracer for
anthropogenic CO2 recognized, it is worth considering other
tracers for the estimation of fuel CO2 contributions.
Turnbull et al. (2015) showed that for an urban study area
in the middle of the North American continent, the local CO2
offset relative to clean air, 1CO2, can be used as a tracer for
fuel CO2 contributions if all other CO2 sources and sinks,
such as from the living biosphere, are negligible. This may
be the case for wintertime periods in urban areas when us-
ing a background station upwind and close to the urban area.
However, we do not expect 1CO2 to be a quantitative tracer
when biospheric fluxes occur within the study area. This is
normally the case in spring, summer and autumn.
Since CO is often co-emitted during (incomplete) combus-
tion and since CO can be measured continuously, the CO off-
set relative to clean air, 1CO, is frequently used as a tracer
for fuel CO2 (Meijer et al., 1996; Gamnitzer et al., 2006;
Rivier et al., 2006; Turnbull et al., 2006, 2011; Levin and
Karstens, 2007; Vogel et al., 2010; Newman et al., 2013).
If the mean ratio of the CO offset (1x) relative to the fuel
CO2 offset (1yF), i.e., 1x/1yF ≡ RF, is known and rela-
tively constant within 1 month, it is principally possible to
derive a continuous1yF estimate from1x measurements by
dividing1x by monthly meanRF. The overbar is used to em-
phasize that we use one averaged value forRF, even though it
actually varies with the relative fraction of the different emis-
sion groups in a varying catchment area of the measurement
site. CO is also produced during oxidation of methane and
hydrocarbons, particularly during summer (Granier et al.,
2000). The main sinks of CO are photooxidation and reaction
with OH (Parrish et al., 1993) as well as soil uptake (Inman
et al., 1971), leading to a rather short atmospheric lifetime
of CO of several weeks in summer (Prather et al., 2001).
Natural CO sinks and sources vary on timescales of hours
to seasons. Further, relative contributions of different fuel
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CO2 sectors (e.g., energy production, road traffic, residen-
tial heating, industrial emissions) with different emission ra-
tios (1CO /1CO2)may vary on short timescales of hours to
longer timescales of years if, for example, combustion tech-
nologies, processes and procedures change in the long term.
Therefore, the mean RF (=1x/1yF) is a function of space
and time and might need to be calibrated using, for exam-
ple, 114C(CO2) measurements (Levin and Karstens, 2007).
If RF does not vary significantly within the timescale of the
calibration, continuous 1yF can be estimated. However, if
RF varies strongly on timescales of smaller than the calibra-
tion interval, further corrections (e.g., diurnal or seasonal)
may be necessary (Vogel et al., 2010). These corrections are
only reliable if RF variations are systematic. Since this is not
always the case, additional or other continuous tracers may
need to be considered to improve fuel CO2 estimates.
One of these tracers may be δ13C(CO2), since fuel emis-
sions tend to be more depleted in 13CO2 than fluxes from the
biosphere. Zondervan and Meijer (1996), Pataki et al. (2006)
and Djuricin et al. (2010) attempted to estimate fuel CO2
emissions in specific case studies using mass spectromet-
ric measurements of δ13C(CO2), in addition to 114C(CO2)
measurements. Recently, new optical instrumentation allows
for δ13C(CO2) to be measured continuously (e.g., Esler et
al., 2000; Tuzson et al., 2011; Hammer et al., 2013; Vogel et
al., 2013a), thus opening the door for δ13C(CO2) as a con-
tinuous tracer for fuel CO2 contributions. In order to use
δ13C(CO2)measurements at an urban site, the mean isotopic
signature of the sources (and sinks) in the catchment area
of the site, δF, must be known (Newman et al., 2015) and
relatively constant and potentially require calibration (as dis-
cussed for CO). Further, the signature of fuel CO2 emissions
must be significantly different from biospheric CO2 emis-
sions in order to differentiate properly between them.
In many settings, we will exhibit neither a constant ra-
tio RF nor a constant fuel source signature δF. This will
especially be the case if multiple sources (i) with differ-
ent emission ratios RF,i and from different fuel δ13C(CO2)
source signatures δF,i are located in the catchment area of
the measurement site. In these cases, it may be advanta-
geous to divide the fuel emissions into (two) different groups.
CO will only be an adequate tracer for a certain emission
group if this group has a significantly different ratio RF
(=1x/1yF) than any other emission group. By analogy,
δ13C(CO2) will only be a good tracer for a certain emis-
sion group if the group’s emissions are significantly more
depleted or enriched with respect to the other groups. If we
divide all fuel CO2 contributions into two emission groups,
of which one is well constrained by CO and the other by
δ13C(CO2), we may then join both tracers to determine the
total fuel CO2 contributions. In several published studies,
the CO mole fraction has been used as a tracer for traf-
fic emissions only (e.g., Schmidt et al., 2014), since these
often exhibit high 1CO /1CO2 ratios. However, in some
regions, emission inventories (e.g., Landesamt für Umwelt,
Messungen und Naturschutz Baden-Württemberg, available
at http://www.ekat.baden-wuerttemberg.de/) show that the
emission ratio Rtr (= (1x/1y)tr) has been decreasing dur-
ing the last decade, degrading CO as a tracer for traffic con-
tributions. At the same time, diesel/gasoline for vehicles is
blended with an increasing amount of biodiesel/biogasoline
(on the order of 5 % for OECD countries; IEA, 2014). More
in general, emission inventories show that (the sum of solid,
liquid and gaseous) biofuel CO2 emissions in OECD coun-
tries have increased (IEA, 2014) and that the mean emis-
sion ratio of biofuel emissions Rbf (= (1x/1y)bf) is very
high (EDGARv4.3 emission inventory; EC-JRC/PBL, 2015),
qualifying CO as a tracer for biofuel contributions. How-
ever, the emission ratio varies depending on the combustion
type. Later we examine separately whether these two emis-
sion groups, traffic and biofuel emissions, could possibly be
traced with CO.
In the present study, we investigate how continuous CO2,
CO, δ13C(CO2) and 114C(CO2) measurements as well as
the combination of these tracers could be used to estimate
continuous fuel CO2. In order to validate how precisely and
accurately we may be able to determine fuel CO2 using con-
tinuous (hourly) CO2, CO, δ13C(CO2) and 114C(CO2) as
tracers, we use a modeled data set, in which, contrary to
measured data sets, CO2 contributions from all source cat-
egories, i.e., the biosphere, from fossil fuel and from bio-
fuel burning are traced separately. Using the modeled mole
fractions and isotope records of CO2, CO, δ13C(CO2) and
114C(CO2), we estimate the total fuel CO2 offset using these
tracers. We then discuss advantages and disadvantages of
the different tracers. Using a modeled data set has the addi-
tional advantage that isotopic signatures, emission ratios of
different emission sectors etc. can be varied in order to also
investigate the sensitivity of these source characteristics on
the fuel CO2 estimate. This enables us to judge how accu-
rately the sources in the catchment of the measurement site
need to be characterized for a certain required accuracy of
fuel CO2, and if a calibration, using, for example, precise
114C(CO2)measurements, is advantageous. In the course of
this, we also compare different possible sampling strategies
for calibration. We further assess which measurement preci-
sion is needed to achieve continuous fuel CO2 estimates with
sufficient precision. Additionally, we investigate the diurnal
cycle of the tracer-based continuous fuel CO2 estimates and
compare them to the modeled reference fuel CO2 in order to
determine whether we can reproduce the diurnal cycle cor-
rectly and hence whether we would introduce significant bi-
ases when using, for example, only afternoon values of fuel
CO2 in inverse models.
We discuss the model results for three typical European
sites, which differ in their annual mean fuel CO2 offset. We
define three pollution regimes, which we call “rural”, “ur-
ban” and “polluted”. Rural sites have mean fuel CO2 off-
sets of 0–5 µmol mol−1. We here use the (hypothetical) sta-
tion Gartow (53◦0′ N, 11◦3′ E) as an example with an annual
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mean fuel CO2 offset of 3 µmol mol−1. Gartow is located in
northern Germany about 160 km northwest of Berlin. Urban
sites span a range from 5 to 20 µmol mol−1. We use Hei-
delberg (49◦3′ N, 8◦4′ E) as an example, which is a typical
urban measurement site with large fuel CO2 emissions but
also similarly high biogenic sources and sinks in the catch-
ment, which are also active during relatively mild winters.
The mean modeled fuel CO2 offset in Heidelberg is about
16 µmol mol−1 (24 h). Polluted sites exhibit annual mean fuel
CO2 offsets larger than 20 µmol mol−1. A station in the out-
skirts of Berlin (52◦5′ N, 13◦6′ E) is used as an example site
with modeled mean fuel CO2 offset of 25 µmol mol−1. For
all sites, we looked at the same height above ground level
(30 m a.g.l). Note that this classification relates only to the
mean annual offset and not to single pollution events. We as-
sess whether an estimation of continuous fuel CO2 is pos-
sible at all sites and what may be the best tracer. Finally,
we give an outlook on how to apply this model study to a
real measured data set. Our investigation aims at providing
the basis for the decision of whether it is worthwhile con-
ducting continuous measurements of CO2, CO, δ13C(CO2)
and 114C(CO2) at a particular measurement station in order
to quantitatively and precisely estimate continuous fuel CO2
within a measurement network.
2 The modeling framework
For the study’s purpose of theoretically assessing precision
and accuracy of different tracer configurations for fuel CO2
estimation, it is only of secondary importance that mod-
eled time series be correct, but it is mainly important that
the model provides a reasonably realistic data set. In this
study, we simulate mole fractions and isotopic records for
the Heidelberg site (urban; see Levin et al., 2003) and for
two hypothetical stations Gartow (rural) and Berlin (pol-
luted) for the year 2012. All three stations may potentially
be part of the German ICOS atmospheric network (see http:
//www.icos-infrastructure.eu/).
We used the Stochastic Time-Inverted Lagrangian Trans-
port (STILT) model (Lin et al., 2003) as well as preset source
and sink distributions (see below). To simulate the atmo-
spheric transport we used meteorological fields from the Eu-
ropean Centre for Medium-Range Weather Forecast with 3-
hourly temporal resolution and 25 km× 25 km spatial reso-
lution (Trusilova et al., 2010). Details of the STILT model
are given in Lin et al. (2003) and in Gerbig et al. (2003);
here we only provide a few relevant details. By emitting 100
particles (representing the observed air parcel) at the mea-
surement location and inverting the meteorological fields in
time, it is possible to follow the particles’ trajectories back-
ward in time using mean wind and a parameterization for the
turbulent motion. For each of the trajectories, the sensitiv-
ity to emission fluxes is derived based on the residence time
within the lower half of the mixed layer during each advec-
tion time step (typically 0.25 to 1 h). The sensitivity of the
observed tracer mole fraction to upstream emissions was de-
rived by combining the sensitivities of each trajectory on a
common horizontal grid (here 1/12◦ latitude × 1/8◦ longi-
tude, corresponding to about 10 km× 10 km). To reduce im-
pact from undersampling of upstream areas at times when
particles are distributed over extensive areas with large gaps
between neighboring particles, the effective horizontal size
of the grid cells is increased dynamically with increasing
separation of the particles (Gerbig et al., 2003). This allows
efficient simulations with a relatively small ensemble size.
The sensitivity of the mole fraction at the measurement site
to emissions located upstream is typically called the foot-
print. The particles are traced back in time until they leave the
model domain, which extends from 16◦W to 36◦ E and from
32 to 74◦ N. Initial/lateral CO2 tracer boundary conditions
for CO2 tracer far-field mole fractions are taken from ana-
lyzed CO2 fields, generated by the global atmospheric tracer
transport model, TM3 (Heimann and Körner, 2003), based on
optimized fluxes (Rödenbeck, 2005) transported at a spatial
resolution of 4◦ × 5◦ with 19 vertical levels and a tempo-
ral resolution of 6 h (s96 v3.6, http://www.bgc-jena.mpg.de/
~christian.roedenbeck/download-CO2-3D/). The footprint is
multiplied by the biospheric and anthropogenic surface emis-
sions to estimate the mole fraction change at the measure-
ment site.
For the biospheric CO2 fluxes, we use the vegetation pho-
tosynthesis and respiration model (VPRM; Mahadevan et al.,
2008). The Net Ecosystem Exchange is calculated for dif-
ferent biome types based on SYNMAP (Jung et al., 2006)
using land surface water index and enhanced vegetation in-
dex from MODIS (http://modis.gsfc.nasa.gov/) satellite data,
as well as air temperature and shortwave radiation from
ECMWF. VPRM results are computed at 1/12◦×1/8◦ reso-
lution with hourly resolution. We neglect biospheric CO and
CH4 fluxes in the model. CO destruction by OH and CO pro-
duction via CH4 oxidation is taken into account (Gerbig et
al., 2003). However, CO production via non-methane hydro-
carbon (NMHC) oxidation and CO uptake by soils (Conrad,
1996) are not included in the model. When using CO as a
tracer for fuel CO2, neglecting natural CO sources and sinks
may be problematic since natural sources would lead to an
overestimation and natural sinks to an underestimation of
fuel CO2. We will discuss this in more detail in Sects. 3.3.2
and 3.4.
Anthropogenic emissions of CO2, CO and CH4 are
from a preliminary version of the EDGARv4.3 emission
inventory (EC-JRC/PBL, 2015) which was also used for
the UNEP Emissions Gap Report (Rogelj et al., 2014)
for the base year 2010 and has a spatial resolution of
0.1◦× 0.1◦. The emissions are further separated following
IPCC emission categories, which are again separated into
fuel types (i.e., hard coal, brown coal, oil, natural gas,
derived gas, biofuels etc.). To extrapolate the emissions to
the year 2012 specifically we follow the approach taken
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in the COFFEE data set (CO2 release and Oxygen uptake
from Fossil Fuel Emission Estimate) (Steinbach et al.,
2011) and use specific temporal factors (seasonal, weekly
and daily cycles) (Denier van der Gon et al., 2011) for
different emission categories, and apply country and fuel
type specific year-to-year changes at national level taken
from the BP statistical review of World Energy 2014 (avail-
able at http://www.bp.com/en/global/corporate/about-bp/
energy-economics/statistical-review-of-world-energy.html).
The STILT model calculates the total trace gas mole frac-
tion of CO2 (ytot) at the measurement site as the sum of a
background mole fraction ybg, contributions from the bio-
sphere ybio, from different fossil fuel types yff,i and different
biofuel types ybf,j :







The last two terms of Eq. (1) form the total fuel CO2 (yF).
We can associate a total isotopic δ13C(CO2) (δtot) record to
the total CO2 record following Mook (2001):







The isotopic signatures attributed to the different emission
types, e.g., δff,i and δbio, are listed in Table 1. Note that we do
not implement a diurnal cycle into the biospheric signature.
The total CO mole fraction (xtot) can be balanced in anal-
ogy to CO2, but we neglect biospheric CO contributions as


















The emission ratios Rff,i (= (1x/1y)ff,i) depend on the
emission category as well as fuel type and are determined by
the emission characteristics (implied emission factors) given
in EDGARv4.3. The footprint-weighted mean ratios, e.g.,
RF, are listed in Table A1 for Heidelberg. For the background
values 114Cbg, ybg, δbg and x′bg, we use those mole fractions
where CH4 mole fraction reaches a minimum value within 2
days. This is mainly the case in the afternoon, when vertical
mixing is strongest (for more details on the choice of back-
ground, see Appendix A2). Note that the CO background x′bg
is denoted with a prime, since it has been corrected for chem-
ical reactions with OH (sink) and for production from oxida-
tion of CH4 by applying a first-order chemical reaction on
hourly OH and CH4 fields. The contributions of fossil fuel
and biofuel CO are, however, not corrected for these chem-
ical reactions in the model, since the CO which is released
in the footprint area of the measurement site typically trav-
els only a fraction of its actual lifetime until arriving at the
measurement site.
Table 1. δ13C(CO2) source signature of fuel types and biosphere as
used in the model. The isotopic signature of the biosphere follows
the findings of Ballantyne et al. (2011) for Europe. The assigned
isotopic fuel values were chosen from mean measured isotopic sig-
natures in Heidelberg (Kaul, 2007, and unpublished data) or, if not
available, are similar to isotopic δ13C(CO2) values reported in An-
dres et al. (1994) or (for biogas) Widory et al. (2012).
































































with 114Cbio, 114Cbf,j and 114Cff,i listed in Table A1 and
CO2 mole fractions taken from model results. As all fossil
fuel CO2 sources are devoid of 14C(CO2), fuel CO2 contribu-
tions are separated into fossil fuel and biofuel contributions.
In the following, we use six different tracers or tracer com-
binations to derive continuous fuel CO2: (a) CO2-only, (b)
CO, (c) CO as a tracer for traffic and δ13C as a tracer for all
fuel CO2 except that of traffic, (d) CO as a tracer for bio-
fuel CO2 and δ13C(CO2) as a tracer for fossil fuel CO2, (e)
δ13C(CO2) and (f) 114C(CO2). The six tracer combinations
were qualitatively motivated and described in the Introduc-
tion and the equations are derived in Appendix A1 and are
summarized in Table 2. They are briefly specified here with
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Table 2. Tracer or tracer combinations, required parameters and formula for estimation of targeted fuel CO2 concentration. In cases (c) and
(d) we further divide fuel CO2 into traffic CO2 and non-traffic CO2, or fossil fuel CO2 and biofuel CO2, respectively. In case (f) we can only
estimate fossil fuel CO2 with 114C(CO2)and therefore lack biofuel CO2 for a comprehensive fuel CO2 estimate.
Case Required
parameters
Formula (for derivation see Appendix A1)
(a) CO2 yF =1y


















(e) δ13C-CO2 δF yF = ytotδtot−ybgδbg−(ytot−ybg)δbioδF−δbio ytot
(f) 114C-CO2 114Cbf,
114Cbio





their underlying assumptions. When using CO2 as a tracer
for anthropogenic CO2 (case a in Table 2), we assume that
all CO2 stems from anthropogenic sources and no biospheric
sources or sinks exist in the catchment area. In the CO-based
method (case b in Table 2), we use CO as a tracer for anthro-
pogenic CO2 as CO is co-emitted during incomplete com-
bustion. We assume to know the monthly mean ratio of fuel
CO2 to CO. In the δ13C(CO2) approach (case e in Table 2),
we use the isotopic depletion of fuel CO2 relative to bio-
spheric CO2 and assume to know the mean isotopic signature
of fuel and biospheric CO2. The114C(CO2)-based approach
(case f in Table 2) makes use of the fact that fossil fuel CO2
contains no 14C(CO2), in contrast to biospheric (and biofuel)
114C(CO2). Both need to be known for calculation. We also
investigate the combination of CO and δ13C(CO2), with CO
as a tracer for (1) traffic CO2 (case c in Table 2) and (2) bio-
fuel CO2 and δ13C(CO2) for the respective remaining fuel
CO2 (case d in Table 2). This separation was made since
in Europe traffic and biofuel emissions both show a rather
large ratio of CO /CO2 compared to emissions from other
sectors, which makes CO a suitable tracer for these sectors.
When separating between traffic and non-traffic fuel CO2, we
need to know the monthly mean values for Rtr, mtr, δtr and
δF-tr. This holds equally true for separation between fossil
fuel and biofuel CO2. The different targeted emission groups
(fuel CO2, fossil fuel CO2, fuel CO2 without traffic, traffic
CO2, biofuel CO2 and biospheric CO2) are also listed and
characterized in Table A1.
3 Results
We investigated how well the different tracer combinations
perform at a typical urban, rural and polluted measurement
site. First, we will discuss the upper limit of precision and
accuracy of fuel CO2 estimation using these tracers when
assuming all parameters (e.g., δF) are known at every time
step. Here, the smallest possible time step is hours. We then
investigate how the use of averaged accurate parameters and
variables affects the fuel CO2 estimate. Next, we also per-
form a sensitivity analysis to identify which parameters and
variables need to be known at which precision and accuracy
for fuel CO2 estimation with satisfying accuracy (of, for ex-
ample, better than 10 %). Finally, we discuss the diurnal vari-
ation in fuel CO2 and include a realistic measurement uncer-
tainty into our considerations.
3.1 High (hourly) resolution of parameters and
variables
The integrated footprint-weighted parameters (e.g., RF, Rtr,
Rbf, δF, δff, δbf, δtr, δF-tr, mbf and mtr) are needed for the es-
timation of fuel CO2 using the tracers CO and δ13C(CO2)
(see Appendix A1 for derivation and Table 2 for summary of
all equations). These parameters are dependent on the emis-
sion characteristics of the sources in the catchment area of
the measurement site. If, for example, the mean isotopic sig-
nature of fuel CO2 sources in the catchment area varies or
if the catchment area itself varies, the integrated footprint-
weighted parameter δF will change. Typically, the integrated
footprint-weighted parameters vary on timescales of hours,
weeks, months and years. If, for a given measurement site,
we could determine these parameters on the timescale of
hours (which is the temporal resolution of our model), we
would be able to estimate fuel CO2 entirely correctly (dif-
ference of estimated and modeled fuel CO2 would be zero)
using CO and δ13C(CO2) or any combination of these trac-
ers.
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In contrast to methods using CO and/or δ13C(CO2), CO2-
only will overestimate fuel CO2 when biospheric CO2 con-
tributions are positive (which will often be the case during
nighttime and in winter) and underestimate fuel CO2 when
the biospheric CO2 is negative (which may be the case dur-
ing daytime in summer). This leads to time-dependent biases
depending on the proportion of biospheric CO2 to total CO2
at the location, which is in general not negligible compared
to the fuel CO2 signal.
As 114C(CO2) is not sensitive to biofuel contributions,
114C(CO2)-based fuel CO2 estimates will underestimate the
fuel CO2 contributions approximately by the amount of bio-
fuel CO2 to the regional CO2 concentration offset. Addition-
ally, any 14C(CO2) emissions from nearby nuclear power
plants or nuclear fuel reprocessing plants could potentially
mask the depletion of fuel CO2 contributions. Nuclear power
plant emissions were not implemented in this model, but we
will shortly discuss their possible effects in Sect. 5.
3.2 Low (monthly) resolution of parameters and
variables
Normally it is not be possible to determine parameters such
as RF, Rtr, Rbf, δF, δff, δbf, δtr, δF-tr, mbf and mtr with hourly
resolution. Thus we investigate how using monthly median
values of these parameters may influence the fuel CO2 esti-
mates. We will discuss later how we can obtain their monthly
mean values and for now we assume their monthly median
value is known. Note that we use the median instead of the
mean value for the footprint-weighted parameters, since the
median is less sensitive to outliers. Using only monthly me-
dian values will introduce sub-monthly inaccuracies into the
fuel CO2 estimate since the footprint-weighted parameters
vary on sub-monthly timescales. The variability in the dis-
crepancy between estimated and reference (directly mod-
eled) fuel CO2 estimates will depend on the magnitude of
sub-monthly variations of RF, Rtr, Rbf, δF, δff, δbf, δtr, δF-tr,
mbf and mtr, as well as on their absolute values. For exam-
ple, the more depleted the fuel CO2 emissions are, the larger
the isotopic difference between emissions from the biosphere
and from fuel burning and the better the tracer δ13C(CO2)
will be for fuel CO2 emissions as both emission groups can
be isotopically distinguished clearly (see Appendix C). For
our model setting, the sub-monthly variations (standard de-
viation) are about ±3 (nmol mol−1)/(µmol mol−1) for RF,
Rtr and Rbf; ±0.2 (nmol mol−1)/(nmol mol−1) for mbf and
mtr; and ±2 ‰ for δF, δff, δbf, δtr and δF-tr (variations due
to varying footprints in the STILT model and temporal emis-
sion patterns of the different emission sectors). This variation
is propagated into the fuel CO2 estimate. The corresponding
distribution of the difference between the estimated and mod-
eled fuel CO2 can be seen in Fig. 1 for the station Heidelberg
and in Figs. 2 and 3 for Gartow and Berlin.
The mean difference between the modeled and tracer-
based fuel CO2 estimate provides a measure for the accu-
racy of the fuel CO2 determination with the different tracer
methods. In principle, one cannot assume that, when using
the correct median values for RF, Rtr, Rbf, δF, δff, δbf, δtr and
δF-tr, no median bias will be introduced into the CO2 esti-
mate. The reason is that the values for RF, Rtr, Rbf, δF, δff,
δbf, δtr and δF-tr are calculated on an hourly basis independent
of the total fuel CO2 value (yF) at that time and are then aver-
aged monthly. However, if yF and RF, Rtr, Rbf, δF, δff, δbf, δtr
and δF-tr are correlated, sub-monthly over- and underestima-
tion of yF due to sub-monthly variation inRF,Rtr,Rbf, δF, δff,
δbf, δtr and δF-tr will not necessarily average out. An analy-
sis of the bias (difference between modeled and tracer-based
fuel CO2 estimate; x axis in Figs. 1–3) introduced when us-
ing monthly median footprint-weighted parameters is there-
fore vital. The standard deviations of the Gaussian fits to the
difference distributions (Figs. 1–3) provide a measure for the
precision of fuel CO2 determination.
All methods using δ13C(CO2) and/or CO (Figs. 1b–e, 2b–
e and 3b–e) are able to estimate fuel CO2 without signifi-
cant systematic biases if the annual median parameters δff,
δbf, δtr, δF-tr and RF are known (see Sect. 3.3. for the case
that they are not accurately known). Mean and median dif-
ferences of modeled and estimated fuel CO2 are within 10 %
of the annual mean fuel CO2 signal. The benefit when using
CO additionally to δ13C(CO2) is very small, which is due
to the fact that traffic or biofuel CO2 contributions are not
very distinct with respect to their isotopic signature or their
CO /CO2 emission ratio from the other fuel CO2 contribu-
tions for our model settings. When using CO as a tracer for
fuel CO2 (Figs. 1b, 2b and 3b) the standard deviation of the
difference between the estimated and the true fuel CO2 value
is larger than when using δ13C(CO2). The reason is the large
sub-monthly variation in footprint-weighted RF in our mod-
eled data.
Generally, the absolute standard deviation of the different
tracer distributions is larger at the polluted station than at ur-
ban and rural stations. At the same time, we found that the
variation in the footprint-weighted parameters such as RF,
Rtr, Rbf, δF, δff, δbf, δtr, δF-tr, mbf and mtr is largest in rural
areas and smallest in polluted areas, which is probably due to
the fact that the many polluters homogenize partly in polluted
catchment areas, whereas the emissions of the few different
polluters are temporally and spatially distinct at cleaner sites.
Hence, the larger spread of the fuel CO2 estimate at polluted
stations is not the result of larger source heterogeneity but is
rather due to the larger absolute signals (and with that larger
absolute variations) of fuel CO2 in the catchment area of
these sites. Only CO2 as a tracer for fuel CO2 shows less
variability at the polluted site Berlin, which is due to smaller
contribution from the biosphere in its catchment area. How-
ever, the relative variability (i.e., 1σ /mean(yF)) is signifi-
cantly higher in Gartow (e.g., the δ13C method: 20 %) than
it is in Heidelberg or Berlin (both ca. 5 %). Differences and
spreads of the CO2-only and 14C(CO2) method have already
been described in Sect. 3.1.
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Figure 1. Histograms showing the differences between the modeled fuel CO2 (assumed as correct) and the tracer-based estimated fuel CO2
for the year 2012 for Heidelberg using the different tracers and tracer configurations listed in Table 2. Differences result from sub-monthly
variations of parameters. Note the different y axis scale. Darker colors denote the winter periods and lighter colors the summer periods (see
legend). The distributions were fitted with a Gaussian fit and the shift (µ) and the standard deviation (σ) for the Gaussian fits are given
in the figure. Since the histograms do not follow Gaussian distributions (especially for 14C(CO2) due to non-normally distributed biofuel
CO2 contributions within 1 year) we also give the interquartile range (IQR) in the figure to remind the reader that the uncertainty may be
underestimated when using the Gaussian standard deviation for uncertainty analysis. The CO2 mole fractions are given in parts per million
(ppm), which is equivalent to µmol mol−1. Note that, in Heidelberg, mean fuel CO2 for summer is 15 µmol mol−1 and that for winter is
16 µmol mol−1.
We have found that only small median differences occur
when using δ13C(CO2) or CO as a tracer for fuel CO2. This
finding is only valid under the premise that the median values
of all input and footprint-weighted parameters are known.
If one or more of the parameters or variables are assigned
incorrectly, this will lead to a systematic error of the fuel
CO2 estimate. The sensitivity of this misassignment for the
different parameters and variables will be assessed in the next
chapter.
3.3 Sensitivity of fuel CO2 estimates on misassigned
parameters and variables
We have investigated how well we are able to estimate fuel
CO2 in a setting in which, for example, the monthly aver-
ages of all parameters are perfectly well known but tempo-
rally varying on a shorter timescale. However, since, in re-
ality, parameters such as δF or RF are only approximately
known, we need to investigate how a misassignment of one
of these parameters will influence fuel CO2 estimates. This
will provide information on how well certain parameters and
variables need to be assigned for a fuel CO2 estimate with
targeted accuracy. For this purpose, we misassign one pa-
rameter and, at the same time, keep the other parameters at
their correct value. We then determine how the fuel CO2 es-
timate changes (y axis in Fig. 4) when the misassignment of
the parameter (x axis) varies. The sensitivities of all methods
to the most important parameters and variables are shown
in Fig. 4 for example of the urban site Heidelberg. We have
done this analysis for the parameters CO2tot (Fig. 4a), δ13Ctot
(Fig. 4b), CO2bg (Fig. 4c), δ13Cbg (Fig. 4d), δF (Fig. 4e), δbio
(Fig. 4f), δbf (Fig. 4g), δtr (Fig. 4h), CO offset (Fig. 4i), mbf
and mtr (Fig. 4j), Rtr and Rbf (Fig. 4k), RF (Fig. 4l), 114Ctot
(Fig. 4m), 114Cbg (Fig. 4n), 114Cbio (Fig. 4o), and 114Cbf
(Fig. 4p). The variation in these values was chosen in a way
that the range includes the typical measurement precision for
CO2meas, CO2bg, δbg, δmeas,114Cbg and114Cmeas. The vari-
ation in the CO offset was chosen in a way that it displays the
measurement precision of total CO and of the background
CO but also includes realistic contributions from natural CO
sources and sinks. For the parametersRF,Rtr,Rbf, δF, δff, δbf,
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Figure 2. Same as Fig. 1 but for Gartow. In Gartow, mean fuel CO2 for summer is 2 µmol mol−1 and that for winter is 4 µmol mol−1.
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Figure 3. Same as Fig. 1 but for Berlin. In Berlin, mean fuel CO2 for summer is 23 µmol mol−1 and that for winter is 27 µmol mol−1.
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Figure 4. Sensitivity analysis: median difference between the modeled fuel CO2 and the tracer-based estimated fuel CO2 value (y axis) at
a typical urban site (Heidelberg) when using parameters/variables for fuel CO2 estimation (“assumed”) deviating from the correct parame-
ters/variables used in STILT. The error bars given at x = 0 (assumed value = model value) denote the interquartile ranges (IQR) for all x
positions. If the IQRs vary depending on the assumed value, the errors (IQRs) are drawn as shaded areas.
δtr, δF-tr, mbf, and mtr as well as for 114Cbio and 114Cbf, we
selected realistic ranges of sub-monthly parameter variation.
The error bars given at x = 0 of Fig. 4 show the interquar-
tile ranges (IQR) and stem from the sub-monthly variability
in δF, RF, mbf and mtr, which was discussed in Sect. 3.2.
One can directly identify critical parameters and variables
for which the difference between the modeled and estimated
fuel CO2 (y axis) changes significantly with increasing mis-
assignment of parameters/variables (x axis).
3.3.1 Sensitivity of CO2-only method
We confirm that the CO2-only method (green in Fig. 4)
is insensitive to the variation in the displayed parame-
ters/variables.
3.3.2 Sensitivity of CO method
Critical parameters/variables of the CO method (orange in
Fig. 4) are the CO offset 1CO (Fig. 4i), as well as the ra-
tio RF (=1x/yF) (Fig. 4l). In practice, the CO offset is de-
rived by subtracting the CO background as well as natural
CO source and sink contributions from the total measured
CO mole fraction. Typical fuel CO offsets are on the order
of 40 nmol mol−1. In our model we have not included natu-
ral CO sources and sinks, but in practice the uncertainty of
the CO mole fraction measurement and of the natural CO
contributions will add to the uncertainty of the fuel CO2
estimate. Assuming, for example, a CO background which
is 15 nmol mol−1 too large, or assuming an additional sink
resulting in a 15 nmol mol−1 lower CO background, which
may be a realistic diurnal variation in natural CO variation
(Gros et al., 2002; Vogel, 2010), would lead to a signif-
icant overestimation of fuel CO2 of about 2.5 µmol mol−1
(median). Therefore, for a real data set, it is vital to deter-
mine the natural CO contributions and sinks (also soil sinks)
using chemistry models or calibration with, for example,
114C(CO2) (see Sect. 4). In Heidelberg, the median modeled
ratio RF is about 5 (µmol mol−1)/(nmol mol−1) and shows a
rather large variation of 3 (nmol mol−1)/(µmol mol−1). Fig-
ure 4l shows that such a variation in RF contributes signif-
icantly to the imprecision of fuel CO2 in the CO method.
Also, the correct determination of RF is vital for accurate
fuel CO2 estimates using CO.
3.3.3 Sensitivity of methods using δ13C(CO2)
The sensitivities of fuel CO2 estimates using δ13C(CO2) only
(blue in Fig. 4) and combinations of δ13C(CO2) and CO are
rather similar (red and black in Fig. 4). Note that the sen-
sitivity on δbg or δtot is plotted when keeping ybg and ytot
constant. Changing the ybg or ytot values at the same time
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when changing δbg or δtot (following a Keeling curve (Keel-
ing, 1958, 1960) with typical mean δ13C source of −25 ‰)
results in sensitivity about a factor of 10 smaller and is there-
fore not critical. However, small δ13C(CO2) variations (e.g.,
due to finite measurement precision or small inaccuracies)
which are uncorrelated with CO2tot lead to large biases in
fuel CO2, e.g., a measurement bias of δtot = 0.1 ‰, leads to
a fuel CO2 misassignment of 5 (µmol mol−1) (see Fig. 4b).
Therefore, a high measurement precision as well as accuracy
of δ13C(CO2) is required for precise and accurate fuel CO2
estimation. Further critical parameters of the methods using
δ13C(CO2) are the isotopic signature of fuel CO2 and the
isotopic signature of biospheric CO2 in the footprint (see
Fig. 4e, f). The isotopic signatures of fuel and biospheric
CO2 must therefore be well known (or potentially calibrated;
see Sect. 4) if we want to use δ13C(CO2) as a tracer for
fuel CO2. In particular, assuming more enriched fuel iso-
topic signatures or too depleted biospheric signatures biases
the fuel CO2 estimates strongly, because in these cases, bio-
spheric and fuel CO2 sources are difficult to distinguish using
δ13C(CO2).
3.3.4 Sensitivity of 114C(CO2) method
Figure 4m–p display the sensitivity of the 114C(CO2)-
based estimate of fuel CO2 on the variables 114Ctot,
114Cbg and 114Cbio. While fuel CO2 is rather insen-
sitive to misassignment of 114C(CO2)bio (Fig. 4o) and
114C(CO2)bf (Fig. 4p), it is very sensitive to 114C(CO2)tot
(Fig. 4m) and114C(CO2)bg (Fig. 4n) as has already been de-
scribed in Turnbull et al. (2007). Thus, precise and accurate
114C(CO2) measurements are important for fuel CO2 de-
termination. Note that the best currently achieved measure-
ment precision of conventional counting or AMS measure-
ments is ±2 ‰ (equivalent to about ±1.0 µmol mol−1 fuel
CO2), but the hypothetical future continuous GC-AMS mea-
surements may be on the order of ±5 ‰ (equivalent to about
±3 µmol mol−1 fuel CO2). The reason why the fuel (biofuel
+ fossil fuel) CO2 estimate based on 14C is biased by about
1.1 µmol mol−1 is due to the fact that biofuel CO2, in con-
trast to fossil fuel CO2, contains 14C(CO2) and is therefore
not detectable through a lack of 14C(CO2).
3.4 Measurement precision and sub-monthly variation
in parameters/variables
In Sects. 3.3.1–3.3.4, we have seen how sensitive the fuel
CO2 estimates are to the total mole fractions and δ/1 val-
ues. Since they have a large impact on the fuel CO2 estimate,
we now include their uncertainty in our analysis of preci-
sion of fuel CO2 estimation. In order to display the effect
of a limited measurement precision of CO2, CO, δ13C(CO2)
and114C(CO2)we construct random realizations with mean
value zero and a specific standard deviation. Additionally,
we add a random variation to the CO offset and the bio-
spheric/biofuel isotopic (δ/1) signature in order to simulate
the effect of variability in CO to CO2 ratio and of isotopic end
members. These random uncertainties were not included in
Sects. 3.1 and 3.2 and in Figs. 1–3. Note that in reality these
variations may not be randomly distributed but have a dis-
tinct sub-monthly pattern. For example, we may introduce a
systematic bias in one direction if we have unaccounted pro-
duction of CO from VOCs or if we have unaccounted CO
(e.g., soil) sinks. These sources and sinks will not occur ran-
domly, but have a distinct sub-monthly pattern. Depending
on the sign of the net natural CO flux, the bias may be posi-
tive or negative. However, for simplicity, we also include the
natural CO variation here as a random vector as no natural
CO sinks or sources are included in the modeled CO offset
but we want to show the possible effect of their variation.
The random vectors which were used in this study in this
study are summarized and explained in Table 3. The distri-
butions of the difference between estimated (including mea-
surement and parameter uncertainties and sub-monthly vari-
ations) and modeled fuel CO2 can be seen in Figs. 5–7. Note
that a possible misassignment of parameters or variables as
investigated in Fig. 4 is not accounted for in either Figs. 1–3
or Figs. 5–7.
When including the measurement uncertainties and (in-
put and footprint-weighted) parameter variability in the con-
siderations, the mean bias remains unaltered, since the in-
cluded uncertainty is random. However, the distributions of
the CO and δ13C(CO2)-based approaches for rural sites (such
as Gartow), medium polluted sites (such as Heidelberg) and
polluted sites (such as Berlin) widen significantly by about
the same amount for all three sites. This is due to identical
assumed measurement precisions and parameter variations.
Since the absolute fuel CO2 offset is larger in Berlin (an-
nual modeled average ca. 25 µmol mol−1) than in Heidelberg
(16 µmol mol−1) and in Gartow (3 µmol mol−1), the relative
variability (=1σ/mean(yF)) is smallest for the measurement
site in Berlin (e.g., ca. 15 % for the δ13C(CO2) method) and
largest for Gartow (110 % for the δ13C(CO2) method). At
present, it is therefore questionable whether the estimation of
continuous fuel CO2 is possible at rural measurement sites.
Even 114C(CO2) measurements with a precision of 5 ‰ re-
sult in a variability in fuel CO2 of 60 %, but a 114C(CO2)
precision of 2 ‰ would lead to a variability in fuel CO2 of
only 35 % at rural sites (not shown here). The reduced preci-
sion of fuel CO2 estimates which we observe when includ-
ing limited measurement precision into our considerations
highlights again the necessity of performing precise atmo-
spheric measurements of δ13C(CO2) and CO2 if we want to
use δ13C(CO2) as a tracer for fuel CO2.
For urban sites, CO and δ13C(CO2)-based methods show a
very similar precision of about 4 µmol mol−1 (1σ). At urban
sites, δ13C(CO2) is slightly more precise than CO. It is worth
pointing out that CO2-only may be an adequate tracer for fuel
CO2 in polluted areas in the wintertime as absolute biases
are small (< 4 %) and the precision (ca. 12 %) is rather good.
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Table 3. Magnitude, physical reason and reference of parameter variation (included in Figs. 5–7).
Component Variation (random) Physical reason for variation Reference
ytot, ybg 0.05 µmol mol−1 measurement uncertainty Hammer et al. (2013)
δmeas, δbg 0.05 ‰ measurement uncertainty e.g., Tuzson et al. (2011);
Vardag et al. (2015)
xtot 15 nmol mol−1 natural CO sources and sinks Gros et al. (2002); Vogel (2010)
δbio 2 ‰ heterogeneity of biosphere compare with Pataki et al.
(2003)
114Cmeas , 114Cbg 5 ‰ measurement uncertainty McIntyre et al. (2013)
114Cbio 5 ‰ heterogeneity of biosphere and
turnover times
compare with Taylor et al.
(2015)
114Cbf 10 ‰ source/age of biofuels –
RF,Rtr, Rbf, δF
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Figure 5. Same as Fig. 1 but now also including measurement imprecision.
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Figure 7. Same as Fig. 3 but now also including measurement imprecision.
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Figure 8. Comparison of median diurnal cycle of fuel CO2 given in model reference or estimated with one of six different tracer methods at
the measurement station Heidelberg. Error bars denote the standard error of the fuel CO2 estimate at each hour for the respective half year.
The diurnal cycle of the CO + δ13C(CO2) methods are not shown since they are very similar to the δ13C(CO2) method.
114C(CO2)measurements with a precision of 5 ‰ would be
the best tracer at all stations but are currently not available.
3.5 Comparison of the estimated fuel CO2 diurnal
cycle with different tracer configurations
As the diurnal cycle of CO2 emissions is coupled to a diur-
nal change of the atmospheric mixing layer height, fuel CO2
mole fraction varies during the day. In our calculations, we
only use monthly median values of RF, Rtr, Rbf, δF, δff, δbf,
δtr, δF-tr, mbf and mtr for fuel CO2 estimation. Discrepancies
between the modeled reference diurnal cycle and the tracer-
based diurnal cycle may be introduced due to a diurnal cycle
of the parameters RF, Rtr, Rbf, δF, δff, δbf, δtr, δF-tr, mbf and
mtr. We thus need to test whether we are able to reproduce the
diurnal fuel CO2 pattern in order to estimate fuel CO2 from
tracers at sub-diurnal resolution. Therefore, we calculate the
median diurnal fuel CO2 cycles with the different methods
and compare them to the reference model diurnal cycle for
summer and for winter (see Fig. 8 for the urban station Hei-
delberg).
One can see that the δ13C(CO2) method reproduces the
reference diurnal cycle within its variability very well (stan-
dard errors of the respective hour in a half year are de-
noted as error bars in Fig. 8). Median hourly differences are
about 0.1± 0.7 µmol mol−1 for methods using δ13C(CO2).
The CO2-only method largely overestimates fuel CO2 con-
tributions during the night by up to 10 µmol mol−1 in winter
and by about 15–25 µmol mol−1 in summer. During the after-
noon, the CO2-only method overestimates fuel CO2 in winter
and underestimates it in summer. Even though the absolute
difference is small during the afternoon, the relative differ-
ence is still large. The CO2-only method is therefore not able
to trace the diurnal fuel CO2 variation at a site like Heidel-
berg correctly. Using 114C(CO2) for fuel CO2 estimation
leads to a slight median underestimation throughout the day
(and season), which is due to the presence of 14C(CO2) in
biofuel CO2 masking all biofuel CO2 contributions. The CO
method slightly overestimates fuel CO2 during nighttime by
about 10 % in winter and 20 % in summer. The standard devi-
ation of the hourly medians of the differences between model
and CO-based fuel CO2 is about 15 % of the total fuel CO2.
One could consider implementing a diurnal correction into
the fuel CO2 estimate in a way that, in addition to monthly
varying values for RF, Rtr, Rbf, δF, δff, δbf, δtr, δF-tr, mbf
and mtr, hourly correction factors are implemented (see Vo-
gel et al., 2010). This will be advantageous if the param-
eters exhibit a significant diurnal cycle themselves. How-
ever, for our setting, implementing a diurnal correction fac-
tor only slightly improves the agreement between the model
and the estimated fuel CO2 (not shown here). The reason
is that the (hourly) median footprint-weighted parameters
do not influence the (hourly) median fuel CO2 estimates
linearly, and that the synoptic variations of the footprint-
weighted parameters are larger than the diurnal variations.
Therefore, an hourly median correction factor does not nec-
essarily improve the hourly fuel CO2 estimate. We note that
no diurnal systematic variability in the isotopic biospheric
(respiration and photosynthesis) signature or in the non-fuel
CO sinks and sources (which would be treated as an en-
hancement or reduction of the CO offset 1CO) was imple-
mented but rather only random uncertainties of ±2 ‰ for
δbio and ±15 nmol mol−1 for 1CO. This assumption of ran-
dom variability will not be correct if systematic (e.g., diur-
nal) variation in δ13Cbio and non-fossil 1CO variation oc-
cur. For δ13Cbio the diurnal changes are expected to be small
(< 1 ‰ (Flanagan et al., 2005) corresponding to fuel CO2 bi-
ases of < 0.5 µmol mol−1), but for CO these may be larger
(e.g., diurnal natural 1CO variation of about 10 nmol mol−1
may occur from dry deposition of CO in forest soils during
night and from photochemical production of CO by hydro-
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carbons during the day (Gros et al., 2002) corresponding to
ca. 2.5 µmol mol−1 fuel CO2). Therefore, in a real setting,
it might be necessary to model natural CO concentration in
order to not introduce a bias into diurnal yF structures.
In inverse model studies, often only afternoon hours are
used to derive fluxes, as the atmospheric mixing can be bet-
ter simulated by the models during conditions with a well-
developed mixed layer (Gerbig et al., 2008). Therefore, it
is especially important to check the afternoon values of fuel
CO2. Figure 8 shows an enlarged inlay of the diurnal cycle
during the afternoon hours. Since in this model study we use
the minimum of total CH4 values within 2 days as a back-
ground value (Appendix A2), the afternoon offsets are very
small, leading to a low signal-to-noise ratio. However, differ-
ences between the δ13C(CO2), CO, and 114C(CO2)-based
and reference fuel CO2 are very small as well (mean dif-
ferences < 10 % of afternoon fuel CO2 value, standard de-
viation of differences about 30 %). Therefore, it seems jus-
tified to use an ensemble of afternoon values of continuous
fuel CO2 estimates (based on δ13C(CO2) or CO) for inverse
model studies despite the small absolute fuel CO2 values of
about 1–2 µmol mol−1 in the afternoon hours at an urban site.
4 Calibration of δF, δF-tr, δff and RF with 114C(CO2)
measurements
In order to estimate fuel CO2 accurately with methods us-
ing CO and/or δ13C(CO2), the parameters δF, δF-tr, δff (and
δbio) and RF need to be known with high accuracy, since
biases are otherwise introduced into the fuel CO2 estimate
(see Fig. 4). However, for the evaluation of a measured data
set, δF, δF-tr, δff, δbio and RF are not per se available but re-
quire either extensive source sampling campaigns or good
bottom-up inventories. Alternatively, these parameters could
also be “calibrated” using fossil fuel CO2 estimates from
114C(CO2) measurements with high precision (in addition
to biofuel contributions, which need to be added on top). For
this purpose, Eqs. (1) and (2) can be rearranged and solved
for calibration of δF, δF-tr, δff or RF (for derivation see Ap-
pendix B).
Since 114C(CO2) measurements are time-consuming and
costly, in practice only a limited number of 114C(CO2)
measurements can be regularly performed. For example, in
the Integrated Carbon Observation System (ICOS) atmo-
spheric network, the radiocarbon measurement capacity was
designed for about 50 radiocarbon measurements per station
per year, of which about 26 will be used for integrated sam-
pling for long-term monitoring of fossil fuel CO2.
Previous radiocarbon calibration approaches have sug-
gested integrated (e.g., monthly) sampling of114C(CO2) for
CO tracer calibration (cf. Levin and Karstens, 2007, and Vo-
gel et al., 2010, for RF). Another possible approach for tracer
calibration is to take grab samples rather than integrated sam-
ples (e.g., Turnbull et al., 2011). Grab samples could be taken
throughout the year and the derived parameters δF, δF-tr, δff,
and RF could then be averaged to one median value or sep-
arated into seasons and averaged to separate values, for in-
stance, for summer and winter. The optimal sampling strat-
egy depends on the structure, variation and noise of δF, δF-tr,
δff, and RF within 1 year. Principally, it would also be possi-
ble to take all the samples consecutively at 2 h intervals dur-
ing a so-called “event” and calculate the median value from
the event. Therefore, we compare here four different sam-
pling strategies for parameter calibration, all using a total of
n samples per year (in ICOS: n≈ 24). Note that we include
sub-monthly variation in the parameters and measurement
uncertainties in the observations (as in Sect. 3.4).
1. Integrated sample calibration: take n/24 integrated sam-
ples each month and their associated background sam-
ples (for n≈ 24, consisting of 12 monthly integrated
samples at the measurement station as well as 12
monthly integrated samples at the background station)
and calibrate δF, δF-tr, δff, and RF on a monthly ba-
sis from the integrated samples (this corresponds to
the approach suggested by Levin and Karstens, 2007,
and Vogel et al., 2010, for RF). In this approach, the
mean 1CO and fuel 1CO2 (from integrated CO and
114C(CO2) sampling) over the course of 1 month are
used to calculate monthly 1x
1yF
. However, since the mean
of ratio <RF >=< 1x1yF > is actually required, and not
the ratio of means <1x>
<1yF>
(Vogel et al., 2010), biases
may be introduced into the fuel CO2 estimate (the same
holds for the factors in δF, δF-tr and δff).
2. Annual grab sample calibration: randomly select a num-
ber of samples n/2 (and their associated afternoon back-
ground (n/2)) each year and calibrate annual median
δF, δF-tr, δff, and RF. Biases introduced by this sampling
strategy are twofold. First, the random choice of grab
samples may not represent the median annual value.
This potential bias decreases with increasing number of
grab samples used. Second, the potential seasonal cy-
cle of the parameters is not considered. Therefore, in
the annual grab sample calibration, the wintertime and
summertime fuel CO2 estimates will always be shifted
against each other if δF, δF-tr, δff, and RF exhibit a sea-
sonal cycle, but only one annual median value for these
parameters would be used.
3. Seasonal grab sample calibration: randomly select a
number of samples n/4 (and their associated afternoon
background (n/4)) in summer and in winter and cali-
brate a median δF, δF-tr, δff, and RF with half-yearly res-
olution. Here, again, the random choice of grab samples
may not represent the median half annual value, and a
potential bias may be even larger here than in the annual
grab sample calibration, since only half the samples are
available to obtain a robust value for δF, δF-tr, δff, and
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Table 4. Absolute mean difference of tracer-based estimate and modeled (assumed as correct) fuel CO2 in µmol mol−1 for the tracers CO
and δ13C(CO2) for different sampling strategies and respective standard deviation (both determined from a Gaussian fit to the difference
histogram) for an urban setting (here: Heidelberg). Depending on the random selection of grab samples, the bias of the calibration with
annually distributed grab samples is sometimes positive and sometimes negative. Therefore, the mean absolute difference between the
modeled and calibrated value was determined in a Monte Carlo simulation and is shown with a “±” sign in front of the mean value to show
that the bias does not have a unique sign. The standard deviation denotes the 1σ uncertainty of the difference, which is always bidirectional.
Note that we only show the results for CO and δ13C(CO2), since the results when using a combination of these tracers are very similar to
those of the δ13C(CO2) method. Measurement uncertainties are included in all calibration methods.
Method CO mole fraction δ13C-CO2
Summer Winter Summer Winter
No uncertainties, monthly median values 0.0± 2.1 −0.3± 2.0 0.0± 0.7 0.1± 1.0
known (as shown in Fig. 1)
Measurement uncertainties included, monthly −0.2± 4.3 −0.3± 3.7 −0.1± 3.5 0.0± 4.2
median values known (as shown in Fig. 5)
Calibration with integrated n=24 −0.8± 4.9 −0.7± 4.0 −2.4± 5.2 −1.8± 5.1
samples (method 1)
Calibration with annually distributed n=24 ±1.2± 5.3 ±1.5± 4.7 ±0.8± 4.0 ±1.6± 4.9
grab samples (method 2) n=96 ±1.1± 5.2 ±1.3± 4.5 ±0.5± 3.8 ±1.1± 4.5
Calibration with seasonal grab n=24 ±1.2± 5.3 ±1.5± 4.7 ±1.6± 4.6 ±1.6± 4.9
sample calibration (method 3) n=96 ±0.8± 4.8 ±1.1± 4.3 ±0.9± 4.3 ±0.8± 4.3
Seasonal event calibration n=24 ±2.1±6.1 ±2.0± 5.1 ±1.2± 4.3 ±1.9± 5.1
(method 4) n=96 ±1.5± 5.6 ±1.9± 4.9 ±1.1± 4.2 ±1.3± 4.6
RF for summer and winter. In return, it is in principal
possible to detect the seasonal variation in RF and δF,
δF-tr, δff.
4. Seasonal event calibration: Randomly select an “event
day” each season. On this day, select n/2− 2 consecu-
tive grab samples (and one associated afternoon back-
ground) and calibrate a median RF and δF, δF-tr, δff with
half-yearly resolution. This approach is similar to ap-
proach 3 but entails a greater risk of choosing an event,
which is not representative of the entire season, since
subsequent samples are not independent of each other.
On the other hand, it has the advantage of using more
calibrations for the same number of radiocarbon mea-
surements than approach 3 since only one background
sample is needed for each event. However, if the back-
ground sample is biased, it will influence the entire
event.
Comparing these sampling strategies to each other using
one model run is difficult, since the result changes from ran-
dom realization to random realization, depending on the se-
lection of calibration samples in sampling strategy 2–4. We
have therefore performed a Monte Carlo simulation (with
500 runs) and used the root median square difference be-
tween the obtained and originally modeled reference values
RF and δF, δF-tr, δff to calculate the difference between tracer-
based estimate and modeled reference fuel CO2.
Table 4 shows the absolute mean difference and standard
deviation (as determined from a Gaussian fit to the difference
histogram of modeled and tracer-based fuel CO2, in analogy
to Fig. 5) for an urban setting. One can see that the “inte-
grated sample calibration” causes biases due to the covari-
ance of the factors in Eqs. (B1)–(B4). The effect is much
stronger for methods using δ13C (ca. 15 % of mean fuel CO2
offset in Heidelberg (16 µmol mol−1)) than it is for the CO
method (ca. 5 %). This bias is directed meaning that it is not a
random uncertainty but actually a systematic bias introduced
by computation. This is different from the calibrations on
grab samples, which have a bidirectional absolute difference.
Bidirectional differences may be advantageous over unidi-
rectional differences when analyzing long-term records as
bidirectional differences contribute to long-term noise rather
than biases. For CO, it seems that the integrated calibration
approach works well, but a uni-directed bias remains. Note
that the differences found here are not due to the insensitiv-
ity of biofuel CO2 contributions of 114C(CO2), as we add
the (assumed as known) biofuel CO2 prior to “calibration”
(see Eqs. B1–B3).
We further find that, since δF, δF-tr δff, and RF do not
exhibit a strong annual cycle but show rather large, high-
frequent variations, the best sampling strategy for 24 avail-
able radiocarbon measurements per year (as would be the
case for the ICOS network) is using all available samples
to calibrate well-defined median annual values of δF, δF-tr
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δff, and RF (sampling strategy 2). With 96 (or more) avail-
able radiocarbon measurements, it may only be advisable to
group the calibrations into half-yearly intervals. Having such
many radiocarbon grab samples available may be a realis-
tic scenario if the parameters do not show any trend over
the course of several years. Note that a monthly grab sample
calibration (not shown here) results in large biases of about
±3 µmol mol−1 for CO-based as well as δ13C(CO2)-based
methods and is thus not advisable.
The accuracy of the seasonal event calibration is slightly
worse than the accuracy of the seasonal calibration (see Ta-
ble 4) due to non-representativeness of a single event for the
entire season.
5 Discussion and conclusion
In this work, we analyzed the advantages and disadvantages
of different tracers for estimating continuous fuel CO2 at dif-
ferent types of measurement stations. The accuracy and pre-
cision of continuous fuel CO2 estimates at three example sta-
tions – one rural, one urban and one polluted site – were
calculated. This should serve as orientation for the devel-
opment of an atmospheric measurement strategy, so that the
best tracer configuration for a particular station can be chosen
to resolve the different CO2 source components over a coun-
try or region. The results can be used to plan and construct
new measurement networks and sampling strategies with the
goal of deriving fuel CO2 concentrations at high temporal
resolution.
The results of our model study suggest that, with our cur-
rent measurement precision of continuous tracers such as
CO or δ13C(CO2) (or 114C(CO2)), in general it is not pos-
sible to estimate fuel CO2 in rural areas (5 µmol mol−1 or
less of fuel CO2) with a precision better than 100 % (due to
the small signal-to-noise ratio). It could still be possible to
monitor single pollution events since the signal-to-noise ra-
tio is much higher during such events. At present, it does not
thus seem helpful to equip measurement stations in rural ar-
eas with continuous δ13C(CO2) and CO measurements with
the objective of monitoring continuous fuel CO2. However,
it seems that tracer-based fuel CO2 monitoring may be possi-
ble at urban or polluted sites (as planned, for example, within
the Megacities Carbon Project) and may have the potential to
improve the fuel CO2 bottom-up inventories.
We find that CO2-only cannot be used as a tracer for fuel
CO2, as a significant contribution of CO2 is released or taken
up by the biosphere even in wintertime. Only during winter
in strongly polluted areas do biogenic CO2 contributions lead
to a relatively small bias of about 5 % with the CO2-only ap-
proach and a small variation (σ /mean(yF): 5 %; see Fig. 7).
In contrast to CO2-only, CO and δ13C(CO2) can be used
as a tracer for fuel CO2 in summer and in winter at urban and
polluted sites. The accuracy of CO- and/or δ13C(CO2)-based
fuel CO2 estimates depends to a large degree on how well the
different parameters such as RF, δF, and δbio are known. Mis-
assignment leads to significant biases in the fuel CO2 esti-
mate (Fig. 4). Therefore, in practice, it is important to screen
and monitor all sources and sinks in the catchment area of
the measurement site and to determine the median isotopic
source signature and the median ratios RF, Rtr, Rbf as well
as the CO offset as accurately as possible, for example, by
calibration with co-located 114C(CO2) measurements. The
accuracy of the fuel CO2 estimate after 14C calibration de-
pends strongly on the number of radiocarbon samples avail-
able for calibration and on the sampling strategy used. For
example, in the ICOS project, approximately 24 radiocarbon
samples will be available for calibration of RF, δF, δff, or
δF-tr. With that number of calibration samples available, due
to the large noise of the calibrated footprint-weighted param-
eters δF δff, or δF-tr, it may be advantageous to group all cal-
ibrations to obtain robust annual median values for δF, δff,
or δF-tr. If a large number of precise radiocarbon measure-
ments are available, or if the parameters do not change over
the course of several years and thus several years of calibra-
tion samples can be accumulated, it is advantageous to ap-
ply radiocarbon calibrations at half-yearly resolution. Note
that due to changes in technology and technical processes,
as well as due to a year-to-year variation in extreme tem-
peratures, the contribution from fuel CO2 different sectors
is likely to change within a period of four years. However,
this could be checked, for example, using nighttime Keeling
plot intercepts (Vardag et al., 2015). For calibration of RF,
integrated 114C(CO2) calibration could be used with rather
small but systematic biases or grab samples could be used
for slightly larger but random uncertainty. The accuracy will
then typically be better than 10 % for the CO method or the
δ13C(CO2) method.
The precision of CO- and δ13C(CO2)-based approaches
is very similar for all site classes, but for polluted sites
δ13C(CO2) seems slightly more precise. For Heidelberg it
is about 25 % (e.g., 1σ /mean(yF)). For CO, the uncertainty
originates mainly from the large variation in RF in our model
runs due to the inhomogeneity of fuel CO sources in the foot-
print area of urban or polluted measurement stations and due
to natural CO sources. The uncertainty of the δ13C(CO2) ap-
proach is mainly determined by the limited measurement pre-
cision of δ13C(CO2). Thus in order to use δ13C(CO2) as a
tracer for fuel CO2 it is vital to perform isotopic measure-
ments with a precision of at least 0.05 ‰. The combination
of δ13C(CO2) and CO for fuel CO2 estimation is favorable in
cases where each of two emission groups is well distinguish-
able by one of the tracers. Since for our model setting this
is only partly the case (EDGAR emission inventory; see Ta-
ble A1), the combination of these tracers provides only little
additional information.
We have found that hypothetical future 114C(CO2) mea-
surements with 5 ‰ absolute precision of background and
measured 114C(CO2) values (see Figs. 5f–7f) would gen-
erally be a very precise tracer for continuous fuel CO2 es-
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timation at rural (1σ /mean(yF)≈ 60 %), urban (ca. 15 %)
and polluted (ca. 10 %) stations. The precision of fuel CO2
estimates is determined mainly by the limited measurement
precision of background and total114C(CO2) (±5 ‰). Note,
however, that 114C(CO2) measurements with 5 ‰ precision
are not yet fully developed and commercially available. For
comparison, a 114C(CO2) measurement precision of 1 %
would be needed to achieve a fuel CO2 precision similar to
that of δ13C(CO2)- and CO-based methods. An uncertainty
of 2 %, which could be a realistic near-future precision of
laser-based instruments (Galli et al., 2013), would lead to
relative uncertainties of 260, 50 and 30 %, respectively. The
downside of 114C(CO2) is its inability to determine biofuel
CO2. Therefore, the114C(CO2)methods will underestimate
the fuel CO2 (biofuel plus fossil fuel) contributions approx-
imately by the share of biofuel in CO2 at the site. This may
be only a small contribution, as was the case for the stud-
ied year 2012 (e.g., 5 % in Heidelberg), but may increase in
the future. Note also that we have not investigated the effect
of nuclear power plant 14C(CO2) contributions at the mea-
surement site, which could additionally bias fuel CO2 esti-
mates derived from 114C(CO2) measurements. Dispersion
model results for Heidelberg (M. Kuderer, personal commu-
nication, 2015) suggest that the nuclear power facilities (most
importantly Philippsburg, located about 25 km southwest of
Heidelberg) increase monthly mean 114C(CO2) by about
(2± 2) ‰, corresponding to a misassignment in fuel CO2
of about 0.8± 0.8 µmol mol−1 (≈ 5 %). If there are nuclear
power plants or fuel reprocessing plants in the catchment area
of the measurement site and if monthly mean emission data
of pure 14C(CO2) from these nuclear facilities are available,
it is advisable to correct for them at the highest possible tem-
poral resolution using, for example, transport models (Vogel
et al., 2013b). Note that for the calibration of RF, δF, δff or
δF-tr using 114C(CO2) grab samples, it should be possible
to choose the calibration grab samples via trajectory forecast
such that no nuclear power plant influences are encountered
in the grab samples. However, this limits the footprint area
that can be sampled and calibrated.
We have compared the diurnal cycle of the tracer-based
fuel CO2 estimates for Heidelberg and found that the tracer
configurations using CO, δ13C(CO2) and 114C(CO2) were
able to reproduce the diurnal cycle well and show a mean
difference of better than 5± 15 % and a root mean square
difference of 15 % at the most. This seems surprising, since
one might expect a diurnal pattern of δF and RF due to a
varying share of emissions of different emission sectors in
the footprint, leading to a systematic deviation of the esti-
mated from the real modeled diurnal cycle. However, since
the diurnal patterns are small (e.g., peak-to-peak difference
of δ13C(CO2) ca. 2 ‰), the mean diurnal variations are not
significantly improved when using a diurnal correction of the
mean isotopic source signatures. One should keep in mind
that natural CO contributions may also vary systematically
on a diurnal basis. Such a natural systematic variation was
not included in the model simulation but will potentially in-
troduce a diurnal bias into the continuous fuel CO2 estimate
in a real setting. Therefore, it may be necessary to model or
approximate natural CO in a real setting. It may be possible
to approximate the (sub-monthly) natural CO component us-
ing formaldehyde (HCHO) measurements, since the produc-
tion of CO from NMHC passes HCHO as an intermediate
molecule (Atkinson, 2000). However, the high dry deposi-
tion rate of HCHO may complicate the interpretation further.
Since afternoon values are often used in inverse model stud-
ies to derive fluxes, it is important that afternoon fuel CO2
values can be estimated accurately. This could be confirmed
for δ13C(CO2) and CO in this study (see Fig. 8).
In order to better study the biospheric carbon fluxes on all
relevant scales, it is important to improve fuel CO2 bottom-
up inventories, so that fuel and biospheric CO2 can be sep-
arated for independent use in inverse model approaches. At
present, emission inventories typically have uncertainties of
30–150 % at regional resolution (Wang et al., 2013). We were
able to show in our study that some tracer-based approaches
such as CO and δ13C(CO2)-based methods lead to uncertain-
ties of fuel CO2 of 30 % and accuracies of 10 % (after calibra-
tion). However, for retrieving improved emission estimates
using inverse models, also the model transport errors need to
be taken into account and convoluted with the accuracy of
fuel CO2 estimates. At the moment, the model transport er-
rors are usually larger during nighttime (ca. 100 %) than in
the afternoon (ca. 40 %) (excluding at mountain sites), which
is why mainly afternoon values are used in model inversions
(Gerbig et al., 2008). Obviously, but unfortunately during the
afternoon hours, the fuel CO2 signal is very small, compli-
cating the unbiased estimation of fuel CO2 emissions using
continuous tracers in inverse transport models in these hours
until better transport models and boundary layer height mod-
els exist.
Appendix A: Methods of continuous fuel CO2
determination
A1 Tracer configurations and their emission groups
We formally introduce six different tracers or tracer combi-
nations, which we use to estimate fuel CO2 continuously:
CO2 is used as the sole tracer for fuel CO2. CO, δ13C(CO2)
and 114C(CO2) records are each used solely with CO2 to
estimate fuel CO2. Further, CO is used as a tracer for traffic
(and δ13C(CO2) as a tracer for fuel CO2 minus traffic) and
finally CO is used as a tracer for biofuels (and δ13C(CO2) as
a tracer for fuel CO2 minus biofuels). The different emission
groups are also listed and characterized in Table A1.
A1.1 CO2 as the sole tracer for fuel CO2
When using CO2 alone as “tracer” for fuel CO2 (yF = yff +
ybf), the total regional CO2 offset is assumed to solely origi-
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Table A1. Annual or half-yearly (summer: S; winter: W) averaged114C(CO2), δ13C(CO2),1CO /1CO2 ratios, and mean fraction of CO2
and CO relative to total CO2 and CO offsets as used in our model study for the measurement site Heidelberg for the year 2012. Biosphere
114C(CO2) values are based on Taylor et al. (2015). The 1CO /1CO2 ratio and the fractions of CO2 and CO offset were taken from the
STILT model runs, which were fed with anthropogenic emissions from the EDGAR emission inventory. Note that fractions of biofuels in
traffic CO2 emissions are not included. δ values were derived by assigning an isotopic value to each fuel type and weighting these depending
on the respective share of the fuel type to total fuel CO2 at the measurement site. The δ values of the biosphere are the half-yearly mean
values from Table 1. Analogously, Rx (and 114Cx) values were derived by assigning an emission ratio CO /CO2 (and 114C(CO2)value)
to each emission sector and weighting these depending on the respective share of the emission sector to total fuel CO2 at the site.
Emission group 114C-CO2[‰] δ13C [‰] Rx = (1CO /1CO2)x % of 1CO2 % of 1CO
S W [ppb ppm−1] S W S W
Fuel CO2 −995 −31.5 −33.5 7 50 80 100 100
Fossil fuel CO2
(excl. biofuels)
−1000 −32 −34 3 45 70 50 37




−990 −31.5 −33.8 7 35 67 70 80
Traffic fuel CO2 −1000 −31 −31 7 15 13 mtr = 30 mtr = 20
Biospheric CO2 60 −23 −25.5 0 50 20 0 0
nate from fuel emissions:
yF =1y, (A1)
with 1y = ytot− ybg.
This simple approach is valid if (nearly) all CO2 emissions
are from fuel burning, as might be the case in cold winters or
in areas without biospheric activity (e.g., megacities).
A1.2 CO as a tracer for fuel CO2
The CO offset (1x = xtot−x′bg) can be used to estimate fuel
CO2 offset if it is divided by the mean ratio RF =1x/1yF




Note that, in reality, the ratio RF varies depending on the
share of emissions of different emission sectors in the catch-
ment area and their temporal emission patterns, as well as
due to natural CO sources and sinks, at least in summer
(Prather et al., 2001). We show RF with an overbar to em-
phasize that this is a footprint-weighted average of the fuel
emission ratio.
A1.3 CO as a tracer for traffic CO2 and δ13C(CO2) as
a tracer for all fuel CO2, except for traffic CO2
We now include δ13C(CO2) in fuel CO2 estimation as a
tracer for all fuel CO2 except those of traffic (yF-tr = yff+
ybf− ytr).
ytot = ybg+ ybio+ ytr+ yF−tr (A3)
ytotδtot = ybgδbg + ybioδbio+ ytrδtr + yF−trδF-tr (A4)
In analogy to RF we show δtr and δF-tr with an overbar to
emphasize that these are footprint-weighted averages of the
emission groups traffic CO2 and fuel CO2 excluding traffic,
respectively. Solving Eq. (A3) for ybio, we can substitute ybio





with the mean 1CO /1CO2 ratio of traffic Rtr =
(1x/1y)tr. COtr can be determined from
COtr(t)=1CO(t) ·mtr, (A6)
withmtr = (1xtr/1x) being the share of traffic CO to the to-
tal CO offset. mtr needs to be estimated from bottom-up in-
ventories and can be found in Table A1 (right column) and is
also dependent on the footprint area of the measurement site
and the sources and sinks lying in this area. Equations (A3)–
(A6) can then be rearranged:







Total fuel CO2 (yF) contribution can then be determined
as the sum of ytr (Eq. A5) and yF-tr (Eq. A7).
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A1.4 CO as a tracer for biofuel CO2 and δ13C(CO2) as
a tracer for all fuel CO2, except for biofuel CO2
This method of fuel CO2 estimation is in analogy to case
A.1.3, but instead of separating fuel CO2 into traffic con-
tributions (ytr) and others (yF-tr), we separate it into biofuel
contributions (ybf) and others (yF-bf = yff); this leads to
yF−bf = ytotδtot− ybgδbg− (ytot− ybg− ybf)δbio− ybfδbf
δff− δbio
. (A8)




with mbf = (1xbf/1x) from bottom-up inventories (see Ta-
ble A1). Total fuel CO2 (yF) is calculated as the sum of ybf
(Eq. A9) and yF-bf (Eq. A9).
A1.5 δ13C(CO2) as the sole tracer for fuel emission
When using δtot as a tracer for all fuel contributions, Eq. (A3)
and Eq. (A4) simplify to
yF = ytotδtot− ybgδbg− (ytot− ybg)δbio
δF− δbio
(A10)
if all fuel CO2 (yF-tr and ytr) contributions are pooled to yF.
A1.6 114C(CO2) as a tracer for fossil fuel CO2
Following Levin et al. (2008), we can derive fossil fuel CO2





)− ytot (114Ctot −114Cbio)− ybf (114Cbio −114Cbf)
1+114Cbio .
However, since114Cbio ≈114Cbf, and because biofuel con-
tributions are not known, we neglect the last term of the nu-
merator in the following. Note that, since 114C(CO2) is not
sensitive to biofuel contributions, it is only possible to esti-
mate the fossil fuel CO2 contributions without biofuel con-
tributions.
A2 Determination of parameters and variables
The background values ybg, x′bg, δbg and 114Cbg should rep-
resent the regional clean air to which the source contributions
from the footprint area are added. Since there are often no
nearby clean-air observations available for a polluted station,
we use those mole fractions as a background where the air
masses in the boundary layer are well mixed with the free
troposphere. This is usually the case in the afternoon and is
associated with low mole fractions. Since CO2 and CO both
have local sinks relevant on the timescale of days, we here
use CH4 as an indicator for a well-mixed boundary layer and
assume that, when the CH4 mole fraction reaches a minimum
value (within 2 days), vertical mixing is strongest. In princi-
pal, if continuous radon measurements were available, these
could also be used as an indicator for vertical mixing (Dörr
et al., 1983), instead of CH4. We checked that the CH4 min-
imum values always represent a lower envelope of the simu-
lated greenhouse gas record and does not vary at the synoptic
timescale. We then use the total mole fractions and isotopic
records ytot, xtot, δtot, and114Ctot observed during situations
with minimal CH4 mole fractions as background values.
Further, in order to solve Eqs. (A2)–(A11), we need the
input parameters δbio and 114Cbio. These input parameters
were assigned with the objective of creating a realistic mod-
eled data set (see Tables 1 and A1). Additionally, the inte-
grated footprint-weighted parameters RF, Rtr, Rbf, δF, δff,
δbf, δtr, δbio, δF-tr, mbf and mtr are required (see Table A1).
We call these parameters footprint-weighted since the ratios
and isotopic signatures depend on the relative contribution
from the different emission sectors (with their sector spe-
cific emission ratios and isotopic signatures) within the foot-
print of the measurement site. We represent the integrated
footprint-weighted parameters with an overbar to draw at-
tention to the fact that the parameters are averaged over the
(e.g., monthly) footprint area. Even though the emission fac-
tors of the source categories used here are fixed for every
pixel, integrated footprint-weighted RF, Rtr, Rbf, δF δff, δbf,
δtr, δbio, δF-tr, mbf and mtr are not constant in time, because
the footprint of the measurement site and the emission pat-
terns are temporally variable. Thus, the footprint-weighted
parameters change when the emissions from the different
sectors or the footprint of the measurement site vary. Note
that for our model study we do not require the parameters
to be absolutely correct, since we do not compare them to
measured data. However, since we want to provide a realistic
case study, we seek to use the most realistic parameters (see
values in Tables 1 and A1).
Appendix B: “Calibration” with 114C(CO2)
Solving Eqs. (A3), (A8), (A9) and (A11) for fuel CO2 re-
quiresRF, δF, δff and δF-tr. If these values are not known, they
may be derived from114C(CO2)observations (what we then
call 114C(CO2)-calibrated). For the calibration, yff must be
known. The idea is to calibrate fossil fuel CO2, e.g., with
precise 114C(CO2)measurements, on a lower time resolu-
tion (e.g., monthly) and assume that the footprint-weighted
parameters RF, δF, δff and δF-tr do not change significantly
within this calibration interval.
Re-arranging Eqs. (1) and (2) for δff leads to
δff = (B1)
ytotδtot− ybgδbg− (ytot− ybg− yff− ybf)δbio− ybfδbf
yff
,
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Figure B1. (a) Example period showing fuel CO2 of different fuel CO2 estimation methods and reference modeled fuel CO2. Dark blue:
mean δF is −32 ‰; cyan: mean δF is −39 ‰. (b) Correlation plot between estimated and modeled fuel CO2 for mean δF =−32 ‰ (dark
blue and solid line) and mean δF =−39 ‰ (cyan and dotted line) during the entire year of 2012. Fuel CO2 can be estimated much better
using δ13C(CO2) when the fuel δ13C signature is strongly depleted with respect to the biosphere. Note that the slope slightly changes when
using more depleted sources. This is because few high fuel CO2 peaks span the linear regression and therefore determine the slope to a large
degree, but as a general tendency for the Heidelberg data set, the high fuel CO2 peaks exhibit an isotopic signature, which is more enriched
as the isotopic signature of the mean fuel source mix.
which could then be used in Eq. (A9). Note that we re-
quire the biofuel CO2 in addition to the fossil fuel CO2 from
114C(CO2).
δF can then be derived if the ybf concentration is known.
δF = δffyff+ δbfybf
yff+ ybf (B2)
If fossil fuel emissions are divided into fossil fuel contribu-
tions without traffic (yF-tr) and traffic contributions (ytr), we
can derive δF-tr required for solving Eq. (A8):
δF-tr = δFyF− δtrytr
yF− ytr . (B3)




In order to calculate the monthly mean value of 〈δF〉 and
〈RF〉, the mean ratios 〈 1x1yF 〉 (Eqs. B1–B4) are needed. How-
ever, from integrated 114C(CO2) sampling, we only have
the mean fossil fuel CO2 and fuel CO2 values and can thus
only calculate 〈1x〉/〈1yF〉. Using the product (or ratio) of
the means rather than the mean of the product (ratio) is only
correct if the factors are uncorrelated. Since the factors in
Eqs. (B1)–(B4) (and 1x and 1yff) are correlated, the inte-
grated calibration cannot be applied without introducing a
bias into monthly mean 〈δF〉, 〈δff〉, 〈δF-tr〉 and 〈RF〉. Instead
of using integrated 114C(CO2) samples in order to obtain
the monthly fossil fuel CO2 values, it is possible to take grab
samples and analyze these for114C(CO2) (and with that yff),
total CO2, δ13C(CO2)tot and CO in order to calculate the in-
dividual (non-averaged) values for δF, δF-tr, δff and RF (see
Sect. 4).
Appendix C: Influence of more depleted fuel δ13C(CO2)
signatures
We have argued that we only require a realistic set of input
parameters, rather than an absolutely correct set of param-
eters to estimate uncertainties of the different tracer meth-
ods. However, the results presented so far are to some de-
gree dependent on the emission characteristics used in our
model (see Table A1). When using CO as a tracer for fuel
CO2, it would be advantageous if natural sources of CO were
negligible and if the emission ratio RF were the same for
all sources. When using CO2 as a tracer for fuel CO2, bio-
spheric CO2 emissions should be negligible, and when using
δ13C(CO2), it would be advantageous if fuel CO2 emissions
were strongly depleted compared to biospheric emissions. It
is beyond the scope of this work to show explicitly, for all
cases, how the “choice” of different emission characteristics
influences the fuel CO2 estimate in terms of precision and ac-
curacy. However, in Fig. B1, we illustrate for this latter case
how the presence of more depleted fuel sources in the foot-
print area of the measurement site could improve the tracer
δ13C(CO2) for fuel CO2 estimation. This should serve as an
example showing how much the emission characteristics at a
site may influence the precision of fuel CO2 estimates using
different tracer configurations.
Figure B1 shows that fuel CO2 can be estimated much bet-
ter when the mean source mix in the catchment area of the
measurement site exhibits a strongly depleted isotopic source
signature. The regression coefficient improves from 0.94 to
0.99 and the precision within 1 year decreases significantly
by 40 % when choosing δF that is 7 ‰ more depleted (−39 ‰
instead of −32 ‰). The precision of δ13C(CO2)-based fuel
CO2 will increase with decreasing isotopic signature of fuel
CO2 sources. Analogously, the precision of CO-based fuel
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CO2 estimates will increase with decreasing inhomogeneity
of CO /CO2 ratio of fuel CO2 sources. This effect should
be taken into account when designing a measurement net-
work and thus highlights the importance of a thorough source
evaluation in the catchment area prior to instrumental instal-
lation.
Appendix D: List of abbreviations




EDGAR Emissions Database for Global Atmospheric
Research
F Fuel
F-bf Fuel excluding biofuels (i.e., ff)
ff Fossil fuel
F-tr Fuel excluding traffic
GC Gas chromatography
ICOS Integrated Carbon Observation System
IQR Interquartile range
mx CO share of emission group x to CO offset
NPP Nuclear power plant
ppm parts per million, equivalent to µmol mol−1
Rx Ratio of CO to CO2 in the emission group x
SD Standard deviation
STILT Stochastic Time-Inverted Lagrangian Particle
model
tot Total
x CO mole fraction
y CO2 mole fraction
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Abstract. As different carbon dioxide (CO2) emitters have different carbon isotope ratios, measurements of atmospheric
δ13C(CO2) and CO2 concentration contain information on the CO2 source mix in the catchment area of an atmospheric mea-
surement site. Often, this information is illustratively presented as mean isotopic source signature. Recently an increasing
number of continuous measurements of δ13C(CO2) and CO2 have become available, opening the door to quantification of CO2
shares from different sources at high temporal resolution. Here, we present a method to compute the CO2 source signature (δS)5
continuously without introducing biases and evaluate our result using model data. We find that biases in δS are smaller than
0.2 ‰ with uncertainties of about 1.2 ‰ for hourly data. Applying the method to a four year data set of CO2 and δ13C(CO2)
measured in Heidelberg, Germany, yields a distinct seasonal cycle of δS . Disentangling this seasonal source signature into its
source components is, however, only possible if the isotopic end members of these sources, i.e., the biosphere, δbio, and the
fuel mix, δF , are known. From the mean source signature record in 2012, δbio could be reliably estimated only for summer to10
(-25 ± 1) ‰ and δF only for winter to (-32.5 ± 2.5) ‰. As the isotopic end members δbio and δF were shown to change over
the season, no year-round estimation of the fossil fuel or biosphere share is possible from the measured mean source signature
record without additional information from emission inventories or other tracer measurements, such as ∆14C(CO2).
1 Introduction
A profound understanding of the carbon cycle requires closing the atmospheric CO2 budget at regional and global scale. For15
this purpose it is necessary to distinguish between CO2 contributions from oceanic, biospheric and anthropogenic sources and
sinks. Monitoring these CO2 contributions separately is desirable for improving process understanding, investigating climatic
feedbacks on the carbon cycle and also to verify emission reductions and designing CO2 mitigation strategies (Marland et al.,
2003; Gurney et al., 2009; Ballantyne et al., 2010). A possibility to distinguish between different CO2 sources and sinks
utilizes concurrent 12CO2 and 13CO2 observations in the atmosphere. The carbon isotope ratio can be used to identify and20
even quantify different CO2 emitters if every emitter has its specific known δ13CO2 signature. For example, the CO2 fluxes
from land and ocean can be distinguished using the ratio of stable carbon isotopologue 13CO2/12CO2 in addition to CO2
concentration measurements (Mook et al., 1983; Ciais et al., 1995; Alden et al., 2010). In other studies, measurements of
13CO2 have been used to distinguish between different fuel types (Pataki, 2003; Lopez et al. 2013) or to detect ecosystem
behavior (Torn et al., 2011), giving only a few examples of the many published in the literature.25
1
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In the last decade, new optical instrumentation has been developed, simplifying continuous isotopologue measurements.
This led to an increasing deployment of these instruments, therby increasing the temporal and spatial resolution of 13C(CO2)
and CO2 data (Bowling et al., 2003; Tuzson et al., 2008; McManus et al., 2010; Griffith et al., 2012; Vogel et al., 2013; Vardag
et al., 2015a, Eyer et al., 2016). These data records may lead to an improved understanding of regional CO2 fluxes allowing
estimates of mean δ13C source signatures at high temporal resolution. Estimating mean source signatures from concurrent5
δ13C(CO2) and CO2 records over time provides e.g. insight into temporal changes in the signatures of two different CO2
sources such as fossil fuels and the biosphere, if their relative share to the CO2 offset is known. This may e.g. give insight into
biospheric responses to climatic variations like drought, heat, floods, vapor pressure etc. (Ballantyne et al., 2010; Ballantyne
et al., 2011; Bastos et al., 2016). Likewise, the mean source signature can be used to separate between different source CO2
contributions, if the isotopic end members of these sources are known at all times (Pataki, 2003; Torn et al., 2011; Lopez et al.10
2013; Newman et al., 2015).
Many studies have successfully used the Keeling- or Miller-Tans- approach (Keeling, 1958, 1961; Miller and Tans, 2003)
to determine source signatures in specific settings (e.g. Pataki, 2003; Ogée et al., 2004; Lai et al., 2004; Knohl et al., 2005;
Karlsson et al., 2007; Ballantyne et al., 2010). However, the situations in which Keeling and Miller-Tans plots yield correct
results need to be selected carefully (Miller and Tans, 2003). Only if all possible pitfalls are precluded, the Keeling intercept15
(or the Miller-Tans slope) can be interpreted as gross flux-weighted mean isotopic signature of all CO2 sources and sinks in
the catchment area of the measurement site. Especially in polluted areas with variable source/sink distribution, estimation of
isotopic signature using a Keeling- or Miller-Tans-plot requires a solid procedure, e.g. accounting for wind direction changes
or simultaneously occurring CO2 sinks and sources. In this study, we discuss the possible pitfalls of CO2 source signature
determination from a continuous data set using the Keeling approach and follow a specific modification of this method for20
automatic and bias-free mean source signature determination. We test this method with model-simulated CO2 mole fraction
and δ13C(CO2) data. Using a modeled data set where all source signatures are known, enables us to check if the calculated
source signature is correct, which is vital when evaluating measured data with an automated routine. Having found a method to
determine the isotopic signature of the mean source signature correctly from measured CO2 and δ13C(CO2) data, we discuss,
which information can be reliably extracted from these results.25
2 Determination of source signature
2.1 Classical Keeling and Miller-Tans approach
Keeling (1958, 1961) showed that the mean isotopic signature of a source mix can be calculated by re-arranging the mass
balance of total CO2
CO2tot = CO2bg +CO2S (1)30
and of δ13C of total CO2, i.e. δtot:
δtot ·CO2tot = δbg ·CO2bg + δS ·CO2S (2)
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to:
δtot ≈ CO2bg/CO2tot · (δbg − δS) + δS (3)
where CO2bg and δbg are the concentration and δ13C(CO2) of the background component and CO2S and δS are the concentra-
tion and δ13C(CO2) of the mean source, respectively. In a graphical evaluation when plotting δtot versus 1/CO2tot, this yields
δS as the δ-intercept of the regression of all measurement points (cf. Fig.1a).5
Miller and Tans (2003) have suggested an alternative approach to determine the mean isotopic signature by re-arranging
Eqs. 1 and 2 such that δS is the regression slope when plotting CO2tot·δtot versus CO2tot:
CO2tot · δtot = δS ·CO2tot−CO2bg(δbg − δS) (4)
They argue that this approach might be advantageous since the isotopic signature does not need to be determined from extrap-
olation to 1/CO2=0, which could introduce large errors in the δS estimate. Zobitz et al. (2006) have compared the Keeling and10
the Miller-Tans approach (Eqs. 3 and 4) and found no significant differences between both approaches when applied to typical
ambient CO2 variations. We were able to reproduce this result with our model-simulated data set (cf. Sect. 3.2). Differences
between both approaches were (0.00 ± 0.04) ‰ when applying certain criteria (standard deviation of intercept < 2 ‰, CO2
range within 5 hours >5 ppm), which will be motivated in Sect. 2.3. In our study, we use a Keeling plot for calculation of the
mean source signature, but using a Miller-Tans plot seems just as good. Note that the isotopic signature of the mean source δS15
can be determined from linear regression without requiring a background CO2 and δ13C(CO2) value. However, the Keeling
and Miller-Tans approaches are only valid if the background and the isotopic signature of the source mix δS are constant during
the period investigated (Keeling, 1958, Miller and Tans, 2003). Further, the approaches are only valid when sources and sinks
do not occur simultaneously. Miller and Tans (2003) gave an example, which showed that as soon as sources and sinks of
different isotopic signature/fractionation occur simultaneously, the determination of isotopic signature of the source/sink mix20
is not per se possible. In these cases, the results cannot be interpreted as mean flux-weighted source signature anymore. This
has very unfortunate consequences, since in principle we are interested in determining the isotopic signature of the source mix
of a region during all times, i.e. also during the day when photosynthesis cannot be neglected. Pataki (2003), Miller and Tans
(2003) and Zobitz et al. (2006) compared different fitting algorithms for the regression and came to different recommendations.
Orthogonal distance regression (ODR) and weighted total least squares fits (WTLS) (model 2 fits) take into account errors on25
x and y, whereas ordinary least squares (OLS) minimization (model 1 fit) only takes into account y-errors. Zobitz et al. (2006)
have found differences between both fitting algorithms especially at small CO2 ranges. We have also applied a model 1 (OLS)
and model 2 (WTLS) fit to our simulated data and have not found any significant differences ((0.00 ± 0.01) ‰) between them
when applying certain criteria (error of intercept < 2 ‰, CO2 range within 5 hours >5 ppm, see Sect. 2.2). In this study,
however, we use a WTLS-fit for the determination of the intercept and its uncertainty.30
2.2 Running Keeling approach
For a continuous long-term data set, we suggest an automatic routine to determine the mean isotopic signature of the source
mix. We call this approach the “running” Keeling approach. It is similar to the moving Keeling plot for CH4 currently suggested
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by Röckmann et al. (2016). In our case of CO2 we also have to take into account the possibility of simultaneously occuring
sinks and sources, which is not important in the case of CH4. Our running Keeling approach is a specific case of the classical
Keeling approach (Eq. 3) (Keeling, 1961) as it uses only five hourly-averaged measurement points of CO2 and δ13C(CO2)
fitting a regression line through these five data points (cf. Fig. 1a, illustrated only for three data points for clarity of inspection).
We choose 5 hours as a compromise of maximum number of data points in a minimizing period, in which the source mix5
does not change significantly. No background value is included in the regression. The running Keeling approach works such
that, e.g. for the determination of the mean source signature at 3 pm, we use the hourly CO2 and δ13C(CO2) measurements
from 1 pm to 5 pm and fit a regression line. Next, for the determination of the source signature at 4 pm, we use the CO2 and
δ13C(CO2) measurements from 2 pm to 6 pm and so on.
2.3 Filter criteria of the running Keeling approach10
In order to prevent pitfalls in the regression-based determination of mean isotopic signature, we set a few criteria for the running
Keeling plots to “filter” out situations, in which a Keeling plot cannot be performed. These filter criteria are also similar in type
to the ones introduced by Röckmann et al. (2016). We here explain why these filter criteria are needed for CO2 and how they
are set. A prerequisite for the Keeling plot is that the source mix as well as the background need to stay constant during the
investigated period (see Fig. 1a). Varying source mixes may occur when e.g. the wind direction and therewith the footprint of15
the measurement site change, or if the emission patterns themselves change over time. This may lead to strong biases of the
regression-based mean isotopic source signature (illustrated in Fig. 1b). We eliminate these cases by inspecting the error of the
determined intercept δS . If the source mix or the background significantly change within five hours, the data points will not fall
on a straight line and the error of the intercept will increase. We here set an error of 2 ‰ (in a WTLS fit) as threshold between
an acceptable and a "bad" fit, after having inspected many Keeling plots individually. Also, we demand a monotonous increase20
of CO2 within 5 hours, as a decrease of would be due to either a sink of CO2 or a breakdown of the boundary layer inversion
associated with a change of catchment area of the measurement, both biasing the resulting mean source signature.
As mentioned before, the determination of a mean isotopic signature is not per se possible during the day when CO2 sinks
and sources are likely to occur simultaneously (Miller and Tans, 2003). This can be explained in the Keeling plot by the vector
addition of CO2 source and sink mixing lines with different isotopic signatures, resulting in a vector with an intercept different25
from the expected one, leading to an isotopic signature, which can even lie outside the expected range of the isotopic source
end members (see Fig. 1c). This potential bias is stronger, the smaller the net CO2 signal is. Therefore, e.g. for evaluation
of the Heidelberg data, we demand an increase in CO2 during the 5 hour period of at least 5 ppm to exclude periods where
the photosynthetic sink is similarly strong as CO2 sources. This normally leads to an exclusion of daytime periods, when the
boundary layer inversion typically breaks up and the photosynthetic sink is most pronounced. During winter, it may happen30
that the inversion does not break up due to the cold surface temperatures, but in this season, photosynthetic activity is typically
much smaller than fossil fuel emissions and therefore biases of the regression-based mean source signature are only small. In
the next section, we show that with these filter criteria, which we chose empirically, we are able to successfully remove those
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source signatures, where the underlying assumptions for the Keeling approach are not met. In Sect. 3.2, we will also briefly
discuss how sensitive the result is to the choice of filter criteria.
3 Test of the running Keeling approach with modeled data
We apply the running Keeling method to a modeled CO2 and δ13C(CO2) data set. As also pointed out by Röckmann et al. (2016)
in their CH4 study, this has the advantage that we can test and evaluate our filter criteria as we know exactly the individual5
isotopic source signatures that created the modeled data set and thus, the contribution-weighted mean isotopic source signature
at every point in time. Details on the STILT model and on the computation of the modelled CO2 and δ13C(CO2) record as well
as of the resulting mean source signature, δSTILTS , are given in Appendix A.
3.1 Filter criteria of modeled source signature
We apply the same filter criteria to the calculated mean source signature of the STILT modelled data set δSTILTS , as to the10
regression-based mean source signature (Sect. 2.3). The “unfiltered” source signatures (black in Fig. 2a) are 0-2‰ more
enriched than the “filtered” source signatures (blue). This offset is mainly caused by the daytime source signatures, which are
on average more enriched than nighttime source signatures (Fig. 2b), but more likely to be filtered out based on the criteria of
Sect. 2.3.
3.2 Evaluation of running Keeling approach15
We can now evaluate the running Keeling method and the filter criteria based on the model data and test if they allow a bias-free
retrieval of the mean source signature. In Fig. 3a, we compare the regression-based source signatures to the filtered reference
source signature of Fig 2a, which we have extracted from the model. We do not only compare the mean difference of the mean
source signature, but the hourly differences of the mean source signature as well as the smoothed difference. This enables us
to clearly state how well we are able to determine the hourly mean source signature and its long-term trend.20
Fig. 3a displays the filtered seasonal changes of the source signature for the year 2012. The running Keeling approach is
able to extract the seasonal variability of the mean isotopic signature correctly. The median difference (and inter-quartile range)
between smoothed regression-based (red) and smoothed modeled (blue) approach (both smoothed with 50% percentile filter
with window size of 100 hours, no smooting 50 points in front of large data gaps) is 0.0 ± 0.4 ‰. On a shorter diurnal time
scale, we also compare individual hourly results for the source signature (stars in Fig. 3b,c). The inter-quartile range of the25
filtered hourly difference between both the reference δSTILTS and the running Keeling signature is ca. 1.2 ‰ throughout the
year, but the median difference is small (0.2 ‰). The source signature of the model reference and running Keeling source
signature show the same temporal pattern both, in summer and in winter. Further, we find that if we do not apply all of the
criteria described in Sect. 2.2 (unfiltered data in Fig. 3b,c), we see larger differences between regression-based source signature
(from the running Keeling plot) and the STILT reference values. Note, however, that with the criteria established in Sect. 2.3,30
we have rejected about 85% of all estimated source signatures. Depending on the application, it may be worthwhile to loosen
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the filter criteria to increase the data coverage. For example, if one sets no criteria for the minimal CO2 range, but only for the
error of the slope (< 2‰), about 60% of all data remain for the estimated source signature, but the median difference between
model- and Keeling-based results increases to 0.3 ‰ and the interquartile range increases to 2.4‰ (hourly data), which is about
twice of what we found before. Withdrawing all filter criteria, but using only night time values, leads to a coverage of about
35% (night time) and an interquartile range of 3.5 ‰. The filter criteria, which we use here (Sect. 2.3) are, thus, rather strict,5
but we are confident to precisely extract the correct source signature from the δ13C(CO2) and CO2 record at highest temporal
resolution.
4 Application of the running Keeling approach
4.1 The measured source signature record in Heidelberg
We now apply this approach to real measured data. We use the Heidelberg CO2 and δ13C(CO2) record on hourly time res-10
olution (Fig. B1) to compute the isotopic source signature via regression (Fig. 4). The quality of the Heidelberg CO2 and
δ13C(CO2) record is assessed in the Appendix B. We observe a distinct seasonal cycle of the mean isotopic source signature
in Heidelberg. Smoothed minimum values of about -32 ‰ are reached in winter. Maximum values of about -26 ‰ occur in
summer. This principal pattern is reproduced every year. Additionally, the first year shows a more enriched summer maximum
source signature. A number of data points (less than 0.5%) lie outside the range of realistic end members between -20 and15
-45 ‰ of any source in the catchment area (see Table 1). These outliers can be explained statistically by the uncertainty of
the running Keeling approach. From the model analysis, we expect the inter-quartile range of δS for the Heidelberg catchment
area to be about 1.2 ‰, in accordance to Fig. 4 (1.8 ‰). Our record of the mean source signature in Heidelberg provides a first
insight into the source characteristics at the measurement station. It reaches its minimum in winter when we expect residential
heating (mainly isotopically depleted natural gas, see Tab. 1) to contribute significantly to the source mix. The source signature20
reaches its maximum in summer when more enriched biospheric fluxes are expected to dominate the CO2 signal. This observed
seasonal cycle in Heidelberg (Fig. 4) is very similar to the filtered modelled source signature (Fig. 3a) in amplitude as well as
phase.
4.2 Extracting information on the isotopic end members δbio and δF from δS
We now want to elaborate what quantitative information can be drawn from the mean source signature record in Heidelberg25
about its components. Details on the Heidelberg measurement site and catchment area can be found in Vogel et al. (2010).
4.2.1 Formulation of question
For a continental measurement site such as Heidelberg, we have to assume that there are at least two main source types of CO2
in the catchment area: Fuel CO2 and CO2 from the biosphere. In this simplest case, we essentially have one equation (δS , Eq.
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6) with three unknown variables (δbio, δF and the fuel (or biosphere) share fF ) and only if two of these variables are known,




· δF + ∆CO2−CO2F∆CO2 · δbio (5)
= fF · δF + (1− fF ) · δbio (6)
Which of the variables is the one to be estimated depends, of course, on the research question. If the fossil fuel share and5
end members are well known from inventories, one could be especially interested in determining the isotopic end member δbio
in order to study biospheric processes and their feedback to climatic parameters (Ciais et al., 2005; Ballantyne et al., 2010;
Salmon et al., 2011). Contrary, one may be interested in determining the relative share of fossil fuel CO2 in the catchment area
(with known δbio and δF ) to monitor emission changes independently from emission inventories. In our discussion, we focus
on the determination of the fossil fuel share, but the arguments for most parts are analog for other research questions.10
As noted, a quantification of the relative shares of fossil fuel and the biospheric CO2 at continental stations is only possible
if information on the isotopic end members of both source categories are available. For example, Vardag et al. (2015b) used the
isotopic signatures of δbio (assumed to be known within a fixed uncertainty) and δF (obtained by calibration with ∆14C(CO2))
to calculate the fossil fuel CO2 contribution from the (continuously) measured CO2 and δ13C(CO2) signal. However, knowing
the isotopic signatures δbio and δF over the entire course of the year, requires an extensive number of measurements at the15
relevant sources throughout the year and further assumptions how to extrapolate the source signature of the point measurements
to a mean source signature of all relevant sources. Therefore, we ask here, if we can obtain information on these end members
from our measured source signature record, despite the fact that we have three unknown variables and only one equation. In
the following, we discuss this question exemplary for the year 2012, for which we have modeled data, inventory information
and an almost complete measurement record.20
4.2.2 One source approximation
In general, in order to obtain information on δbio (δF ), we require information on the fuel CO2 share and δF (on the fuel CO2
share and δbio). However, in cases where the relative share of the biosphere (fossil fuels) is negligible, the isotopic signature of
δF (δbio) would equal the mean isotopic signature. In these cases, the number of unknown variables would be reduced to one
as the fossil fuel (biospheric) share is ≈ 100% and δbio (δF ) does not contribute significantly to the mean source signature. In25
a typical catchment area, the relative share of fossil fuels and of the biosphere will not be negligible throughout the year, but
in winter, fossil fuel CO2 will dominate while in summer the biospheric CO2 will dominate the CO2 offset compared to the
background. E.g. from the STILT model results for Heidelberg (Sect. 3.2 and Appendix A), we perceive that on cold winter
days in Heidelberg, the fossil fuel share can be about 90 to 95% of the total CO2 offset. In summer, it reaches a minimum
at about 20%. We may, thus, be able to obtain information about the isotopic end members of δF in winter (δbio in summer),30
when the mean source signature is dominated by the fossil fuel (biospheric) share.
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To calculate the resulting isotopic end members of δi from the measured source signature (and with that to solve Eq. 6), we
require the fossil fuel CO2 share from STILT and the bottom-up emission inventory EDGAR. However, as we only require the
share and not the absolute concentration, we are largely independent from potentially large model transport errors. We assume
an absolute uncertainty of 10 % of the fossil fuel share (and of the biospheric share respectively).
To determine δF in addition to the fuel CO2 share, we require a value for δbio. Here we use a typical mean value of the5
isotopic end member of δbio= -25 ‰ and assume a seasonal cycle as determined for Europe by Ballantyne et al. (2011) (see
Fig. 2 and 3 in Ballantyne et al. (2011)) displayed in Fig. 5a as solid green line. We show δbio with two possible uncertainties of
0.5 and 2 ‰. As expected, the uncertainty of the unknown δF is only acceptably small when the relative share of the biosphere
becomes negligible, which is the case in winter (Fig. 5a). The isotopic end member of δF in winter is about (-31 ± 2.5) ‰ in
January to March 2012 and decreases to (-32.5 ± 2.5) ‰ in November to December 2012. Further, Fig. 5a shows that the best10
estimate of the resulting isotopic signature δF is more depleted in summer than in winter. This curvature is opposite from what
we would expect from EDGAR (2010) transported by STILT (see assumed δF in Fig. 5b). Only when assuming an uncertainty
of the biospheric end member of ± 2 ‰ or more, the uncertainty range of the estimated δF allows more enriched δF signature
in summer than in winter. This suggests that the isotopic source signature of the biosphere in summer is most probably more
depleted (by about 2 ‰) than the previously assumed δbio value based on Ballantyne et al. (2011).15
To estimate δbio (Fig. 5b), we require (besides the fossil fuel share) the isotopic source signature δF . Here we use δF
calculated with the STILT model on the basis of EDGAR emissions and source signatures according to Tab. 1. Its annual mean
value is -31 ‰ and it shows a seasonal cycle with more enriched signatures in summer than in winter. We show the results
for δbio for two possible δF uncertainties of 1 and 3 ‰ (see Fig. 5b). The best-estimate of the isotopic end member of δbio
in summer is about -25.0 ± 1 ‰ in June to August 2012. This reinforces the presumption that δbio is more depleted than the20
assumed δbio value based on Ballantyne et al. (2011) during summer.
4.2.3 Evaluation of the precision
The uncertainty of the isotopic end members in Fig. 5a and b has three components: 1) The uncertainty of the fossil fuel CO2
share estimated from STILT, which we assume to be about 10% (absolute) in our case, 2) the uncertainty of the other known
isotopic end member (0.5 and 2 ‰ for δbio or 1 and 3 ‰ for δF ) and 3) the uncertainty of the measured mean source signature25
itself (ca. 0.5 ‰, see Sect. 3.2). Note, that an uncertainty of 10% of the fossil fuel share is at the low end of uncertainties.
However, an uncertainty of 20% of the fossil fuel share would increase the uncertainty in the unknown isotopic end members
by only 0.2 - 0.4 ‰ for δbio in summer and δF in winter, respectively.
The derived uncertainty of δF in winter is about 2.5 ‰ and that of δbio in summer is about 1.5 ‰. An uncertainty of ± 2.5
‰ for δF is rather large if we want to use this observation-based top-down result for further quantitative source apportionment.30
Vardag et al. (2015b) showed that a misassignment of 2.5 ‰ in δF leads to a bias in the continuous fuel CO2 estimate of about
15% for an urban measurement site like Heidelberg. The observation-based biospheric end member δbio has an uncertainty of
only about 1 ‰ in June to August 2012, which is a very well constraint value for this period.
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4.2.4 Evaluation of accuracy
If both isotopic end members stayed constant over the course of one year, we would now be able to actually estimate the fossil
fuel CO2 share (and its uncertainty) continuously throughout the year without requiring any additional information, such as
inventories or ∆14C(CO2) for calculation of δF from the mean source signature. However, from bottom-up information, we
would neither expect the isotopic value of the biosphere nor that of the fossil fuel mix to remain constant throughout the year.5
In contrary, we would expect the biosphere to show a distinct seasonal pattern e.g. due to the change in fraction of respiration
from C3/C4 plants over the course of the year or influences of climatic conditions on biospheric respiration (e.g. Still et al.,
2003; Ciais et al., 2005). A seasonal cycle of δF is also expected with more enriched values in summer, when the contribution
of residential heating (and therewith of depleted natural gas) is much smaller than in winter. Therefore, if we have varying
isotopic end members of δF and δbio, we cannot estimate the fossil fuel share correctly for the entire year. But, if the amplitude10
of these changes is small, the biases in fossil fuel CO2 will be small as well. Vardag et al. (2015b) have shown that from a
limited number of 14C(CO2) grab samples distributed over the year, the true annual mean value of δF can be obtained. Here
we show that from the mean δ13C source signature only a reliable winter value is obtained, potentially introducing summer
biases (as well as annual averaged biases) into the fuel CO2.
4.2.5 Possible strategy to obtain δF and δbio15
To determine δbio, one can take the summer value of δbio from the source signature record following Sect. 4.2.2. As no reliable
determination of δbio is possible during the rest of the year based only on atmospheric observations, there must be either very
good bottom-up literature values for the catchment area of interest or frequent measurement campaigns at the sources must
be performed. However, the disadvantage of using a bottom-up approach is that usually only information from few specific
sites are available, which need then to be upscaled correctly such that they are representative of the entire catchment area. For20
a determination of δF in the entire year, one can use ∆14C(CO2) measurements (following Vardag et al. (2015b)) or rely on
the bottom-up inventory information. To obtain correct source signatures of the different fossil fuel categories, measurements
close to these sources are required to support or refute the inventory-model based estimates. These measurements again need
to be upscaled correctly.
5 Conclusions25
Many measurement stations are currently being equipped with new optical instruments, which measure δ13C(CO2) aiming at
a more quantitative understanding of the carbon fluxes in their catchment area. If this additional δ13C(CO2) data stream is not
directly digested in regional model calculations, the mean isotopic source signature is often computed from the δ13C(CO2)
and CO2 records for the analysis of the source composition. Essentially, this source signature provides the same degree of
information as the measured δ13C and CO2 records themselves, but is a more intuitive and therefore common form for further30
interpretations.
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We re-emphasize here that a bias-free determination of source signature requires carefully selecting the data for situations,
in which determination of source signature with a Keeling plot can provide reliable results. This excludes periods, when
sinks and sources occur simultaneously, when the source mix changes or when the signal-to-noise ratio is too low (Keeling,
1958; Keeling, 1961; Miller and Tans, 2003). We therefore developed filter criteria and show that the routine and accurate
determination of 13C(CO2) source signature is possible, if the introduced filter criteria are applied. As suggested by Röckmann5
et al. (2016), we use a modeled data set for validation of the approach. We find that for a station like Heidelberg, the bias
introduced by our analysis is only (0.2 ± 1.2) ‰ for hourly data. The uncertainty decreases in the long-term to (0.0 ± 0.4) ‰.
We are therefore able to estimate the source signature correctly. However, as the filter criteria are such that the source signatures
are more likely to be filtered out during the day than during the night, the long-term source signature is not representative of
real daily averages, but only of periods, where the data was not filtered out (mainly nighttime). This problem does not occur10
for CH4, which has only weak daytime sinks.
By applying the running Keeling plot procedure to a real measured data set in Heidelberg, we are able to determine the
source signature over the course of four years. We find a distinct seasonal cycle of the mean source signature with values of
about -26 ‰ in summer and about -32 ‰ in winter. This general behavior was expected due to the larger relative contribution
of more depleted fossil fuel CO2 in winter. For a unique interpretation of the mean source signature, possible sources in the15
catchment area need to be identified. As soon as there are more than one source, the source signature is a function of the
isotopic end members of all sources, as well as of their relative shares. Therefore, to study the seasonal and diurnal changes
of fossil fuel shares at a continental station, information on the isotopic end members of the fossil fuel mix as well as of the
biosphere are required on the same time resolution. Unfortunately, the isotopic end members are often not known with high
accuracy. The uncertainty of the isotopic end members often impedes or even prevents a unique straightforward determination20
of the source contribution in the catchment area (e.g. (Pataki, 2003; Torn et al., 2011, Lopez et al. 2013; Röckmann et al.,
2016) and calls for elaborated statistical models based on Bayesian statistics . This important fact is sometimes mentioned, but
the consequences for quantitative evaluations are rarely emphasized, preserving the high expectations associated with isotope
measurements.
We showed that for the urban site Heidelberg, we can use the observation-based mean source signature record to estimate25
the isotopic end member δF in winter and the isotopic end member δbio in summer within the uncertainties of ±2.5 ‰ and ±1
‰, respectively, when assuming an uncertainty of ±10 % for the fossil fuel and biospheric CO2 share and an uncertainty of
the other isotopic end member δF of ±3 ‰ and δbio of ±2 ‰. However, in the winter season we cannot obtain any reliable
information on δbio and in summer we cannot study δF . If the isotopic end members would not change within seasons, it would
be possible to determine these constant isotopic signature from our obtained estimates. However, this is not a valid assumption.30
Finally, we could show, that even though it is not possible to determine the isotopic end members throughout the year, it is
possible to refute certain literature values. E.g. a respiration signature of -23 ‰ in August and September 2012 as reported by
Ballantyne et al. (2011) is most likely too enriched as this would lead to more depleted δF values in summer than in winter,
which is in contrast to what we would expect based on emission inventories.
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Appendix A: The STILT model
We use the Stochastic Time Inverted Lagrangian Transport (STILT) model (Lin et al., 2003) to evaluate our running Keeling
approach. The STILT model computes the CO2 mole fraction by time-inverting meteorological fields and tracing particles
emitted at the measurement location back in time to identify where the air parcel originated. This so-called footprint area
is then multiplied by the surface emissions in the footprint to obtain the CO2 concentration at the site in question. Photo-5
synthesis and respiration CO2 fluxes are taken from the vegetation photosynthesis and respiration model (VPRM, Mahade-
van et al., 2008). Anthropogenic emissions are taken from EDGARv4.3 emission inventory (EC-JRC/PBL, 2015) for the
base year 2010 and further extrapolated to the year 2012 using the BP statistical review of World Energy 2014 (available
at: http://www.bp.com/en/global/corporate/about-bp/energy-economics/statistical-review-of-world-energy.html). Additionally,
we use seasonal, weekly and daily time factors for different emission categories (Denier van der Gon et al., 2011). Since the10
EDGAR inventory is separated into different fuel types, we obtain a CO2 record for each fuel type as well as for respiration
and photosynthesis. This allows us, to construct a corresponding δ13C(CO2) record by multiplying the isotopic signature of
every emission group i to its respective CO2 mole fraction δ13C(CO2)i·CO2,i (see Tab. 1), adding these to a far-field boundary
value of δ13C(CO2)·CO2 and dividing it by the total CO2 at the model site. The CO2 far-field boundary value for STILT is
the concentration at the European domain border (16°W to 36°E and from 32°N to 74°N) at the position where the backwards15
traced particles leave the domain. The concentration at the domain border is taken from analyzed CO2 fields generated with
TM3 (Heimann and Körner, 2003) based on optimized fluxes (Rödenbeck, 2005). The isotopic boundary value is then con-
structed artificially by fitting the linear regression between CO2 and δ13C(CO2) in Mace Head (year 2011 from World Data
Center for Greenhouse Gases, (Dlugokencky et al., 2015)) and applying the function of the regression to the boundary CO2
values in the model. Since, in reality, we also have measurement uncertainties of CO2 and δ13C(CO2) we also include a random20
measurement uncertainty of 0.05 ppm and 0.05 ‰, respectively to the modeled data sets. The CO2 and δ13C(CO2) records are
used to calculate the regression-based mean source signature following the running Keeling approach (Sect. 2.2).
A1 Computation of mean modeled source signature
For the reference modeled mean source signature we use a “running” background. In particular, we chose the minimum CO2
value within 5 hours centered around the measurement point as the background value and all contributions from fuel CO225
(cF,i), respiration (cresp) and from photosynthesis (cphoto) are computed as offsets relative to the background (cbg). This is
then comparable to the regression-based running Keeling approach as the lowest and highest CO2 values within five hours span
the Keeling plot. We are then able to define and compute the reference modeled mean source signature as:
δSTILTS =
∑
i δF,i|cF,i|+ δresp|cresp|+ δphoto|cphoto|∑
i|cF,i|+ |cresp|+ |cphoto|
(A1)
Note that we use absolute values of all contributions since photosynthetic contributions (cphoto) are generally negative while30
source contributions (cresp and cF,i) are generally positive, but both should lead to a negative source signature in a Keeling
plot. The calculated source signature δSTILTS (from Eq. A1) can be seen in Fig. 2a (blue). If we would not take into account
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the different signs of respiration and photosynthesis, we would construct isotopic signatures, which are counter-intuitive and
not interpretable as mean source signature (Miller and Tans, 2003) as the denominator could converge against zero. When
calculating the isotopic source following Eq. A1, we can interpret δSTILTS as gross flux weighted mean isotopic signature of
sources and sinks.
Appendix B: CO2 and δ13C(CO2) measurements in Heidelberg5
A necessary prerequisite of determining the mean source signature correctly at a measurement site is a good quality of CO2
and δ13C(CO2) measurements. Therefore, we briefly describe here the instrumental set-up in Heidelberg, assess the precision
of the CO2 and δ13C(CO2) measurements and finally present our four years’ ambient air record of CO2 and δ13C(CO2) in
Heidelberg.
B1 Instrumental set-up and intermediate measurement precision10
Since April 2011, atmospheric trace gas mole fractions are measured with an in-situ Fourier Transform-InfraRed (FTIR)
spectrometer at three-minute time resolution at the Institut für Umweltphysik in Heidelberg (Germany, 49°25’N, 8°41’E, 116
m a.s.l +30 m a.g.l.) (see Fig. B1 for CO2 and δ13C(CO2). A description of the measurement principle can be found in Esler
et al. (2000) and Griffith et al. (2010, 2012). Hammer et al. (2012) describe the Heidelberg-specific instrumental set-up in
detail and Vardag et al. (2015a) describe modifications to this set-up and the calibration strategy for the stable isotopologue15
measurements.
The intermediate measurement precision of the FTIR is about 0.05 ppm for CO2 and 0.04 ‰ for δ13C(CO2) (both 9 minute
averages) as determined from the variation of daily target gas measurements (Vardag et al., 2014; Vardag et al., 2015a).
In this work, we only use hourly CO2 and δ13C(CO2) values, since simulation runs often have an hourly resolution and
thus, observations and simulations can directly be compared. However, from Allan standard deviation tests, we know that20
the intermediate measurement precision of hourly measurements is only slightly better than for nine-minutely measurements
(Vardag et al., 2015a).
B2 Four years of concurrent CO2 and δ13C(CO2) measurements in Heidelberg
The CO2 concentration in Heidelberg varies over the course of the year and has its maximum in winter and its minimum in
summer (Fig. B1). This pattern is mainly driven by larger fossil fuel emissions in winter than in summer. Especially, emissions25
from residential heating are higher in the cold season. Furthermore, biospheric uptake of CO2 is lower in winter than in
summer. The minimum of the isotopic δ13C(CO2) value coincides with the maximum in CO2 concentration and vice versa.
The features are anti-correlated since almost all CO2 sources in the catchment area of Heidelberg are more δ13C-depleted than
the background concentration and therefore a CO2 increase always leads to a depletion of δ13C(CO2) in atmospheric CO2.
Also, the biospheric CO2 sink, dominating in summer, discriminates against δ13C(CO2), leaving the atmosphere enriched in30
13C(CO2), while CO2 decreases. On top of the seasonal cycle, CO2 in Heidelberg (Fig. B1) slightly increases over the course
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of four years by about 2 ppm year−1. At the same time δ13C(CO2) decreases by about 0.04 ‰ year−1. These rates are similar
to the CO2 increase and δ13C(CO2) decrease rates in Mauna Loa, Hawaii, USA (Dlugokencky et al., 2015; White et al., 2015)
and therefore reflect the global increase of CO2 from 13C-depleted sources moderated by air-sea gas exchange. It is not visible
to the eye, how the degree of depletion in δ13C(CO2) varies over the course of the year (see Fig. B1). To analyze this behavior,
the mean source signature must be computed (see Sect. 2.2 and Fig. 4).5
Author contributions. S. Vardag developed the running Keeling approach in exchange with I. Levin. S.Vardag verified this approach using
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three authors.
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Figure 1. Regression-based determination of source signature using a Keeling plot. For clarity of illustration, we only draw three data
points instead of five, which we use for our computation. a) Constant source mix during the time of source signature determination leads
to the correct isotopic signature, δS . b) Change of source mix during the period of determination of a Keeling plot due to either a temporal
change of emission characteristics or a wind direction change leads to a biased result. These situations can be usually identified by a large
error of the intercept, δS (we choose an error >2 ‰ to reject these results) c) Sources and sinks with different isotopic signatures or sink
fractionation occur at the same time and lead to a wrong apparent source signature. Strong biases are prevented by choosing a minimum net
CO2 concentration range of 5 ppm and demanding a monotonous increase of CO2 during the five hours (see text for more details). Note that
the background value is displayed for illustration, but it is not used in the running Keeling plot approach.
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Figure 2. Source signature as calculated with the STILT model following equation A1. a) Unfiltered in black and filtered (for monotonous
increase and minimal range) in blue. Only about 15% of all data points fulfill our strict criteria. However, they are distributed approximately
evenly throughout the year. b) Diurnal cycle of modeled mean source signature due to diurnally varying mean source mix. Gray areas denote
times when source signature is usually filtered out.
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Figure 3. Comparison between modeled reference source signature (blue) and the running Keeling intercept (red), which is regression-based
using the modeled CO2 and δ13C(CO2) records. a) Long term comparison for the year 2012. The smoothed lines of window size 100 are
also shown in the respective colors. b) Summer excerpt and c) winter excerpt (grey areas in a) of both reference and regression-based source
signature. The crosses denote unfiltered data and bold stars denote filtered data.
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Figure 4. Running Keeling approach-based source signature in Heidelberg from 2011 until mid of 2015. The black line is the smoothed
running Keeling signature (50%-percentile filter with window size=100 hours). Half a window size before the beginning of a large data gap
the data is not further smoothed to prevent smoothing artifacts.
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Figure 5. a) A fixed isotopic end member of the biosphere (green, ± uncertainty of 0.5 ‰ (light green area) and 2 ‰ (crosshatched green))
together with the measured source signature (black) results in δF (red, ± its uncertainty). b) A fixed isotopic end member of the fuel mix
(red, ± uncertainty of 1 ‰ (salmon pink) and 2 ‰ (crosshatched gray-pink)) together with the measured source signature (black) results in
δbio (green, ± its uncertainty). In both cases, also the fuel CO2 share (or biospheric CO2 share) is required. We here use the share calculated
with STILT on the basis of EDGAR v4.3 and assume an absolute uncertainty of 10%.
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Figure B1. Continuous Heidelberg hourly FTIR record of (a) CO2 and (b) δ13C(CO2) from April 2011- June 2015. Data gaps occur when
the instrument was away during a measurement campaign or when instrumental problems occurred. The lower (and upper) 5% envelope is
drawn for CO2 and δ13C(CO2) in dark green and light blue, respectively.
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Table 1. δ13C(CO2) source signature of fuel types and biosphere as used in the model and the range of literature values. Note, that for a
specified region, the range of possible isotopic signature can often be narrowed down, if the origin and/or production process of the fuel type
is known.
Emission source Used δF,i or δbio
[‰]
Range of literature




Coal -23 to -27 Mook, 2000
- Hard Coal -25
- Brown coal -27
Peat -28 -22 to -29 Mook, 2000; Schumacher et al., 2011
Oil -29 -19 to -35 Andres et al., 1994; Mook, 2000; Schumacher et al.,
2011
Gas
-Natural gas -46 -20 to -100 Andres et al., 1994
-Derived gas -28 -26 to -29 Bush et al., 2007
Solid waste -28 -20 to -30 typical range of C3 and C4 plant mixes (Mook, 2000)
Solid biomass -27 -20 to -30 typical range of C3 and C4 plant mixes (Mook, 2000)
Bio liquid -29 -20 to -30 typical range of C3 and C4 plant mixes (Mook, 2000)
Biogas -11 0 to -16 Widory et al., 2012; Levin et al., 1993
Biosphere -20 to -30 Lloyd and Farquhar, 1994; Mook, 2000
Photosynthesis -23 -20 to -30 typical range of C3 and C4 plant mixes Mook, 2000
Respiration -25 -20 to -30 typical range of C3 and C4 plant mixes (Mook, 2000)
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Anthropogenic emissions of greenhouse gases are mainly responsible for the global mean
temperature increase since 1880 driving climate change (IPCC, 2014a). Understanding
the relevant processes of ecosystems is vital to project how ecosystems will respond to
changes in elevated CO2 levels, drought, heat etc.. Further, initiation and validation
of emission mitigation strategies require a quantification of anthropogenic greenhouse
gas emissions.
In order to study these greenhouse gas fluxes, high quality greenhouse gas measure-
ments are required. If the greenhouse gas measurements are sufficiently accurate and
precise and if different data sets of greenhouse gases from a measurement network are
compatible to each other, the joint data can be used to obtain a regional estimate of
total net greenhouse gas fluxes. Further, a separation of total greenhouse gas fluxes
into net ecosystem fluxes from different reservoirs such as from fossil fuel CO2 and
biospheric CO2 is vital to study ecosystem fluxes and anthropogenic emissions inde-
pendently from each other. Finally, for a comprehensive understanding of ecosystem
processes, it is essential to separate between gross fluxes such as photosynthesis and
respiration as these two opposed fluxes may respond differently to climatic changes.
In this discussion, the contributions of this thesis to improving the European green-
house gas measurement network are listed and elaborated and limitations and further
steps for an improvement of regional flux estimates are pointed out.
I) Providing a long-term greenhouse gas record
Within this work, an accurate and precise greenhouse gas data set has been gen-
erated for Heidelberg spanning a time range from April 2011 up to now. For this
purpose, it was necessary to optimize the FTIR measurement technique and further
develop a robust correction and calibration procedure. The data is partly presented
in the publications and the CO2 and δ
13C(CO2) record is freely available at: http:
//www.iup.uni-heidelberg.de/institut/forschung/groups/kk/Data_html. It is
also displayed in the appendix A together with its accuracy, compatibility and inter-
mediate measurement precision. The precision and stability of the measurements are
such that the WMO recommendations can be met for CO2, CH4, N2O and CO. The
entire data set can now be used in top-down approaches to calculate greenhouse gas
fluxes in the catchment area of Heidelberg for the years 2011 to 2016. It is desirable to
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continue the long-term measurements in the future so that changes in regional emission
patterns can be detected.
II) Comparing greenhouse gas measurements to assess current
compatibility
During a “travelling instrument” campaign from March to May 2013 to the AGAGE
and WMO Global Atmosphere Watch (GAW) station Mace Head, Ireland, the Hei-
delberg FTIR (see appendix A) continuously measured CO2, CH4 and N2O (on the
WMO CO2 X2007 scale, the WMO CH4 X2004 scale and the WMO N2O X2006a scale,
respectively) in parallel to the station instrumentation (Sect. 2.1). At Mace Head, a
GC-MultiDetector (GC-MD) system routinely measures CH4 and N2O. The GC-MD
performs measurements every 20 minutes, which are on the Tohoku University scale
for CH4 and on the SIO-1998 scale for N2O. A cavity ring-down spectrometry (CRDS)
system continuously measures CO2 and CH4 (WMO CO2 X2007 scale and WMO CH4
X2004 scale, respectively). During the measurement campaign it was possible to iden-
tify the magnitude of differences for CO2, CH4 and N2O measurements between these
different instruments and narrow down the origin of the differences. The differences
are summarized and evaluated here point by point.
CO2
For CO2, the mean differences between the CRDS and the travelling campaign instru-
ment (TCI) is (0.14 ± 0.04) ppb (mean ± standard deviation), which is not seen in
cross-cylinder measurements. This highlights the importance of the travelling instru-
ment approach, which compares measurements of different instruments under routine
ambient air measurement protocol, thus including a check of the ambient air sample
intake line. The reason for the difference cannot be resolved uniquely, but may originate
from the water correction of the CRDS instrument. Similar differences in CO2 (but of
opposite sign) have been observed during travelling instrument campaigns by Hammer
et al. (2013b). It seems that, unfortunately, the WMO ILC targets for CO2 are often
not met for measurements from different laboratories. Pinning down the reason for the
discrepancies and maintaining a good stability will be important to meet the WMO
recommendation in the future and to improve the quality of the data.
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CH4
For CH4, meeting the WMO ILC targets is less challenging because the signal to
noise ratio is large. All instruments (CRDS, GC and FTIR) meet the WMO ILC
targets. The travelling instrument campaign therefore confirms that already today
CH4 measurements from different networks can be merged and used in inverse model
approaches (e.g. Bergamaschi et al., 2010).
N2O
For N2O, the mean difference between ambient air measurements of the station in-
strumentation (GC) and of the TCI is (0.37 ± 0.22) ppb. This difference is a con-
siderable fraction of the continental N2O gradient, which is typically about 0.5 ppb.
Cylinder as well as ambient air comparisons show the same difference suggesting that
the difference originates from a calibration offset. Assessing the magnitude of possi-
ble calibration transfer uncertainties (ca. ± 0.15 ppb) and including results of flask
comparisons between both networks (pers. communication, P. Krummel, 2013) into
consideration, it appears that the difference can be partly (0.1 to 0.4 ppb) attributed
to a discrepancy between calibration scales of the WMO X2006a and the SIO-1998
scale. It is possible that the scale difference is due to a non-linearity of the Electron
Capture Detectors (ECD) of the GCs, as both networks derive their N2O scales from
ECD measurements (pers. communication, B. Hall, 2016). Furthermore, the difference
may partly be due to specific errors of the station instrumentation (e.g. non-linearity
effects), which could not be investigated in the scope of the TCI campaign. Thompson
et al. (2014) stated that for N2O it is valuable to introduce prior values for calibration
offsets into inverse models as large biases will distort resulting N2O fluxes, if not taken
into account. Therefore, the estimated calibration scale bias and its uncertainty found
in this work (Sect. 2.1) can now be used in top-down approaches for an improvement
of N2O surface fluxes of recent years.
Limiting factors of studying the greenhouse gas cycle
In the first publication (Sect. 2.1), it was shown that the precision of CO2 and CH4
measurements of the new optical instruments is already sufficient to detect small ver-
tical gradients and thus, to detect small greenhouse gas fluxes. However, problems
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with the accuracy and compatibility within and across measurement networks need
to be overcome for CO2 to effectively use the greenhouse gas measurements from dif-
ferent stations in top-down approaches. At present, the lacking compatibility between
different instruments still limits the benefit of a joint data set.
Recommendation for future repetition of travelling instrument campaigns
Especially now, as many new optical instruments are emerging and can contribute
to a much denser network of continuous greenhouse gas measurements, systematic
problems of instruments (e.g. water corrections) need to be detected and analyzed.
As contamination, drifts in calibration cylinders and hardware problems can occur
slowly or suddenly and are thus time-dependent, it is important to perform routine
quality control checks. Comprehensive comparison campaigns are therefore advisable
on a regular basis in the future and were explicitly demanded in Vardag et al. (2014)
(first publication, Sect. 2.1). Following the travelling instrument campaigns by Hammer
et al. (2013b) and Vardag et al. (2014), the importance of the travelling instrument
campaigns has been recently recognized by the ICOS community (ICOS, 2015). It
was decided that for every ICOS station, one dedicated sampling intake line must
be installed for the TCI for occasional station visits. It was further recognized that
the travelling instrument approach is the only approach able to pinpoint individual
problems. The routine implementation of the travelling instrument approach into the
quality control of the ICOS measurement network is therefore a huge success of this
work and will contribute to a homogenized data set for Europe.
III) Establishing δ18O(CO2) measurements with the FTIR
Technical implementation
δ18O(CO2) measurements were implemented in the FTIR analysis and the compati-
bility with isotope ratio mass spectrometry (IRMS) as well as the precision of these
measurements were assessed. The technical feasibility of measuring this tracer is re-
markable as the abundance of 18O(CO2) is small and its absorption band overlaps
with that of 12C(CO2). It was shown that an analysis is feasible with a precision of
about 0.3 h and compatible to the Heidelberg IRMS if large cross-sensitivity effects
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are corrected. Even though the precision does not meet the WMO ILC recommenda-
tions, it is sufficient to detect δ18O(CO2) signals in ambient CO2 in Heidelberg and to
qualitatively attribute these signals to different exchange processes.
As the FTIR spectra are routinely stored, it is now possible to derive the δ18O(CO2)
signal from the stored spectra in retrospective. Therefore, also the δ18O(CO2) mea-
surements from other FTIR instruments could be analyzed retrospectively to obtain
long-term continuous δ18O(CO2) data sets at many stations. This is, however, only true
if the calibration gases span the atmospheric δ18O(CO2) signal and if cross-sensitivities
have been determined.
Interpretation of the δ18O(CO2) record
The unique property of δ18O(CO2) to distinguish between photosynthesis and respira-
tion opens the door to studying regional gross fluxes of CO2. This is fundamental to
understand how photosynthesis and respiration fluxes may respond to future environ-
mental changes (e.g. global warming, droughts or elevated CO2 levels) (Ciais et al.,
2005). In this work, it was demonstrated that strong variations of local δ18O(CO2)
occur and can be interpreted as changes in the isotopic value of soil water or as an-
thropogenic signals. In a case study, a qualitative understanding of dominant processes
could already be obtained (Sect. 2.2, Vardag et al., 2015a). However, to quantify CO2
fluxes using atmospheric δ18O(CO2) measurements, the δ
18O(CO2) values of soil and
plant fluxes and of anthropogenic CO2 fluxes must be determined accurately. As the
δ18O(CO2) values of photosynthesis and respiration are strongly coupled to the water
cycle, they can vary on time scales of hours. Therefore, the isotopic composition of
precipitation and water vapor needs to be measured as well, also on high temporal
resolution. Furthermore, processes such as evapotranspiration and soil invasion influ-
ence the atmospheric δ18O(CO2) signal and their effect on the δ
18O(CO2) signal must
be estimated to quantify CO2 gross fluxes correctly from the atmospheric δ
18O(CO2)
record.
Therefore, in order to quantitatively separate net ecosystem fluxes into gross fluxes us-
ing atmospheric δ18O(CO2), a coupled water-carbon model (Langendo¨rfer et al., 2002)
is required, which is fed with explicit boundary conditions such as δ18O values of precip-
itation and water vapor, relative humidity, radiation and temperature (Langendo¨rfer
et al., 2002; Riley, 2013).
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Future perspective of δ18O(CO2) measurements
As δ18O(CO2) is a unique tracer for biospheric gross fluxes, in the future, the inter-
pretation of the δ18O(CO2) signal will remain desirable for the ecosystem community
despite its complex behavior. In order to determine the isotopic end members of the
water cycle, continuous water isotopologue measurements are currently being built up
at the Institute of Environmental Physics in Heidelberg and will soon be complement-
ing atmospheric δ18O(CO2), δ
13C(CO2) and CO2 measurements, paving the way for
successfully implementing a local H2O-CO2 model as e.g. described by Langendo¨rfer
et al. (2002), Riley et al. (2003) or Riley (2013).
IV) Separating fuel and biogenic CO2
In order to study ecosystem fluxes, oceanic fluxes and fuel emissions independently
of each other, it is necessary to separate between these contributions. Measurements
of tracers such as δ13C(CO2) offer the prospect of separating between different CO2
source components. For example, at continental stations, δ13C(CO2) could be used to
separate between biogenic and fuel contributions (see Sect. 1.5.5 and 2.3) due to the
different isotopic signatures of fuels and the biosphere. The continuous measurement
of δ13C(CO2) is still rather novel, but many continuously measuring δ
13C(CO2) instru-
ments have been installed globally in the last decade as new optical instruments have
been emerging (e.g. Esler et al., 2000; Wahl et al., 2006; Tuzson et al., 2011; Hammer
et al., 2013a; Vogel et al., 2013; Griffis, 2013). This opens the door to a separation of
fuel and biogenic CO2 on a continuous basis, which is needed to understand biospheric
processes on sub-diurnal scales and to study the emissions of different time-dependent
catchment areas. However, the actual benefit of the continuous isotope measurements
for understanding the ecosystem and monitoring anthropogenic fuel emissions has not
been quantitatively evaluated yet.
In this work an equation for continuous fuel CO2 estimates based on
13C(CO2) and
CO2 is formulated. This so-called “δ
13C(CO2) method” can be used to continuously
separate biogenic CO2 from fuel CO2. There are alternative approaches to estimate
fuel CO2 continuously, such as continuous measurements of CO (together with CO2),
CO2 alone or hypothetical continuous
14C(CO2) measurements (together with CO2) if
the latter become available in the future. All of them exhibit their own advantages and
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disadvantages. In the third publication (Sect. 2.3, Vardag et al., 2015b), the different
tracers are introduced and compared in a model setting. The STILT model (Sect.
1.6.1) is used to generate a “pseudo-data set” of all tracer records as well as of fuel
CO2 for three different measurement sites. The great advantage of using a model is
that, in the model, the fuel CO2 is already known. Therefore, when the modeled tracer
records are used to estimate fuel CO2, the resulting fuel CO2 can be compared with
the known reference model fuel CO2. A quantification of the accuracy and precision of
the tracer-based estimations of fuel CO2 is therefore possible. Here, the findings of the
third publication (the advantages, shortcomings and future perspectives of the different
tracer methods) are summarized to support the decision which tracer to establish at
which station within a measurement network.
δ13C(CO2) and CO method
At the moment, δ13C(CO2) and CO are the most promising tracers to estimate fuel
CO2 continuously. The precision of fuel CO2 when using the δ
13C(CO2) and CO
method is about 3-4 ppm, which in the Heidelberg model setting corresponds to an
uncertainty of about 25%. While the CO method is mainly limited by the variation
of natural CO fluxes, δ13C(CO2) is, to a large degree, limited by the measurement
precision of δ13C(CO2) and CO2. The technical development of more precise δ
13C(CO2)
measurements will therefore lead to an improvement of the precision of the δ13C(CO2)
method by up to 2-3 ppm. This is very encouraging as the optical instruments are
developing quickly and are expected to further improve their precision in near future,
meliorating the precision of the δ13C(CO2) method and advocating an implementation
of routine continuous δ13C(CO2) measurements.
Further, the accuracy of the fuel CO2 estimate is assessed. δ
13C(CO2) and CO can
both accurately estimate fuel CO2 continuously, but only if the main sources and sinks
are well characterized with respect to the isotopic signature δF and the CO/CO2 ratio
of fuel emissions, respectively. A determination of δF and CO/CO2 ratio requires either
extensive source sampling campaigns in the catchment area of the measurement site,
or a calibration using precise 14C(CO2) samples from Accelerator Mass Spectrometry
(AMS) measurements or conventional counting.
At present, it is recommended within the ICOS community to take integrated 14C sam-
ples. This work (Sect. 2.3) reveals that when using (e.g. monthly) integrated 14C(CO2)
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samples to analytically calibrate δF and the CO/CO2 ratio of fuel emissions, direc-
tional biases are introduced into the fuel CO2 estimate. An alternative approach is
to take grab samples for calibration. In this case, errors are introduced due to the
non-representativeness of selected grab samples. These errors are bidirectional, which
is preferable over systematic biases, and decrease with number of available 14C(CO2)
grab samples. It is shown that even though δF and CO/CO2 ratio of fuel emissions
change over the course of one year, it is best to calibrate an annual mean value for δF
and CO/CO2 ratio of fuel emissions using all
14C(CO2) grab samples taken in that year
to increase the number of grab samples per calibration. When calibrating the annual
mean value of δF and CO/CO2 using 24 grab samples, the mean error will be about
± 1.3 ppm of fuel CO2 at an urban site such as Heidelberg. It is demonstrated that
it is advisable to take (as many as possible) grab samples in addition to the within
ICOS recommended integrated samples of 14C for a comprehensive estimate of fuel
CO2 contribution.
Jointly using CO and δ13C(CO2) as tracers does not improve the fuel CO2 estimate
as the different emission sectors do not complement each other well in the European
model setting. This is an important finding as either one of the tracer measurements
are therefore encouraged in European networks.
14C(CO2) method
Continuous ∆14C(CO2) measurements are presently not technically feasible. However,
there are some efforts to actually establish such measurements with reduced precision
compared to that of AMS measurements or conventional counting (McIntyre et al.,
2013). Hypothetical future continuous ∆14C(CO2) measurements with reduced preci-
sion of 5h are found to be a good continuous tracer for fuel CO2 and would be even
more precise than CO or δ13C(CO2). Thus, it is advisable to invest in these continuous
measurements for the future. However, one should remark that ∆14C(CO2) measure-
ments bare an important disadvantage as they cannot detect any biofuel contribution.
Biofuel CO2 contributions are therefore attributed to biospheric contributions, which
hinder a study of the biospheric fluxes and feedbacks, especially in the future, as biofuel
contributions are expected to increase.
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CO2 only method
Turnbull et al. (2015) suggested that one could use CO2 alone to estimate fuel CO2 at
urban sites in the winter time, if a local background directly upwind of urban areas
is used. However, this work shows that the biospheric contribution to the total CO2
offset is generally still too large, even at polluted sites during winter, to neglect it.
Only in selected situations CO2 only will contain hardly any biogenic CO2. Therefore,
CO2 should not be used to estimate fuel CO2, at least not in Europe.
Fuel CO2 at rural areas
One very important conclusion of this work is that a continuous estimate of fuel CO2 is
not feasible at rural sites no matter which tracer is used. This conclusion follows from
the finding that the tracers for fuel CO2 yield a typical uncertainty of about 3-4 ppm at
rural, urban and polluted sites at the most. At rural sites, this is more than 100% of the
mean signal. Therefore, it would be better to actually use emission inventories (with
typical uncertainties of about 70%) for separation of fuel CO2 and biogenic CO2 at
rural sites instead of a fuel CO2 tracer. This finding is especially relevant for network
designs. Within the ICOS network, measurement sites are located preferentially far
away (≥ 40 km) from strong anthropogenic sources so that ecosystem processes can be
studied in an undisturbed way. Polluted sites are not part of the ICOS network at all.
In the ICOS network, measurement sites are further separated into class 1 and class
2 sites according to the set of parameters measured. Class 2 sites measure CO2 and
CH4 and class 1 sites additionally measure CO continuously, N2O, SF6, H2, δ
18O(CO2)
and δ13C(CO2) periodically and integrated ∆
14C(CO2). The findings within this work
suggest that continuous measurements of δ13C(CO2) and CO do not provide additional
information on anthropogenic emissions at clean reference air sites due to the low signal
to noise ratio and should rather be conducted at more polluted measurement stations
as the fuel CO2 signals are larger there. At urban or polluted sites the contribution
of fuel CO2 can be determined with a much higher relative precision. Consequently,
emission inventories can be better validated or constraint at more polluted sites. In
turn, this will be also advantageous for studying ecosystem fluxes as the fuel CO2
can be better separated from biospheric CO2. An extension of the ICOS network to
urban sites and the additional measurements of δ13C(CO2) and ∆
14C(CO2) at the
more polluted stations is therefore recommended.
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Transferring the results to other regions and networks
In this work, the best tracer configuration in a network such as in ICOS research
infrastructure were investigated. Therefore, the study is based on three representative
stations for the European ICOS network, one rural, one urban and one polluted. World-
wide there are large areas without atmospheric measurements stations. Especially in
South America, Africa and over Siberia the measurement network is very sparse. In
the future, hopefully new measurement networks will be designed also in these regions
so that fluxes can be studied there as well. Even though the results presented in the
third publication (Sect. 2.3) may be a good indicator of which tracers to consider and
which calibration strategies to apply to the tracer methods, the tracers will perform
slightly different in different catchment areas. For example, in North America, CO2
emissions are accompanied by much more CO emissions meliorating the CO-based
method. On the other hand, in e.g. Russia, natural gas is very depleted in δ13C(CO2),
which meliorates the δ13C(CO2)-based method. An individual preceding analysis of
the emission characteristics in the catchment area is therefore important to find the
best tracer method for each setting. Therefore, it is advisable to perform a pseudo-data
experiment, which was introduced in this work, as preceding analysis before designing
atmospheric measurement networks on-site.
V) Determining the source signature routinely in Heidelberg
Concurrent δ13C(CO2) and CO2 records can be used to determine the isotopic source
signature of the mean source mix in the catchment area of the measurement site. In the
last decade, many continuous measurements of δ13C(CO2) and CO2 have been emerg-
ing, offering the prospect of actually studying the CO2 contributions and their isotopic
signature on high temporal resolution in the catchment area of the measurement sites.
As the mean source signature is frequently computed without checking the underlying
assumptions and thus, introducing biases in the resulting mean source signature, a
routine way of determining the source signature bias-free from continuous δ13C(CO2)
and CO2 was developed (Sect. 2.4). It was shown that with the so-called “running
Keeling” approach, it is possible to routinely estimate the δ13C(CO2) source signature
correctly within (0.2 ± 1.2) h (median and inter-quartile range) on hourly basis. The
smoothed long-term trend can be estimated within (0.0 ± 0.4) h. This is sufficient
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to detect long-term changes and mean diurnal and seasonal variations of the source
signature at rural as well as urban areas and opens the door to studying emission
patterns on all time scales.
When applying the running Keeling approach to the Heidelberg data set of CO2 and
δ13C(CO2), the source signature shows a distinct seasonal cycle with more depleted
values (-32 h) in winter and more enriched values (-26 h) in summer as one would
expect from a higher share of more depleted fuel CO2 in winter. However, the origin of
the seasonal cycle cannot be uniquely identified if the isotopic end members δbio and
δF are not known. From the source signature record itself, it is possible to estimate
the isotopic end member δF in winter (when the biospheric CO2 contribution is small)
within an uncertainty of ± 2.5 h and the isotopic end member δbio in summer (when
the fuel CO2 contribution is small) within an uncertainty of ± 1 h. But, as the
isotopic end members are likely to change throughout one year, the fuel CO2 share
cannot be determined from the mean source signature record only. Even though no
determination of the isotopic end members is possible throughout the year from the
mean source signature record, it was possible to falsify the reference value of δbio in the
summer time.
Finally, one can conclude that the source signature itself may provide a qualitative
understanding of the magnitude of different CO2 contributions, but will not provide
a quantitative estimate unless accompanied with ∆14C(CO2) measurements, extensive







In the introduction, the question was raised, how present and future emissions of
anthropogenic greenhouse gases might influence environmental processes and drive
climate changes.
”If you cannot measure it, you cannot improve it.”
- Lord Kelvin
As Lord Kelvin has correctly put it more than 100 years ago and as the World Me-
teorological Organization recognizes in their regular reports (e.g. GGMT, 2013), mea-
surements are the basis of scientific advancement. To improve and validate the un-
derstanding of ecosystem processes or the predictions of climate change, accurate and
precise measurements must be performed.
This thesis offers a guideline for acquiring measurement records of highest possible
quality. High quality here refers to the actual measurement quality, such as accuracy,
precision and compatibility, but also to the usefulness of the various tracers and data
sets. The usefulness is evaluated in terms of additional benefit for separating gross
and net fluxes, optimization of measurement location and measurement protocol as
well as necessity of accompanying measurements or models. The outcomes of this work
may provide a scientific basis for further studying environmental processes and climate
change in the future and could also support political decisions on emission mitigation.
A fundamental step in studying greenhouse gas fluxes is to measure their atmospheric
concentration accurately, precisely and compatibly to other instruments. Therefore, the
accuracy and precision of greenhouse gas measurements with the FTIR were as-
sessed. It was shown that CO2, CH4 and N2O measurements are accurate and precise
enough to meet the WMO target recommendations. During a travelling instrument
campaign, the compatibility of ambient air greenhouse gas measurements was as-
sessed, which is vital for a bias-free determination of fluxes in top-down approaches.
It was further shown that CO2 ambient air measurements from different instruments
encounter significant discrepancies on the order of about 0.15 ppm between each other,
which are not seen in cylinder gas measurements. The reason for the discrepancy could
not be clarified with certainty, but may be due to the water correction of the CRDS
systems and should be investigated in future work in more detail. CH4 measurements
148 Summary
of three independent instruments agree within the WMO target recommendations. For
N2O, discrepancies are ca. 0.4 ppb. Taking into consideration scale transfer uncertain-
ties as well as flask comparisons between both networks, it appears that differences of
calibration scales may exist and may be on the order of 0.1 to 0.4 ppb. The scale differ-
ence may be due to non-linearity of the ECDs as both networks derive their scales from
ECD measurements (pers. communication, B. Hall, 2016). It has been further demon-
strated that at present, the precision of CO2 and CH4 measurements is sufficient to
detect small greenhouse gas fluxes. However, for CO2, an insufficient compatibility
between instruments limits the accuracy of CO2 flux estimates. Therefore, a routine
implementation of quality control assessments and measurement campaigns is recom-
mended in order to assess and improve the compatibility of different instruments and
laboratories. The uniqueness and comprehensiveness of information obtained during
travelling instrument campaigns compared to other quality controls is highlighted.
High quality greenhouse gas measurements from a joint network can be used in top-
down inversions to study the total net greenhouse gas fluxes (Sect. 1.4). The next step
to a comprehensive understanding of greenhouse gas fluxes is a separation of gross
fluxes (e.g. respiration and photosynthesis) as well as between net fluxes from different
reservoirs (e.g. biosphere, ocean and fossil fuels).
Measurements of δ18O(CO2) offer the prospect of disentangling carbon gross fluxes.
This thesis proves that the continuous measurement of δ18O(CO2) is possible with
an FTIR analyzer. The precision and compatibility of δ18O(CO2) measurements (and
δ13C(CO2) measurements) were assessed and it was found that although the compat-
ibility recommendations from the WMO are not met, the precision and compatibility
are sufficient to detect and interpret δ18O(CO2) signals in an urban area such as Hei-
delberg, Germany. This novel finding opens the door to quantifying different CO2 gross
fluxes. However, due to the complex coupling of 18O(CO2) and
18O(H2O), a quantifi-
cation of CO2 gross fluxes using δ
18O(CO2) requires the determination of isotopic H2O
and CO2 values of ecosystem and fuel CO2 fluxes as well as the implementation of
a coupled water-carbon model. Thus, the implementation of regional coupled models
together with installation of routine water and carbon isotopologue measurements are
highly recommended, so that a profound understanding of the regional carbon cycle
can be achieved.
The separation of oceanic, biospheric and anthropogenic net CO2 fluxes requires
the use of additional tracers, which are characteristic for the reservoir that should
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be separated. In the continental European atmosphere, the influence of oceanic fluxes
are usually negligible, but a separation of biospheric and fuel CO2 contributions is
desirable for studying the continental carbon cycle. Tracers, which allow separating
between biospheric and fuel CO2 contributions continuously are e.g. CO, δ
13C(CO2)
or hypothetical future ∆14C(CO2) measurements. In this work, specific equations for
the different tracer-based estimates of continuous fuel CO2 were formulated and the
tracers were compared at different measurement stations using a model pseudo data
set (see Sect. 1.6.1). At present, δ13C(CO2) and CO based estimates of fuel CO2 are the
most precise tracers for fuel CO2 estimation at rural, urban and polluted measurement
sites. The precision of fuel CO2 estimates is mainly limited by the variation of natural
CO fluxes in the case of the CO-based approach, and by the measurement precision
of δ13C(CO2) and CO2 in the case of δ
13C(CO2)-based approaches. In the prospect
of further technical development of δ13C(CO2) measurements, the precision of the
δ13C(CO2)-based approach is likely to further improve. The accuracy of the CO and
δ13C(CO2)-based approach depends on the accuracy of the emission ratio CO/CO2 of
fuels in the case of CO, and on the accuracy of the assumed isotopic end members, δbio
and δF , in the case of δ
13C(CO2). For an accurate estimation of continuous fuel CO2,
it is possible to calibrate the source characteristics, δF and CO/CO2, using precise
14C(CO2) measurements. The best calibration strategy is to take as many as possible
(typically more than 20) 14C(CO2) grab samples per year and use them to calibrate an
annual mean value of the isotopic signature δF or of the CO/CO2 emission ratio of fuel
CO2, respectively. A high number of
14C(CO2) grab samples is desirable as the accuracy
of δF and CO/CO2 emission ratio improves with increasing number of grab samples. In
the future, continuous 14C(CO2) measurements with improved precision of 5 h may
become available. It was shown that these measurements could further improve the
precision of the separation of anthropogenic and biospheric CO2 if no nuclear facilities
lie in the catchment area and if biofuel CO2 can be approximated independently.
Continuous 14C(CO2) measurements are therefore worth further developing.
Another relevant finding of this work for the network design is that the continuous
measurements of fuel CO2 tracers is not useful at rural sites as the CO2 signals are
so small that the tracer-based fuel CO2 uncertainties are larger than the uncertainties
of emission inventories. An improvement of emission inventories based on atmospheric
observations is therefore only possible at urban or polluted sites, which is why it is
advisable to build measurement stations at urban and polluted sites if all relevant
European emissions are to be monitored.
150 Summary
Finally, in many studies, δ13C(CO2) measurements are used to determine the isotopic
source signature using Keeling plots. Using a pseudo data experiment, a procedure
for determining the isotopic signature from continuous CO2 and δ
13C(CO2) correctly
is suggested and finally the technique is applied to a real CO2 and δ
13C(CO2) data
set from Heidelberg. The annual pattern of the source signature in Heidelberg shows
more enriched values in summer and more depleted values in winter as expected from a
larger fraction of more depleted fuel CO2 in winter due to burning of depleted natural
gas. From the source signature record it is possible to determine the end members
δF in winter and δbio in summer, allowing a falsification of end member reference
values in these periods. However, as the isotopic end members of fuel CO2 and of the
biosphere, δF and δbio, vary throughout the year, the fuel share cannot be quantified
unambiguously from the mean source signature record alone and should be supported
by additional point measurements and 14C measurements, if possible.
In this thesis, it was investigated which parameters affect the improvement of green-
house gas flux estimates. The quality of the measurements (accuracy, precision, com-
patibility), the meteorological trajectories, but also the choice of additional tracers
measured (e.g. δ18O, δ13C, CO, ∆14C, etc.) at different stations substantially influence
the degree of information, which can be derived from the measurements. A variety of
these parameters have been assessed and optimized in this work. In the future, the
final goal of improving greenhouse gas flux estimates will profit from a permanent in-
formation exchange and collaboration of modellers, experimentalists, technicians and
network designers.
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The Fourier Transform Infrared (FTIR) analyzer
A Fourier Transform Infrared analyzer measures the molecular absorption spectrum of
a sample of air. The light beam of a broad-banded infrared source is directed into an
air sample, where the intensity of the spectrum is reduced due to molecular absorption
of the gas molecules in the air sample. From the absorption spectrum the greenhouse
gas concentration of CO2, CH4, N2O, CO,
13C(CO2) and
18O(CO2) in the sample
is calculated. The FTIR has been routinely measuring the trace gases in Heidelberg
since April 2011 in parallel to a gas chromatograph (GC) and a cavity ring-down
spectroscopy (CRDS) system. Here the instrumental set-up, the sample handling and
calibration strategy of the FTIR analyzer are explained. Its intermediate measurements
precision, accuracy and compatibility are summarized. Further the duration and reason
for down times are named. Finally, the long-term FTIR ambient air measurements is
presented.
A1 Brief description of set-up and measurement principle of
the FTIR
Instrumental set-up
The in-situ FTIR analyzer has been running routinely in Heidelberg since April 2011.
A detailed description of the FTIR can be found in Griffith et al. (2012) and Hammer
et al. (2013a). Modifications to this set-up have been described by Vardag et al. (2015a).
This latest set-up of the FTIR can be seen in Fig. A.1 and is described briefly here.
Older configurations are also described in Hammer et al. (2013a).
The FTIR has four inlets for gaseous samples. One of these inlets is typically used as
ambient air intake. It is possible to additionally connect multi-position valves to these
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Fig. A.1: Schematic set-up of the FTIR.
inlets in order to permanently connect more cylinders (e.g. standard and target gases)
to the instrument. In the Heidelberg set-up, one multi-position valve (MWSD16 selec-
tion valve, Valco, USA) was installed to which cylinders are permanently connected.
An oil-free vacuum pump (model MV2NT, Vacuubrand, Germany) located at the out-
let of the instrument draws the samples through the instrument. First, the sample
is optionally directed into a drying unit consisting of a 24 inch (0.6m) Nafion Dryer
(Permapure, Toms River, NJ, USA) operated in counter-flow mode and followed by a
chemical Magnesium perchlorate dryer. The drying unit reaches a dew point of -65 ◦C.
It can be bypassed if desired. The sample is then led through a temperature controlled
and nitrogen purged enclosure, in which a White cell (model 24 PA, IR analysis Inc.,
Anaheim, CA) and the interferometer are located. The interferometer is an IRcube
(Bruker Optics, Germany) and the detector is a thermoelectrically-cooled Mercury
Cadmium Telluride (MCT). The multi-pass cell holds 3.5 L and has 24m optical path
length. It is temperature stabilized at 30 ◦C within ± 0.01◦C. The cell and the inter-
ferometer are flushed with high-purity nitrogen class 5.0 to avoid contamination in the
optical path with air. The cell flow is regulated at 1 ± 0.05 standard liter per minute
(SLPM) using a mass-flow controller (MFC 1) located in front of the cell, whereas a
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second MFC (MFC 2) behind the cell regulates the cell pressure to within ± 0.1 hPa.
The measurements are typically performed at slight overpressure (1100 hPa).
The Interferometer
The underlying principle of the FTIR is similar to a Michelson interferometer. A light
source emits on to a semitransparent mirror. The reflected as well as the emitted beam
are then reflected by outer mirrors and joined after passing the semi-transparent mir-
ror again (see Fig. A.2). The beams then pass the cell (typically filled with a sample)
and are detected. One of the outer mirrors can be moved and thus the optical path
length of one beam can be changed. The full path length difference can be scanned 80
times in one minute. For three minutely averaged measurements, about 240 scans are
co-added. When using a laser beam as light source, one would detect a typical cosine
interference pattern as function of the optical path difference, which is called interfer-
ogram. By Fourier transformation and with known mirror position, the interferogram
(i.e. intensity as function of path length difference) can be transformed to a spectrum
(i.e. intensity as function of wavelength) (Griffith and de Haseth, 2007). In case of
the laser source, this would result in one intensity peak at the laser wavelength. For
a broadband infrared source many interference patterns of different wavelengths over-
lap and together form a characteristic source interferogram. The characteristic source
interferogram can be transformed to the characteristic source spectrum by Fourier
transformation. The covered wavelength range of the spectrum depends on the maxi-
mal path length difference. The interferometer in Heidelberg covers a range from about
0 to 7899 cm−1. If there are absorbers in the optical path of the infrared beam, they
absorb the infrared light at molecule specific wavelengths and therewith reduce the
intensity spectrum at these wavelengths. The infrared spectrum of a sample therefore
shows absorption lines at different wavelengths. The depth of the absorption lines is








I, I0 = intensity [W·m−2] of transmitted and incident radiation
ϵ= molar absorptivity [m2·mol−1]
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l= optical pathlength [m]
c= molar concentration [mol·l−1]
Fig. A.2: Sketch of the measurement principle of the FTIR. Picture is taken from
Vardag (2012).
From spectra to concentration
The intensity spectrum (as function of wavelength) is measured with and without
(evacuated cell) air sample in the optical cell. A transmittance spectrum is then calcu-
lated (see Fig. 1.6) as the relative difference of the two spectra, thereby canceling all
deficits of light source and optical set-up. The intensity of the transmittance spectrum
will be reduced at the wavelength at which absorption takes place. Infrared absorption
processes include changes in rotational and vibrational states of the molecules. The
specific wavelengths at which these transition states are excited are specific for each
molecule. As the amount of absorption is dependent on the concentration of molecules,
pressure and temperature following Beer-Lambert’s law, the concentration can be de-
rived by fitting a theoretical spectrum calculated by the Multiple Atmospheric Layer
Transmission (MALT) model to the measured transmittance spectrum by a non-linear
least square fitting algorithm to obtain the concentration (Griffith, 1996). The theoret-
ical absorption coefficients are listed in the HIgh resolution TRANsmission molecular
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absorption database (HITRAN) (Rothman et al., 1998). Since the different molecules
(and isotopologues) absorb at different wavelengths (see Fig. 1.6), a simultaneous anal-
ysis of the different greenhouse gas concentrations is possible.
Correction and Calibration procedure
The retrieved concentration is still uncorrected and uncalibrated. However, corrections
are necessary as absorption spectra of different species can overlap and as the absorp-
tion spectra in HITRAN are accurate only within 2 % (Griffith, 1996). Additionally,
inaccuracies of measured parameters such as temperature or pressure distort the con-
version from transmittance spectra to mole fraction. Tests with varying pressure, flow,
temperature and CO2 concentration, but same sample air composition were therefore
performed to quantify these cross-sensitivities. These tests are described in Hammer
et al. (2013a) and Vardag et al. (2015a) in more detail. The corrections are listed in
Table A.1 and are routinely used to correct the data. The data is then calibrated with
a linear regression of the three standard gases, which are measured weekly. The three
standard gases are measured under the same conditions as the ambient air and cor-
rected according to Table A.1, respectively. These corrected standard measurements
together with the assigned reference values of the cylinders (assigned by the ICOS Cal-
ibration Laboratory, Jena) are then used to determine the linear instrument response
function. The weekly determined instrument response functions are then linearly inter-
polated to obtain a instrument response function for all measurement times, which is
then used to calibrate the actual measurements. The calibration scales are also listed
in Table A.1.
A2 Performance indicators
Down-times of the instrument
Three reference gases spanning the ambient mole fraction range of every species are
measured once a week. The cell is evacuated twice prior to each new sample in order
to eliminate memory effects. Additionally, a weekly measured long-term target, a daily
measured short-term target and a working standard for smoothed δ18O correction (see
Vardag et al., 2015a) are analyzed. One cylinder measurement uses about 25 liters of
gas and takes about 35 minutes. This means that typically 8 hours a week are spent for
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CO2 [ppm] 0.0085 – -0.3383 0.06 WMO CO2 X2007
δ13C(CO2) [h] 0.00249 see Vardag et al.
(2015a)
-0.9142 0.127 VPDB-CO2
CO [ppb] 0.0083 0.01366 -1.0389 -0.12 WMO CO X2004
N2O [ppb] 0.0067 0.0008 -0.2696 0.316 WMO N2O X2006a
CH4 [ppb] 0.0298 -0.00276 -2.1962 -0.159 WMO CH4 X2004
δ18O(CO2) [h] -0.18694 see Vardag et al.
(2015a)
-2.9217 4.256 VPDB-CO2
calibration gas or target gas measurements. When switching from one suite of reference
gases to the next, additional measurements of the new and old reference gases are nec-
essary to guarantee a smooth transition. Therefore, effectively about 10 hours a week
are used for these control samples, which is about 3% of the measurement time. During
the last four years the data set has been interrupted due to installation of new soft-
ware (twice, in total about 2 weeks), instrumental improvements (2 weeks), exchanging
broken laser (1 week), exchanging weakening MIR source (1 day), operator-related is-
sues such as closed cylinders, two simultaneous opened ports or wrong temperature,
pressure or flow (2 months). This is about 7% of the total measurement time. Fur-
ther interruptions in the Heidelberg record are due to measurement campaigns, which
took place in Cabauw, OPE and Mace Head and in total covered a period of about 5
months. This is about 10% of the total measurement time.
Intermediate measurement precision - Target tanks
Over the course of four years the intermediate measurement precision was monitored
by measuring a so-called target cylinder on daily basis. As one expects the intermedi-
ate measurement precision to be the same for ambient air and cylinder measurements,
this target cylinder quality control is used to estimate the precision of the ambient air
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measurements and contributes to a comprehensive uncertainty budget for the instru-
ment.
Fig. A.3 shows the results of the target measurements since 2011. The last 9 minutes
of a 35-minutely measurement were averaged to obtain a single target value. When
measuring a 50L cylinder every day with the FTIR, the target cylinder lasts about one
year. Therefore, more than one target cylinder are needed for tracking the intermediate
measurement precision over the course of four years. In Fig. A.3, the deviation of the
daily measured value to the averaged value of each cylinder gas is shown. Even though
some small, but distinct structures remain (especially for CO and CO2), no long-term
drifts or worrying features are observed.
In Table A.2, the intermediate measurement precision is summarized over the course of
four years and compared to the WMO recommendations for all trace gases. One can see
that all trace gases, except δ13C(CO2) and δ
18O(CO2) meet the WMO compatibility
goals in terms of precision. Altogether, a good intermediate stability of the FTIR
instrument can be confirmed.
Table A.2: Intermediate measurement precision (as determined from repeated daily










CO2 [ppm] 0.06 0.1 (Northern
hemisphere)
0.2
δ13C(CO2) [h] 0.06 0.01 0.1
CO [ppb] 0.38 2 5
N2O [ppb] 0.09 0.1 0.3
CH4 [ppb] 0.27 2 5
δ18O(CO2) [h] 0.35 0.05 0.1
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Fig. A.3: Repeated target measurements for the trace gases CO2, δ
13C(CO2), CO, N2O,
CH4 and δ
18O(CO2). The deviation between the daily measured value and the averaged
value of the cylinder gas is plotted. The standard deviation of the difference is given
on the right. Note, that δ18O(CO2) can only be usefully analyzed since July 2012, since
δ18O(CO2) values of calibration gases were too close to each other for a good calibration.
Before, they are therefore flagged and marked with red dots here.
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Accuracy and compatibility
Vardag et al. (2015a) assessed the accuracy of the FTIR by replicate measurement of
the laboratory primary cylinders on the FTIR. The laboratory primary cylinders are,
at the same time, National Oceanic and Atmospheric Administration (NOAA) cali-
brated tertiary cylinders. They were directly calibrated and remeasured at the NOAA
Institute, Boulder, Colorado for CO2, CH4 and N2O, . Differences between the assigned
reference values and the measured values provide a measure for the accuracy of the
system for the specific species. For the isotopologues δ13C(CO2) as well as δ
18O(CO2),
a central calibration laboratory exists at the MPI Jena. The working standards were
directly calibrated by the MPI Jena, but the NOAA calibration tertiary cylinders have
not been calibrated for δ13C(CO2) and δ
18O(CO2) yet and therefore the accuracy of the
isotopologues cannot be assessed sufficiently well. Therefore, the assessment of compat-
ibility is especially vital. Vardag et al. (2014) assessed and discussed the compatibility
of CO2, CH4 and N2O measurements of the FTIR to the Heidelberg GC and Vardag
et al. (2015a) as well as the compatibility of δ13C(CO2) and δ
18O(CO2) measurements
of the FTIR to the Heidelberg IRMS. The results for accuracy and compatibility are
summarized in Table A.3 and are discussed in more details in Vardag et al. (2014) and
Vardag et al. (2015a).
Table A.3: Accuracy and compatibility of the FTIR as taken from Vardag et al. (2014)
and Vardag et al. (2015a). The accuracy is given as difference of the FTIR measure-
ment of tertiary cylinders to their assigned values by the WMO Central Calibration
Laboratory (CCL). The compatibility is given as difference of the FTIR measurement




(reference instrument − FTIR)
CO2 [ppm] -0.03 ± 0.04 0.04 ± 0.2
δ13C(CO2) [h] – 0.01 ± 0.02
N2O [ppb] 0.00 ± 0.03 0.01 ± 0.12
CH4 [ppb] 0.04 ± 0.01 -0.25 ± 2.2
δ18O(CO2) [h] – 0.08 ± 0.14
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Note, that the accuracy and compatibility of CO has not been carefully assessed yet
as it is in question that the CO cylinders are stable and as the GC is not stable in CO.
The future plan is to also assess the CO accuracy and compatibility.
A3 Complete ambient air record
The ambient air measurements were evaluated in Heidelberg for the last four years.
Figure A.4 shows the entire record for all trace gases. The CO2 and δ
13C(CO2) data
is available at http://www.iup.uni-heidelberg.de/institut/forschung/groups/
kk/Data_html and can be used. However, prior to publication, the data owners need
to be contacted. One can see a distinct seasonal cycle in CO2, δ
13C(CO2), CO, CH4
and δ18O(CO2). This originates partly from the seasonal variation of the planetary
boundary layer height, which suppresses vertical mixing with the free troposphere and
partly from the season dependent emission characteristics, e.g. fossil fuel CO2 emissions
are largest in winter and photosynthetic CO2 uptake reaches its maximum in summer.
The δ18O record starts only in June 2012 as before June 2012 the calibration standards
were too close to each other for a solid calibration. After that, δ18O(CO2) shows a
repeating seasonal cycle.
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Fig. A.4: Ambient air record of the FTIR from 2011 to 2015. The δ18O record starts





Vocabulary of Metrology (VIM)
The metrological terms used in this work are defined uniquely by the Joint
Committee for Guides in Metrology (JCGM) (Joint Committee for Guides
in Metrology (JCGM-WG2) (2012)) and a full list can be found here:
http://jcgm.bipm.org/vim/en/alphaindex.html. The definitions relevant for this
work are listed here:
Accuracy - closeness of agreement between a measured quantity value and a true
quantity value of a measurand
Bias - estimate of a systematic measurement error
Error - measured quantity value minus a reference quantity value
Intermediate precision - measurement precision under a set of intermediate
precision conditions of measurement
Intermediate precision condition of measurement - condition of measurement,
out of a set of conditions that includes the same measurement procedure, same
location, and replicate measurements on the same or similar objects over an extended
period of time, but may include other conditions involving changes
Metrological comparability - comparability of measurement results, for quantities
of a given kind, that are metrologically traceable to the same reference
Metrological compatibility - property of a set of measurement results for a
specified measurand, such that the absolute value of the difference of any pair of
measured quantity values from two different measurement results is smaller than some
chosen multiple of the standard measurement uncertainty of that difference
Precision - closeness of agreement between indications or measured quantity values
obtained by replicate measurements on the same or similar objects under specified
conditions
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Repeatability - measurement precision under a set of repeatability conditions of
measurement
Repeatability condition of measurement - condition of measurement, out of a
set of conditions that includes the same measurement procedure, same operators,
same measuring system, same operating conditions and same location, and replicate
measurements on the same or similar objects over a short period of time
Reproducibility - measurement precision under reproducibility conditions of mea-
surement
Reproducibility condition of measurement - condition of measurement, out of a
set of conditions that includes different locations, operators, measuring systems, and
replicate measurements on the same or similar objects
Systematic measurement error- component of measurement error that in replicate
measurements remains constant or varies in a predictable manner
Uncertainty - non-negative parameter characterizing the dispersion of the quantity
values being attributed to a measurand, based on the information used
All JCGM′s products are internationally protected by copyright. The VIM definitions
have been reproduced with the permission of the JCGM. The JCGM retains full
internationally protected copyright on the design and content of its documents and on
the JCGM′s titles, slogans and logos. The member organizations of the JCGM also
retain full internationally protected right on their titles, slogans and logos included in
the JCGM′s publications. The only official version is the document published by the
JCGM, in the original languages.
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